
EQA round: VVV2/19 - Maternal Diagnostic Screening (Triple Tests)

SD NCV NRoM

SEKK
Filter: Slovakia, minimal size of groups n = 5

Summary statistics - quantitative results

Dead line: 06.12.2019

Test

AV = assigned value Dmax = acceptable percent difference
LL = lower limit
UL = upper limit

CRV = certified reference value
RV = reference value
CVE = consensus value from experts

RoM = robust average

Nout = number of results excluded before calculation

SD = standard deviation
CV = coefficient of variation

expanded uncertainty of the assigned value (k = 2)

Ntot = total number of participants
Nsuc = number of successful participants
Srel = success (relative)

tot[%]

CVP = consensus value from all participants

U     =
AV

out
[unit]

Comparability
AV N SU LL UL suc relDAV max Neva

Neva = number of evaluated participants

CVPG = consensus value from participants groups

Set 1
(238) free beta-hCG [U/L] 10 9 90%10

  Samples and groups  -
Sample A1 9 90%10274 50 18   10

0271 24 88,8(60) Roche CVPG 260 15% 221 299  5,3 8
02Other 2

2x 24
Sample B1 9 90%10551 380 68   10

0741 79 811(60) Roche CVPG 720 15% 612 828   20 8
02Other 2

2x 24

(239) PAPP-A [U/L] 13 9 90%10
  Samples and groups  -

Sample A1 10 100%100,165 0,063 38   13
00,146 0,006 74,6(60) Roche CVPG 0,15 15% 0,127 0,173,0036 7
06Other 3

3x 24, 3x 29
Sample B1 9 90%100,159 0,057 36   13

00,150 0,016 710(60) Roche CVPG 0,149 15% 0,126 0,172,0037 7
06Other 3

3x 24, 3x 29

(370) AFP [µg/L] 13 11 100%11
  Samples and groups  -

Sample A1 11 100%1128,7 3,9 14   13
013Other 11

1x 1, 4x 12, 1x 36, 4x 60, 3x 179
Sample B1 11 100%1142,1 5,2 12   13

013Other 11
1x 1, 4x 12, 1x 36, 4x 60, 3x 179

(373) hCG [kU/L] 13 9 90%10
  Samples and groups  -

Sample A1 10 100%1027,6 3,9 14   13
013Other 10

1x 1, 4x 12, 1x 29, 1x 36, 4x 60, 2x 179
Sample B1 9 90%1013,6 1,8 14   13

013Other 10
1x 1, 4x 12, 1x 29, 1x 36, 4x 60, 2x 179

Set 2
(375) Estriol unconjug. [nmol/L] 11 10 100%10

  Samples and groups  -
Sample A2 10 100%1012,9 1,3 10   11

013,1 0,55 54,2(12) Beckman Coulter CVPG 14 33% 9,38 18,7 0,53 5
012,2 0,46 53,8(29) Siemens (Immulite) CVPG 11,4 33% 7,63 15,2  1,1 5
01Other 0

1x 999
Sample B2 10 100%107,43 0,73 9,8   11

07,91 0,36 54,6(12) Beckman Coulter CVPG 8,07 33% 5,4 10,8 0,36 5
06,92 0,54 57,8(29) Siemens (Immulite) CVPG 6,73 33% 4,5 8,96 0,50 5
01Other 0

1x 999

1. trimester
(240) free beta-hCG (MoM) [MoM] 8 8 100%8

  Samples and groups  -
Mother X1 8 100%85,85 0,80 14    8

05,85 0,80 714(60) Roche CVPG 5,72 33% 3,83 7,61 0,23 7
01Other 1

1x 24
Mother Y1 8 100%816,5 3,3 20    8

017,0 2,5 715(60) Roche CVPG 15,8 33% 10,5 21,1 0,76 7
01Other 1

1x 24

(241) PAPP-A (MoM) [MoM] 12 9 90%10
  Samples and groups  -

Mother X1 9 90%100,082 0,024 29   12
00,080 0,015 719(60) Roche CVPG 0,084 33% 0,056 0,112,0037 7
05Other 3

3x 24, 2x 29
Mother Y1 9 90%100,081 0,031 38   12
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(241) PAPP-A (MoM) [MoM] 12 9 90%10
  Samples and groups  -

Mother Y1 9 90%100,081 0,031 38   12
00,075 0,007 79,9(60) Roche CVPG 0,084 33% 0,056 0,112,0045 7
05Other 3

3x 24, 2x 29

2. trimester
(380) AFP (MoM) [MoM] 13 12 92%13

  Samples and groups  -
Mother X2 12 92%13CVP 0,814 23% 0,626 1,010,0290,833 0,11 13   13

00,833 0,11 1313All results 13
Mother Y2 13 100%13CVP 1,07 23% 0,823 1,320,0371,10 0,13 12   13

01,10 0,13 1312All results 13
(382) hCG (MoM) [MoM] 13 10 100%10

  Samples and groups  -
Mother X2 10 100%100,864 0,14 17   13

013Other 10
1x 1, 4x 12, 1x 29, 1x 36, 4x 60, 2x 179

Mother Y2 10 100%100,505 0,12 23   13
013Other 10

1x 1, 4x 12, 1x 29, 1x 36, 4x 60, 2x 179

(384) Estriol unconjug. (MoM) [MoM] 10 8 89%9
  Samples and groups  -

Mother X2 8 89%95,69 1,6 27   10
06,47 0,33 55,2(29) Siemens (Immulite) CVPG 6,21 33% 4,16 8,26 0,68 5
05Other 4

4x 12, 1x 999
Mother Y2 8 89%92,60 0,70 27   10

02,98 0,13 54,5(29) Siemens (Immulite) CVPG 2,96 33% 1,98 3,94 0,17 5
05Other 4

4x 12, 1x 999

st_kn_p End of report Printed: 17.12.2019
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