
EQA round: TM4/21 - Tumour Markers

SD NCV NRoM

SEKK

Filter: minimal size of the groups n = 5
(Groups: measurement principle, manufacturer of kit)
Summary statistics - quantitative results

Deadline: 19.10.2021

Test

AV = assigned value Dmax = acceptable percent difference
LL = lower limit
UL = upper limit

CRV = certified reference value
RV = reference value
CVE = consensus value from experts

RoM = robust average

Nout = number of results excluded before calculation

SD = standard deviation
CV = coefficient of variation

expanded uncertainty of the assigned value (k = 2)

Ntot = total number of the participants
Nsuc = number of successful participants
Srel = success (relative)

tot[%]

CVP = consensus value from all participants

U     =
AV

out
[unit]

Comparability
AV N SU LL UL suc relDAV max Neva

Neva = number of evaluated participants

CVPG = consensus value from participants groups

(180) CA 125 [kU/L] 630 610 98%622
  Samples and groups  -

Sample A 616 99%62215,5 2,3 15  630
010,8 0,64 125,9(3) FIA (FEIA, TRACE); (15) CVPG 10,8 20% 8,64 13 0,45 12

bioMérieux
013,9 0,59 74,3(3) FIA (FEIA, TRACE); (24) CVPG 13,9 20% 11,1 16,7 0,58 7

B.R.A.H.M.S.
018,1 1,1 56,2(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 18,1 20% 14,4 21,8  3,1 5
018,3 1,3 1237,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 18,3 20% 14,6 22 0,29 123

(1) Abbott
012,4 0,57 494,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 12,4 20% 9,92 14,9 0,20 49

(12) Beckman Coulter
011,1 1,2 2210(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 11,1 20% 8,88 13,4 0,61 22

(29) Siemens (Immulite)
015,8 0,81 3085,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 15,8 20% 12,6 19 0,11 308

(60) Roche
014,4 0,81 435,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 14,4 20% 11,5 17,3 0,30 43

(162) Siemens (Atellica)
018,9 1,1 65,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 18,9 20% 15,1 22,7  1,6 6

(164) DiaSorin
012,9 1,2 479,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 12,9 20% 10,3 15,5 0,44 47

(179) Siemens
08Other 0

2x 1/36, 1x 2/66, 1x 4/40, 4x 4/149
Sample B 615 99%62287,4 12 14  630

082,7 3,0 123,6(3) FIA (FEIA, TRACE); (15) CVPG 82,7 20% 66,1 99,3  2,1 12
bioMérieux

047,0 1,5 73,2(3) FIA (FEIA, TRACE); (24) CVPG 47 20% 37,6 56,4  1,4 7
B.R.A.H.M.S.

0142 6,3 54,4(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 142 20% 113 171   18 5
0119 6,6 1235,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 119 20% 95,2 143  1,5 123

(1) Abbott
080,1 3,0 493,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 80,1 20% 64 96,2  1,1 49

(12) Beckman Coulter
085,0 6,6 227,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 85 20% 68 102  3,5 22

(29) Siemens (Immulite)
083,0 4,2 3085,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 83 20% 66,4 99,6 0,58 308

(60) Roche
088,1 4,6 435,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 88,1 20% 70,4 106  1,7 43

(162) Siemens (Atellica)
0122 5,9 64,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 122 20% 97,6 147  8,3 6

(164) DiaSorin
077,9 5,5 477,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 77,9 20% 62,3 93,5  2,0 47

(179) Siemens
08Other 0

2x 1/36, 1x 2/66, 1x 4/40, 4x 4/149

(181) CA 15-3 [kU/L] 697 657 96%684
  Samples and groups  -

Sample A 674 99%68462,1 11 18  697
079,0 0,71 300,90(2) EIA (ELISA); (66) DRG CVPG 79 18% 64,7 93,3 0,32 30
048,2 3,3 136,9(3) FIA (FEIA, TRACE); (15) CVPG 48,2 18% 39,5 56,9  2,3 13

bioMérieux
063,3 2,7 64,3(3) FIA (FEIA, TRACE); (24) CVPG 63,3 18% 51,9 74,7  3,8 6

B.R.A.H.M.S.
077,1 6,3 1268,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 77,1 18% 63,2 91  1,4 126

(1) Abbott
030,8 2,2 557,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 30,8 18% 25,2 36,4 0,72 55

(12) Beckman Coulter
071,5 5,5 287,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 71,5 18% 58,6 84,4  2,5 28

(29) Siemens (Immulite)
058,7 4,3 3197,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 58,7 18% 48,1 69,3 0,59 319

(60) Roche
046,4 11 523(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 46,4 18% 38 54,8   31 0

(149) Siemens (Dade, BN, Dimension)
062,0 3,0 474,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 62 18% 50,8 73,2  1,1 47

(162) Siemens (Atellica)
062,2 4,4 107,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 62,2 18% 51 73,4  3,4 10

(164) DiaSorin
059,5 4,8 508,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 59,5 18% 48,7 70,3  1,7 50

(179) Siemens
08Other 0

3x 1/36, 4x 3/25, 1x 4/40
Sample B 663 97%68413,5 1,4 11  697

014,9 0,12 300,81(2) EIA (ELISA); (66) DRG CVPG 14,9 18% 12,2 17,60,054 30
013,4 1,7 1313(3) FIA (FEIA, TRACE); (15) CVPG 13,4 18% 10,9 15,9  1,2 13

bioMérieux
014,0 0,37 62,7(3) FIA (FEIA, TRACE); (24) CVPG 14 18% 11,4 16,6 0,52 6

B.R.A.H.M.S.
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(181) CA 15-3 [kU/L] 697 657 96%684
  Samples and groups  -

Sample B 663 97%68413,5 1,4 11  697
013,5 1,1 1268,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 13,5 18% 11 16 0,24 126

(1) Abbott
09,91 0,69 557,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 9,91 18% 8,12 11,7 0,23 55

(12) Beckman Coulter
018,9 1,4 287,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 18,9 18% 15,4 22,4 0,64 28

(29) Siemens (Immulite)
013,9 0,87 3196,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 13,9 18% 11,3 16,5 0,12 319

(60) Roche
010,6 3,3 532(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 10,6 18% 8,69 12,6  9,4 0

(149) Siemens (Dade, BN, Dimension)
012,4 1,2 479,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 12,4 18% 10,1 14,7 0,43 47

(162) Siemens (Atellica)
013,5 1,2 108,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 13,5 18% 11 16 0,91 10

(164) DiaSorin
012,6 1,5 5012(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 12,6 18% 10,3 14,9 0,52 50

(179) Siemens
08Other 0

3x 1/36, 4x 3/25, 1x 4/40

(182) CA 19-9 [kU/L] 699 668 96%693
  Samples and groups  -

Sample A 681 98%693115 58 51  699
0133 5,8 124,4(3) FIA (FEIA, TRACE); (15) CVPG 133 20% 106 160  4,1 12

bioMérieux
086,6 1,9 62,2(3) FIA (FEIA, TRACE); (24) CVPG 86,6 20% 69,2 104  2,7 6

B.R.A.H.M.S.
053,2 2,9 95,4(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 53,2 20% 42,5 63,9  3,6 9
0481 32 1126,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 481 20% 384 578  7,4 112

(1) Abbott
0110 7,8 717,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 110 20% 88 132  2,3 71

(12) Beckman Coulter
082,1 9,8 2012(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 82,1 20% 65,6 98,6  5,4 20

(29) Siemens (Immulite)
075,7 3,8 3565,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 75,7 20% 60,5 90,9 0,49 356

(60) Roche
0127 2,2 51,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 127 20% 101 153  6,3 5

(149) Siemens (Dade, BN, Dimension)
0171 8,5 395,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 171 20% 136 206  3,3 39

(162) Siemens (Atellica)
0192 15 107,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 192 20% 153 231   11 10

(164) DiaSorin
0170 13 537,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 170 20% 136 204  4,4 53

(179) Siemens
06Other 0

2x 1/36, 1x 1/999, 1x 2/66, 1x 4/40, 1x 4/98
Sample B 672 97%69386,7 45 52  699

094,3 2,9 123,0(3) FIA (FEIA, TRACE); (15) CVPG 94,3 20% 75,4 114  2,0 12
bioMérieux

063,7 1,5 62,3(3) FIA (FEIA, TRACE); (24) CVPG 63,7 20% 50,9 76,5  2,1 6
B.R.A.H.M.S.

038,8 1,9 95,0(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 38,8 20% 31 46,6  2,4 9
0348 20 1125,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 348 20% 278 418  4,7 112

(1) Abbott
081,3 5,0 716,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 81,3 20% 65 97,6  1,5 71

(12) Beckman Coulter
060,2 8,3 2014(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 60,2 20% 48,1 72,3  4,5 20

(29) Siemens (Immulite)
056,6 2,8 3564,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 56,6 20% 45,2 68 0,36 356

(60) Roche
093,2 1,7 51,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 93,2 20% 74,5 112  4,8 5

(149) Siemens (Dade, BN, Dimension)
0129 8,1 396,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 129 20% 103 155  3,2 39

(162) Siemens (Atellica)
0139 10 107,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 139 20% 111 167  8,0 10

(164) DiaSorin
0131 14 5311(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 131 20% 104 158  4,8 53

(179) Siemens
06Other 0

2x 1/36, 1x 1/999, 1x 2/66, 1x 4/40, 1x 4/98

(183) CA 72-4 [kU/L] 228 209 97%216
  Samples and groups  -

Sample A 213 99%2166,41 0,40 6,3  228
06,38 0,37 2165,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,38 20% 5,1 7,660,062 216

(60) Roche
012Other 0

3x 1/185, 1x 1/999, 4x 2/66, 2x 2/134, 1x 4/164, 1x 4/999
Sample B 212 98%2161,54 0,10 6,6  228

01,54 0,092 2166,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,54 ±0,6 0,94 2,140,015 216
(60) Roche

012Other 0
3x 1/185, 1x 1/999, 4x 2/66, 2x 2/134, 1x 4/164, 1x 4/999
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(184) CYFRA 21-1 [µg/L] 214 196 96%205
  Samples and groups  -

Sample A 199 97%2054,49 0,44 9,8  214
04,22 0,32 117,5(3) FIA (FEIA, TRACE); (24) CVPG 4,22 18% 3,46 4,98 0,23 11

B.R.A.H.M.S.
03,68 0,34 339,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 3,68 18% 3,01 4,35 0,15 33

(1) Abbott
04,66 0,24 1615,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 4,66 18% 3,82 5,50,046 161

(60) Roche
09Other 0

4x 1/36, 2x 1/185, 1x 2/26, 1x 2/66, 1x 4/98
Sample B 201 98%20522,9 1,2 5,1  214

026,8 1,1 114,3(3) FIA (FEIA, TRACE); (24) CVPG 26,8 18% 21,9 31,7 0,85 11
B.R.A.H.M.S.

022,2 1,1 335,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 22,2 18% 18,2 26,2 0,48 33
(1) Abbott

022,9 1,0 1614,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 22,9 18% 18,7 27,1 0,20 161
(60) Roche

09Other 0
4x 1/36, 2x 1/185, 1x 2/26, 1x 2/66, 1x 4/98

(185) AFP [µg/L] 672 645 97%665
  Samples and groups  -

Sample A 656 99%6657,28 0,70 9,7  672
015,5 0,16 261,0(2) EIA (ELISA); (66) DRG CVPG 15,5 20% 12,4 18,60,075 26
06,43 0,76 912(3) FIA (FEIA, TRACE); (15) CVPG 6,43 ±2 4,43 8,43 0,93 9

bioMérieux
08,17 0,34 94,2(3) FIA (FEIA, TRACE); (24) CVPG 8,17 ±2,03 6,17 10,2 0,42 9

B.R.A.H.M.S.
07,77 0,85 711(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 7,77 ±2 5,77 9,77 0,83 7
07,06 0,36 1105,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 7,06 ±2 5,06 9,060,084 110

(1) Abbott
07,26 0,66 739,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 7,26 ±2 5,26 9,26 0,19 73

(12) Beckman Coulter
06,36 0,39 326,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,36 ±2 4,36 8,36 0,17 32

(29) Siemens (Immulite)
07,48 0,46 2956,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 7,48 ±2 5,48 9,480,066 295

(60) Roche
07,44 0,20 52,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 7,44 ±2 5,44 9,44 0,57 5

(149) Siemens (Dade, BN, Dimension)
06,45 0,70 4311(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,45 ±2 4,45 8,45 0,26 43

(162) Siemens (Atellica)
08,50 0,74 88,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 8,5 ±2 6,5 10,5 0,56 8

(164) DiaSorin
06,88 0,84 4812(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,88 ±2 4,88 8,88 0,30 48

(179) Siemens
07Other 0

3x 1/36, 1x 1/185, 1x 2/26, 1x 4/40, 1x 4/98
Sample B 650 98%66541,3 3,7 9,0  672

051,0 0,28 260,54(2) EIA (ELISA); (66) DRG CVPG 51 20% 40,8 61,2 0,13 26
040,9 4,0 99,8(3) FIA (FEIA, TRACE); (15) CVPG 40,9 20% 32,7 49,1  4,9 9

bioMérieux
037,3 0,82 92,2(3) FIA (FEIA, TRACE); (24) CVPG 37,3 20% 29,8 44,8  1,0 9

B.R.A.H.M.S.
041,3 1,8 74,3(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 41,3 20% 33 49,6  1,7 7
040,0 1,4 1103,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 40 20% 32 48 0,32 110

(1) Abbott
038,0 3,9 7310(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 38 20% 30,4 45,6  1,1 73

(12) Beckman Coulter
039,2 3,0 327,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 39,2 20% 31,3 47,1  1,3 32

(29) Siemens (Immulite)
043,3 2,3 2955,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 43,3 20% 34,6 52 0,32 295

(60) Roche
040,5 0,68 51,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 40,5 20% 32,4 48,6  1,9 5

(149) Siemens (Dade, BN, Dimension)
037,6 1,8 434,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 37,6 20% 30 45,2 0,66 43

(162) Siemens (Atellica)
045,2 2,9 86,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 45,2 20% 36,1 54,3  2,2 8

(164) DiaSorin
038,3 1,7 484,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 38,3 20% 30,6 46 0,60 48

(179) Siemens
07Other 0

3x 1/36, 1x 1/185, 1x 2/26, 1x 4/40, 1x 4/98

(186) hCG [U/L] 915 842 93%907
  Samples and groups  -

Sample A 858 95%907621 130 20  915
0502 5,5 241,1(2) EIA (ELISA); (66) DRG CVPG 502 18% 411 593  2,8 24
0630 42 186,7(3) FIA (FEIA, TRACE); (15) CVPG 630 18% 516 744   25 18

bioMérieux
0617 41 166,7(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 617 18% 505 729   25 16
0516 23 1354,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 516 18% 423 609  4,9 135

(1) Abbott
0459 31 776,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 459 18% 376 542  8,6 77

(12) Beckman Coulter
01290 170 4613(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1290 18% 1050 1530   60 46

(29) Siemens (Immulite)
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(186) hCG [U/L] 915 842 93%907
  Samples and groups  -

Sample A 858 95%907621 130 20  915
0708 45 4466,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 708 18% 580 836  5,2 446

(60) Roche
0578 16 92,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 578 18% 473 683   19 9

(149) Siemens (Dade, BN, Dimension)
0535 21 503,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 535 18% 438 632  7,2 50

(162) Siemens (Atellica)
0522 12 122,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 522 18% 428 616  8,6 12

(164) DiaSorin
0524 15 552,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 524 18% 429 619  4,9 55

(179) Siemens
0561 37 196,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 561 18% 460 662   21 19

(210) Roche HCG STAT
08Other 0

4x 1/36, 1x 1/185, 1x 2/61, 1x 3/149, 1x 4/98
Sample B 866 95%90786,1 15 18  915

066,7 0,50 240,75(2) EIA (ELISA); (66) DRG CVPG 66,7 18% 54,6 78,8 0,25 24
088,0 9,7 1811(3) FIA (FEIA, TRACE); (15) CVPG 88 18% 72,1 104  5,6 18

bioMérieux
086,9 3,0 163,5(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 86,9 18% 71,2 103  1,9 16
068,5 3,6 1355,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 68,5 18% 56,1 80,9 0,77 135

(1) Abbott
076,0 3,6 774,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 76 18% 62,3 89,7  1,0 77

(12) Beckman Coulter
0146 17 4612(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 146 18% 119 173  6,3 46

(29) Siemens (Immulite)
095,9 5,9 4466,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 95,9 18% 78,6 114 0,68 446

(60) Roche
082,8 2,6 93,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 82,8 18% 67,8 97,8  3,2 9

(149) Siemens (Dade, BN, Dimension)
078,2 3,1 504,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 78,2 18% 64,1 92,3  1,1 50

(162) Siemens (Atellica)
077,6 4,3 125,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 77,6 18% 63,6 91,6  3,0 12

(164) DiaSorin
075,3 4,5 556,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 75,3 18% 61,7 88,9  1,5 55

(179) Siemens
078,8 5,6 197,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 78,8 18% 64,6 93  3,2 19

(210) Roche HCG STAT
08Other 0

4x 1/36, 1x 1/185, 1x 2/61, 1x 3/149, 1x 4/98

(189) CEA [µg/L] 901 860 96%892
  Samples and groups  -

Sample A 872 98%89222,7 2,9 13  901
028,5 0,30 301,1(2) EIA (ELISA); (66) DRG CVPG 28,5 16% 23,9 33,1 0,14 30
021,6 1,6 237,4(3) FIA (FEIA, TRACE); (15) CVPG 21,6 16% 18,1 25,1 0,82 23

bioMérieux
023,2 0,52 62,2(3) FIA (FEIA, TRACE); (24) CVPG 23,2 16% 19,4 27 0,72 6

B.R.A.H.M.S.
029,5 1,2 114,0(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 29,5 16% 24,7 34,3 0,86 11
026,2 1,4 1415,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 26,2 16% 22 30,4 0,29 141

(1) Abbott
023,2 1,9 868,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 23,2 16% 19,4 27 0,49 86

(12) Beckman Coulter
029,4 1,9 516,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 29,4 16% 24,6 34,2 0,66 51

(29) Siemens (Immulite)
021,4 0,91 4174,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 21,4 16% 17,9 24,9 0,11 417

(60) Roche
021,2 0,74 53,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 21,2 16% 17,8 24,6  2,1 5

(149) Siemens (Dade, BN, Dimension)
020,3 1,1 505,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 20,3 16% 17 23,6 0,38 50

(162) Siemens (Atellica)
020,0 1,5 87,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 20 16% 16,8 23,2  1,1 8

(164) DiaSorin
020,3 1,1 645,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 20,3 16% 17 23,6 0,32 64

(179) Siemens
09Other 0

4x 1/36, 1x 1/214, 1x 4/40, 3x 4/98
Sample B 874 98%8927,49 0,78 10  901

08,23 0,051 300,62(2) EIA (ELISA); (66) DRG CVPG 8,23 16% 6,91 9,550,023 30
06,55 0,47 237,1(3) FIA (FEIA, TRACE); (15) CVPG 6,55 16% 5,5 7,6 0,24 23

bioMérieux
05,93 0,42 67,0(3) FIA (FEIA, TRACE); (24) CVPG 5,93 16% 4,98 6,88 0,58 6

B.R.A.H.M.S.
08,60 0,55 116,4(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 8,6 16% 7,22 9,98 0,40 11
08,15 0,45 1415,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 8,15 16% 6,84 9,460,093 141

(1) Abbott
07,72 0,56 867,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 7,72 16% 6,48 8,96 0,15 86

(12) Beckman Coulter
08,09 0,59 517,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 8,09 16% 6,79 9,39 0,20 51

(29) Siemens (Immulite)
07,49 0,40 4175,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 7,49 16% 6,29 8,690,048 417

(60) Roche
06,84 0,21 53,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,84 16% 5,74 7,94 0,59 5

(149) Siemens (Dade, BN, Dimension)
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(189) CEA [µg/L] 901 860 96%892
  Samples and groups  -

Sample B 874 98%8927,49 0,78 10  901
06,13 0,30 504,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,13 16% 5,14 7,12 0,10 50

(162) Siemens (Atellica)
06,47 0,24 83,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,47 16% 5,43 7,51 0,19 8

(164) DiaSorin
06,20 0,40 646,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,2 16% 5,2 7,2 0,12 64

(179) Siemens
09Other 0

4x 1/36, 1x 1/214, 1x 4/40, 3x 4/98

(191) PSA [µg/L] 1016 952 95%1005
  Samples and groups  -

Sample A 973 97%10051,30 0,17 13 1016
01,06 0,31 529(1) RIA (IRMA); (36) Immunotech CVPG 1,06 15% 0,901 1,22 0,88 5
01,54 0,12 597,6(3) FIA (FEIA, TRACE); (15) CVPG 1,54 15% 1,3 1,780,038 59

bioMérieux
01,19 0,096 308,1(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 1,19 15% 1,01 1,370,043 30
01,09 0,061 1785,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,09 15% 0,926 1,260,011 178

(1) Abbott
01,35 0,085 946,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,35 15% 1,14 1,560,021 94

(12) Beckman Coulter
01,25 0,14 4811(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,25 15% 1,06 1,440,048 48

(29) Siemens (Immulite)
01,40 0,063 4434,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,4 15% 1,19 1,61,0073 443

(60) Roche
01,21 0,082 86,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,21 15% 1,02 1,40,062 8

(149) Siemens (Dade, BN, Dimension)
01,16 0,055 474,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,16 15% 0,986 1,340,020 47

(162) Siemens (Atellica)
01,08 0,059 75,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,08 15% 0,918 1,250,058 7

(164) DiaSorin
01,23 0,084 696,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,23 15% 1,04 1,420,025 69

(179) Siemens
01,12 0,059 175,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,12 15% 0,952 1,290,035 17

(195) Beckman Coulter (WHO)
011Other 0

1x 2/26, 1x 2/66, 3x 3/24, 2x 4/15, 1x 4/40, 3x 4/98
Sample B 969 96%10050,664 0,095 14 1016

00,620 0,15 524(1) RIA (IRMA); (36) Immunotech CVPG 0,62 ±0,105 0,515 0,725 0,42 5
00,828 0,076 599,2(3) FIA (FEIA, TRACE); (15) CVPG 0,828 15% 0,703 0,9530,024 59

bioMérieux
00,642 0,052 308,0(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 0,642 ±0,105 0,537 0,7470,023 30
00,531 0,033 1786,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,531 ±0,105 0,426 0,636,0060 178

(1) Abbott
00,693 0,037 945,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,693 ±0,105 0,588 0,798,0094 94

(12) Beckman Coulter
00,641 0,052 488,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,641 ±0,105 0,536 0,7460,019 48

(29) Siemens (Immulite)
00,714 0,032 4434,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,714 15% 0,606 0,822,0037 443

(60) Roche
00,625 0,082 813(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,625 ±0,105 0,52 0,730,062 8

(149) Siemens (Dade, BN, Dimension)
00,583 0,029 474,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,583 ±0,105 0,478 0,6880,010 47

(162) Siemens (Atellica)
00,475 0,067 714(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,475 ±0,105 0,37 0,580,065 7

(164) DiaSorin
00,645 0,049 697,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,645 ±0,105 0,54 0,750,015 69

(179) Siemens
00,610 0,043 177,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,61 ±0,105 0,505 0,7150,026 17

(195) Beckman Coulter (WHO)
011Other 0

1x 2/26, 1x 2/66, 3x 3/24, 2x 4/15, 1x 4/40, 3x 4/98

(194) NSE [µg/L] 290 279 97%287
  Samples and groups  -

Sample A 284 99%28741,1 3,7 9,1  290
044,3 1,9 174,2(3) FIA (FEIA, TRACE); (24) CVPG 44,3 30% 31 57,6  1,1 17

B.R.A.H.M.S.
030,5 1,6 55,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 30,5 30% 21,3 39,7  4,6 5

(1) Abbott
040,9 3,7 2149,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 40,9 30% 28,6 53,2 0,62 214

(60) Roche
041,8 2,9 516,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 41,8 30% 29,2 54,4 0,98 51

(164) DiaSorin
03Other 0

3x 1/36
Sample B 280 98%2875,99 1,5 25  290

09,68 0,61 176,3(3) FIA (FEIA, TRACE); (24) CVPG 9,68 30% 6,77 12,6 0,36 17
B.R.A.H.M.S.

04,83 0,78 516(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 4,83 30% 3,38 6,28  2,2 5
(1) Abbott

05,30 0,62 21412(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 5,3 30% 3,71 6,89 0,10 214
(60) Roche

08,31 0,63 517,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 8,31 30% 5,81 10,9 0,22 51
(164) DiaSorin
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(194) NSE [µg/L] 290 279 97%287
  Samples and groups  -

Sample B 280 98%2875,99 1,5 25  290
03Other 0

3x 1/36

(195) SCCA [µg/L] 168 158 98%162
  Samples and groups  -

Sample A 160 99%1621,01 0,28 28  168
00,630 0,12 2719(3) FIA (FEIA, TRACE); (24) CVPG 0,63 ±0,7 0 1,330,058 27

B.R.A.H.M.S.
00,954 0,12 7613(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,954 ±0,706 0,254 1,660,034 76

(1) Abbott
01,25 0,13 5910(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,25 ±0,7 0,55 1,950,040 59

(60) Roche
06Other 0

3x 2/98, 1x 4/98, 1x 4/164, 1x 4/999
Sample B 159 98%1621,03 0,30 29  168

00,601 0,092 2715(3) FIA (FEIA, TRACE); (24) CVPG 0,601 ±0,709 0 1,310,043 27
B.R.A.H.M.S.

00,978 0,13 7613(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,978 ±0,702 0,278 1,680,036 76
(1) Abbott

01,27 0,16 5913(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,27 ±0,7 0,57 1,970,051 59
(60) Roche

06Other 0
3x 2/98, 1x 4/98, 1x 4/164, 1x 4/999

(196) TPA [U/L] 58 55 100%55
  Samples and groups  -

Sample A 55 100%551210 66 5,5   58
01220 56 554,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1220 25% 915 1530   19 55

(164) DiaSorin
03Other 0

2x 1/36, 1x 1/43
Sample B 55 100%553840 270 7,0   58

03840 240 556,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 3840 25% 2880 4800   80 55
(164) DiaSorin

03Other 0
2x 1/36, 1x 1/43

(198) free-PSA [µg/L] 730 694 97%715
  Samples and groups  -

Sample A 700 98%7150,836 0,11 13  730
01,32 0,10 227,9(3) FIA (FEIA, TRACE); (15) CVPG 1,32 16% 1,1 1,540,054 22

bioMérieux
00,742 0,042 175,7(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 0,742 16% 0,623 0,8610,025 17
00,929 0,051 1535,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,929 16% 0,78 1,08,0100 153

(1) Abbott
01,06 0,067 686,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,06 16% 0,89 1,230,020 68

(12) Beckman Coulter
00,786 0,077 279,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,786 16% 0,66 0,9120,036 27

(29) Siemens (Immulite)
00,767 0,034 3264,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,767 16% 0,644 0,89,0047 326

(60) Roche
00,807 0,038 84,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,807 16% 0,677 0,9370,029 8

(149) Siemens (Dade, BN, Dimension)
00,807 0,045 345,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,807 16% 0,677 0,9370,019 34

(162) Siemens (Atellica)
00,820 0,043 435,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,82 16% 0,688 0,9520,016 43

(179) Siemens
00,849 0,058 176,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,849 16% 0,713 0,9850,035 17

(195) Beckman Coulter (WHO)
015Other 0

3x 1/36, 1x 2/26, 1x 2/66, 2x 2/149, 1x 3/24, 1x 4/40, 2x 4/98, 4x 4/164
Sample B 704 98%7150,405 0,049 12  730

00,680 0,057 228,4(3) FIA (FEIA, TRACE); (15) CVPG 0,68 ±0,112 0,568 0,7920,030 22
bioMérieux

00,357 0,031 178,7(3) FIA (FEIA, TRACE); (25) TOSOH CVPG 0,357 ±0,112 0,245 0,4690,018 17
00,440 0,026 1535,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,44 ±0,112 0,328 0,552,0051 153

(1) Abbott
00,535 0,035 686,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,535 ±0,112 0,423 0,6470,011 68

(12) Beckman Coulter
00,377 0,042 2711(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,377 ±0,112 0,265 0,4890,020 27

(29) Siemens (Immulite)
00,377 0,018 3264,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,377 ±0,112 0,265 0,489,0024 326

(60) Roche
00,385 0,007 81,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,385 ±0,112 0,273 0,497,0056 8

(149) Siemens (Dade, BN, Dimension)
00,385 0,026 346,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,385 ±0,112 0,273 0,4970,011 34

(162) Siemens (Atellica)
00,396 0,018 434,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,396 ±0,112 0,284 0,508,0066 43

(179) Siemens
00,438 0,033 177,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,438 ±0,112 0,326 0,550,019 17

(195) Beckman Coulter (WHO)
015Other 0

3x 1/36, 1x 2/26, 1x 2/66, 2x 2/149, 1x 3/24, 1x 4/40, 2x 4/98, 4x 4/164
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(201) S-100 [µg/L] 211 201 97%208
  Samples and groups  -

Sample A 205 99%2080,170 0,012 6,8  211
00,167 0,007 1704,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,167 32% 0,113 0,221,0014 170

(60) Roche
00,225 0,036 3816(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,225 32% 0,153 0,2970,014 38

(164) DiaSorin
03Other 0

1x 2/98, 1x 2/134, 1x 4/179
Sample B 201 97%2080,064 0,006 9,6  211

00,063 0,004 1706,4(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,063 32% 0,042 0,084    0 170
(60) Roche

00,094 0,021 3823(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,094 32% 0,063 0,125,0084 38
(164) DiaSorin

03Other 0
1x 2/98, 1x 2/134, 1x 4/179

(206) Calcitonin [ng/L] 250 236 97%243
  Samples and groups  -

Sample A 237 98%24310,0 1,1 11  250
09,75 1,3 513(1) RIA (IRMA); (146) MEDIPAN CVPG 9,75 27% 7,11 12,4  3,6 5

Diagnostica
09,92 0,79 638,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 9,92 27% 7,24 12,6 0,24 63

(29) Siemens (Immulite)
010,7 0,72 1036,8(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 10,7 27% 7,81 13,6 0,17 103

(60) Roche
06,17 0,55 68,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 6,17 27% 4,5 7,84 0,77 6

(162) Siemens (Atellica)
09,22 0,98 6611(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 9,22 27% 6,73 11,8 0,29 66

(164) DiaSorin
07Other 0

1x 1/24, 1x 1/87, 4x 1/214, 1x 4/179
Sample B 239 98%24322,1 3,8 17  250

021,2 2,8 513(1) RIA (IRMA); (146) MEDIPAN CVPG 21,2 27% 15,4 27  8,0 5
Diagnostica

022,6 1,9 638,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 22,6 27% 16,4 28,8 0,59 63
(29) Siemens (Immulite)

025,0 1,8 1037,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 25 27% 18,2 31,8 0,43 103
(60) Roche

014,4 1,2 68,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 14,4 27% 10,5 18,3  1,7 6
(162) Siemens (Atellica)

018,1 1,5 668,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 18,1 27% 13,2 23 0,45 66
(164) DiaSorin

07Other 0
1x 1/24, 1x 1/87, 4x 1/214, 1x 4/179

(207) Thyreoglobulin [µg/L] 292 277 98%284
  Samples and groups  -

Sample A 281 99%28446,5 14 30  292
020,3 1,7 68,4(1) RIA (IRMA); (24) B.R.A.H.M.S. CVPG 20,3 30% 14,2 26,4  2,4 6
032,5 3,3 510(1) RIA (IRMA); (146) MEDIPAN CVPG 32,5 30% 22,7 42,3  9,4 5

Diagnostica
035,2 7,5 3221(3) FIA (FEIA, TRACE); (24) CVPG 35,2 30% 24,6 45,8  3,2 32

B.R.A.H.M.S.
043,2 1,2 142,9(3) FIA (FEIA, TRACE); (251) CVPG 43,2 30% 30,2 56,2 0,81 14

B.R.A.H.M.S. (2)
061,4 2,2 123,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 61,4 30% 42,9 79,9  1,5 12

(1) Abbott
051,7 2,7 245,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 51,7 30% 36,1 67,3  1,3 24

(12) Beckman Coulter
028,8 2,5 428,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 28,8 30% 20,1 37,5 0,93 42

(29) Siemens (Immulite)
056,0 2,6 1334,7(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 56 30% 39,2 72,8 0,56 133

(60) Roche
034,7 3,8 1611(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 34,7 30% 24,2 45,2  2,3 16

(164) DiaSorin
08Other 0

1x 1/87, 2x 1/214, 1x 1/251, 4x 4/162
Sample B 277 98%284106 25 24  292

049,9 8,1 616(1) RIA (IRMA); (24) B.R.A.H.M.S. CVPG 49,9 30% 34,9 64,9   11 6
073,4 5,4 57,4(1) RIA (IRMA); (146) MEDIPAN CVPG 73,4 30% 51,3 95,5   15 5

Diagnostica
081,1 21 3226(3) FIA (FEIA, TRACE); (24) CVPG 81,1 30% 56,7 106  9,2 32

B.R.A.H.M.S.
0105 2,7 142,6(3) FIA (FEIA, TRACE); (251) CVPG 105 30% 73,5 137  1,8 14

B.R.A.H.M.S. (2)
0145 7,2 125,0(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 145 30% 101 189  5,1 12

(1) Abbott
0119 6,3 245,3(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 119 30% 83,3 155  3,2 24

(12) Beckman Coulter
079,2 7,2 429,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 79,2 30% 55,4 103  2,7 42

(29) Siemens (Immulite)
0122 5,9 1334,9(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 122 30% 85,4 159  1,3 133

(60) Roche
083,0 7,1 168,5(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 83 30% 58,1 108  4,3 16

(164) DiaSorin
08Other 0

1x 1/87, 2x 1/214, 1x 1/251, 4x 4/162
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(208) beta-2-microglobulin [mg/L] 324 289 95%303
  Samples and groups  -

Sample A 296 98%3031,39 0,21 15  324
01,67 0,18 2411(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,67 21% 1,31 2,030,090 24

(29) Siemens (Immulite)
01,50 0,078 185,2(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 1,5 21% 1,18 1,820,045 18

(60) Roche
00,973 0,074 427,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 0,973 21% 0,768 1,180,028 42

(164) DiaSorin
01,44 0,058 284,0(6) IMT, IMN; (1) Abbott CVPG 1,44 21% 1,13 1,750,027 28
01,29 0,10 198,0(6) IMT, IMN; (58) Beckman Coulter CVPG 1,29 21% 1,01 1,570,058 19

(AU)
01,49 0,091 976,1(6) IMT, IMN; (60) Roche CVPG 1,49 21% 1,17 1,810,023 97
01,46 0,08 105,5(6) IMT, IMN; (91) Binding Site CVPG 1,46 21% 1,15 1,770,062 10
01,47 0,11 397,3(6) IMT, IMN; (149) Siemens (Dade, CVPG 1,47 21% 1,16 1,780,042 39

BN, Dimension)
01,16 0,047 154,0(6) IMT, IMN; (162) Siemens CVPG 1,16 21% 0,916 1,410,030 15

(Atellica)
01,24 0,078 116,3(6) IMT, IMN; (179) Siemens CVPG 1,24 21% 0,979 1,510,058 11
021Other 0

3x 1/36, 1x 2/179, 4x 3/15, 2x 3/25, 1x 4/1, 1x 4/12, 1x 4/58, 1x 4/98, 1x 4/179, 1x 6/5,
1x 6/12, 3x 6/28, 1x 6/116

Sample B 294 97%3033,55 0,23 6,6  324
03,41 0,34 2410(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 3,41 21% 2,69 4,13 0,17 24

(29) Siemens (Immulite)
03,57 0,11 183,1(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 3,57 21% 2,82 4,320,063 18

(60) Roche
03,15 0,24 427,6(4) LIA (CLIA, CMIA, ECLIA, LOCI); CVPG 3,15 21% 2,48 3,820,091 42

(164) DiaSorin
03,65 0,083 282,3(6) IMT, IMN; (1) Abbott CVPG 3,65 21% 2,88 4,420,039 28
03,49 0,23 196,6(6) IMT, IMN; (58) Beckman Coulter CVPG 3,49 21% 2,75 4,23 0,13 19

(AU)
03,61 0,10 972,9(6) IMT, IMN; (60) Roche CVPG 3,61 21% 2,85 4,370,026 97
03,67 0,21 105,8(6) IMT, IMN; (91) Binding Site CVPG 3,67 21% 2,89 4,45 0,16 10
03,65 0,15 394,2(6) IMT, IMN; (149) Siemens (Dade, CVPG 3,65 21% 2,88 4,420,060 39

BN, Dimension)
03,47 0,12 153,6(6) IMT, IMN; (162) Siemens CVPG 3,47 21% 2,74 4,20,078 15

(Atellica)
03,79 0,18 114,8(6) IMT, IMN; (179) Siemens CVPG 3,79 21% 2,99 4,59 0,14 11
021Other 0

3x 1/36, 1x 2/179, 4x 3/15, 2x 3/25, 1x 4/1, 1x 4/12, 1x 4/58, 1x 4/98, 1x 4/179, 1x 6/5,
1x 6/12, 3x 6/28, 1x 6/116

st_kn_p End of report Printed: 26.10.2021
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