
SEKK Summary statistics - quantitative results
EQA round: E11/23 - Hormones 1 Deadline: 7.2.2023
Setup: groups - measurement principle, manufacturer of kit; Czech Republic; minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(306) 17-OH-progesterone [nmol/L] 5 5 4 80
Sample A 5 5 100
Other 5 0 5

2x 1/36, 1x 2/66, 2x 4/183
Sample B 5 4 80
Other 5 0 5

2x 1/36, 1x 2/66, 2x 4/183
(303) Aldosterone [nmol/L] 10 10 9 90
Sample A 0,553 0,04 7,3 10 10 10 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 0,549 0,03 5,4 5 0 CVPG 0,536 0,008 29% 0,38 0,692 5
Other 5 0 5

2x 1/36, 3x 4/183
Sample B 1,35 0,19 14 10 10 9 90
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 1,26 0,059 4,7 5 0 CVPG 1,33 0,018 29% 0,944 1,72 5
Other 5 0 5

2x 1/36, 3x 4/183
(307) DHEA-S [µmol/L] 24 24 23 96
Sample A 5,6 0,71 13 24 24 24 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

5,33 0,11 2,1 5 0 CVPG 5,21 0,2 21% 4,11 6,31 5

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 6,06 0,49 8 13 0 CVPG 5,96 0,072 21% 4,7 7,22 13
Other 6 0 6

1x 1/36, 2x 4/1, 2x 4/162, 1x 4/179
Sample B 9,22 1,2 13 24 24 23 96
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

8,29 0,24 2,9 5 0 CVPG 8,13 0,27 21% 6,42 9,84 5

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 9,9 0,69 7 13 0 CVPG 9,67 0,11 21% 7,63 11,8 13
Other 6 0 6

1x 1/36, 2x 4/1, 2x 4/162, 1x 4/179
(302) 17-beta-estradiol [pmol/L] 44 44 42 95
Sample A 453 32 7,1 44 44 43 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 427 36 8,4 11 0 CVPG 451 9,3 22% 351 551 11
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

475 52 11 7 0 CVPG 454 11 22% 354 554 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 460 25 5,5 19 0 CVPG 454 3,6 22% 354 554 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

456 24 5,2 6 0 CVPG 446 8,5 22% 347 545 6

Other 1 0 1
1x 4/179

Sample B 1500 170 11 44 44 43 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 1270 76 6 11 0 CVPG 1310 16 22% 1020 1600 11
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

1600 43 2,7 7 0 CVPG 1540 22 22% 1200 1880 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 1580 89 5,6 19 0 CVPG 1560 9,2 22% 1210 1910 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

1580 150 9,3 6 0 CVPG 1520 17 22% 1180 1860 6

Other 1 0 1
1x 4/179

(200) Ferritin [µg/L] 67 66 63 95
Sample A 206 44 22 67 66 63 95
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 239 21 9 18 0 CVPG 239 3,9 24% 181 297 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

147 28 19 7 0 CVPG 148 4,8 24% 112 184 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 233 13 5,8 16 0 CVPG 230 2,1 24% 174 286 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

152 14 9 10 0 CVPG 152 4,2 24% 115 189 10

Other 16 0 15
1x 4/29, 2x 4/149, 2x 4/179, 2x 6/1, 1x 6/46, 3x 6/58, 4x 6/60, 1x 6/149

Sample B 527 110 21 67 66 66 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 636 39 6,2 18 0 CVPG 630 12 24% 478 782 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

374 32 8,6 7 0 CVPG 388 9,5 24% 294 482 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 553 24 4,4 16 0 CVPG 557 6,2 24% 423 691 16
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(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

409 28 6,8 10 0 CVPG 408 11 24% 310 506 10

Other 16 0 15
1x 4/29, 2x 4/149, 2x 4/179, 2x 6/1, 1x 6/46, 3x 6/58, 4x 6/60, 1x 6/149

(301) Cortisol [nmol/L] 40 40 37 93
Sample A 256 22 8,5 40 40 37 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 230 17 7,4 8 0 CVPG 236 3,7 16% 198 274 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

251 8,2 3,3 6 0 CVPG 240 7,6 16% 201 279 6

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 263 17 6,5 16 0 CVPG 255 1,8 16% 214 296 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

269 6,3 2,3 6 0 CVPG 284 9,8 16% 238 330 6

Other 4 0 4
1x 2/66, 1x 4/29, 2x 4/179

Sample B 685 97 14 40 40 38 95
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 564 44 7,9 8 0 CVPG 584 9,5 16% 490 678 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

627 18 2,8 6 0 CVPG 626 16 16% 525 727 6

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 749 55 7,3 16 0 CVPG 710 5,3 16% 596 824 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

706 19 2,6 6 0 CVPG 751 22 16% 630 872 6

Other 4 0 4
1x 2/66, 1x 4/29, 2x 4/179

(304) Progesterone [nmol/L] 43 43 40 93
Sample A 4,58 0,65 14 43 43 40 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 4,56 0,31 6,9 12 0 CVPG 4,48 0,11 20% 3,58 5,38 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

4,08 0,84 21 6 0 CVPG 3,99 0,17 20% 3,19 4,79 6

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 5,03 0,49 9,8 16 0 CVPG 4,88 0,064 20% 3,9 5,86 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

4,35 0,52 12 8 0 CVPG 4,25 0,13 20% 3,4 5,1 8

Other 1 0 1
1x 4/179

Sample B 40 7,1 18 43 43 43 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 40 2,4 5,9 12 0 CVPG 39,4 0,72 20% 31,5 47,3 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

30,2 1,9 6,1 6 0 CVPG 31,5 0,94 20% 25,2 37,8 6

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 46,8 1,9 4,1 16 0 CVPG 46 0,33 20% 36,8 55,2 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

34,6 2,1 6 8 0 CVPG 34,8 0,65 20% 27,8 41,8 8

Other 1 0 1
1x 4/179

(121) Total T3 [nmol/L] 37 35 29 83
Sample A 10,1 1,8 18 37 35 29 83
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 8,46 1,1 13 10 0 CVPG 9,53 1,2 19% 7,71 11,4 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 9,98 0,08 0,8 14 0 CVPG 10 0,016 19% 8,1 11,9 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

11,9 0,03 0,25 6 0 CVPG 12 0,17 19% 9,72 14,3 6

Other 7 2 5
1x 3/200, 4x 4/12, 1x 4/29, 1x 4/179

Sample B 5,13 0,6 12 37 35 33 94
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 4,65 0,28 6,1 10 0 CVPG 4,77 0,12 19% 3,86 5,68 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 5,57 0,36 6,4 14 0 CVPG 5,58 0,11 19% 4,51 6,65 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

5,33 0,074 1,4 6 0 CVPG 5,41 0,12 19% 4,38 6,44 6

Other 7 0 5
1x 3/200, 4x 4/12, 1x 4/29, 1x 4/179

(125) Free T3 [pmol/L] 66 66 61 92
Sample A 33 6,5 20 66 66 61 92
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 29,7 1,7 5,7 19 0 CVPG 29,9 0,26 15% 25,4 34,4 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

27,1 2 7,4 13 0 CVPG 26,1 0,47 15% 22,1 30,1 13

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 39,9 1,5 3,9 21 0 CVPG 39,8 0,12 15% 33,8 45,8 21
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

30,8 0,007 0,02 10 0 CVPG 30,8 0,003 15% 26,1 35,5 10

Other 3 0 3
1x 4/29, 1x 4/149, 1x 4/179

Sample B 15,3 2,9 19 66 66 66 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,7 0,74 5,4 19 0 CVPG 13,7 0,13 15% 11,6 15,8 19
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(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

12 0,84 7 13 0 CVPG 12,1 0,21 15% 10,2 14 13

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 18,3 0,71 3,9 21 0 CVPG 18,4 0,062 15% 15,6 21,2 21
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

16,4 0,74 4,5 10 0 CVPG 16,4 0,2 15% 13,9 18,9 10

Other 3 0 3
1x 4/29, 1x 4/149, 1x 4/179

(122) Total T4 [nmol/L] 35 34 32 94
Sample A 94,4 8,7 9,3 35 34 32 94
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 88,1 5,3 6 11 0 CVPG 88,4 2,5 17% 73,3 104 11
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 95,8 5,3 5,5 12 0 CVPG 94,9 2 17% 78,7 112 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

98,7 5,4 5,5 5 0 CVPG 99,6 5 17% 82,6 117 5

Other 7 0 6
1x 3/200, 4x 4/12, 2x 4/179

Sample B 130 12 9,3 35 34 34 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 124 5,8 4,7 11 0 CVPG 125 2,9 17% 103 147 11
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 129 8,3 6,4 12 0 CVPG 128 2,5 17% 106 150 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

143 5,2 3,6 5 0 CVPG 139 5,3 17% 115 163 5

Other 7 0 6
1x 3/200, 4x 4/12, 2x 4/179

(124) Free T4 [pmol/L] 83 83 78 94
Sample A 16,5 3 18 83 83 80 96
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,6 0,69 5,1 25 0 CVPG 13,6 0,12 13% 11,8 15,4 25
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

14,8 1,3 8,6 14 0 CVPG 14,6 0,24 13% 12,7 16,5 14

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 19,3 0,83 4,3 28 0 CVPG 19,5 0,075 13% 16,9 22,1 28
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

17,7 0,9 5,1 10 0 CVPG 17,6 0,24 13% 15,3 19,9 10

Other 6 0 6
1x 2/66, 2x 4/29, 2x 4/149, 1x 4/179

Sample B 19,9 3,4 17 83 83 81 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 16,6 0,95 5,7 25 0 CVPG 16,5 0,15 13% 14,3 18,7 25
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

18,4 1,6 8,6 14 0 CVPG 18,4 0,3 13% 16 20,8 14

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 23,2 0,87 3,8 28 0 CVPG 23,4 0,084 13% 20,3 26,5 28
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

20,4 1,2 5,9 10 0 CVPG 20,4 0,25 13% 17,7 23,1 10

Other 6 0 6
1x 2/66, 2x 4/29, 2x 4/149, 1x 4/179

(305) Testosterone [nmol/L] 47 46 46 100
Sample A 32,7 3 9,1 47 46 46 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 34,7 3,3 9,5 13 0 CVPG 36,2 0,61 22% 28,2 44,2 13
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

28,2 1,3 4,5 8 0 CVPG 29,1 0,67 22% 22,6 35,6 8

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 33 1,9 5,8 16 0 CVPG 33,7 0,21 22% 26,2 41,2 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

33,8 1,7 5 7 0 CVPG 34,7 0,79 22% 27 42,4 7

Other 3 0 2
1x 3/15, 1x 3/200, 1x 4/179

Sample B 16,4 2 12 47 46 46 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 16,9 1,1 6,3 13 0 CVPG 17,1 0,27 22% 13,3 20,9 13
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

12,3 1,2 9,6 8 0 CVPG 12,4 0,27 22% 9,67 15,2 8

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 16,8 0,68 4 16 0 CVPG 16,8 0,11 22% 13,1 20,5 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

18,5 0,87 4,7 7 0 CVPG 19,2 0,46 22% 14,9 23,5 7

Other 3 0 2
1x 3/15, 1x 3/200, 1x 4/179

(123) TSH [mU/L] 83 82 81 99
Sample A 6,74 0,7 10 83 82 81 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 6,12 0,47 7,7 25 0 CVPG 6,04 0,068 14% 5,19 6,89 25
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

6,46 0,37 5,7 14 0 CVPG 6,57 0,084 14% 5,65 7,49 14

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 7,43 0,38 5,1 28 0 CVPG 7,45 0,035 14% 6,4 8,5 28
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

6,73 0,34 5,1 10 0 CVPG 6,85 0,085 14% 5,89 7,81 10

Other 6 0 5
1x 3/200, 2x 4/29, 2x 4/149, 1x 4/179
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Sample B 9,37 1 11 83 82 82 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 8,35 0,54 6,4 25 0 CVPG 8,28 0,086 14% 7,12 9,44 25
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

9,09 0,46 5 14 0 CVPG 9,3 0,098 14% 7,99 10,7 14

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 10,2 0,54 5,3 28 0 CVPG 10,2 0,05 14% 8,77 11,7 28
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

9,69 0,56 5,8 10 0 CVPG 9,7 0,11 14% 8,34 11,1 10

Other 6 0 5
1x 3/200, 2x 4/29, 2x 4/149, 1x 4/179
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