
SEKK Summary statistics - quantitative results
EQA round: KM1/23 - Cardiac Markers Deadline: 10.2.2023
Setup: minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

Set 1
(218) CK-MB mass [µg/L] 55 50 49 98
Sample A1 3,92 0,67 17 55 50 50 100
(1) Abbott 3,25 0,43 13 15 0 CVPG 3,25 0,27 27% 2,37 4,13 15
(12) Beckman Coulter 4,39 0,57 13 8 0 CVPG 4,39 0,43 27% 3,2 5,58 8
(60) Roche 4,22 0,41 9,7 15 0 CVPG 4,22 0,26 27% 3,08 5,36 15
(162) Siemens (Atellica) 3,82 0,42 11 7 0 CVPG 3,82 0,41 27% 2,78 4,86 7
(179) Siemens 3,74 0,096 2,6 5 0 CVPG 3,74 0,27 27% 2,73 4,75 5
Other 5 0 0

2x 25, 1x 54, 1x 149, 1x 200
Sample B1 44 7,2 16 55 50 49 98
(1) Abbott 38,2 5,7 15 15 0 CVPG 38,2 3,6 27% 27,8 48,6 15
(12) Beckman Coulter 52,3 6,2 12 8 0 CVPG 52,3 4,7 27% 38,1 66,5 8
(60) Roche 41,8 4,7 11 15 0 CVPG 41,8 3 27% 30,5 53,1 15
(162) Siemens (Atellica) 47,3 5,4 11 7 0 CVPG 47,3 5,2 27% 34,5 60,1 7
(179) Siemens 45,4 3,5 7,7 5 0 CVPG 45,4 9,9 27% 33,1 57,7 5
Other 5 0 0

2x 25, 1x 54, 1x 149, 1x 200
(444) Homocysteine [µmol/L] 116 106 102 96
Sample A1 11,8 2,1 18 116 106 105 99
(1) Abbott 10,7 0,66 6,1 36 0 CVPG 10,7 0,27 20% 8,56 12,9 36
(29) Siemens (Immulite) 12,7 0,89 7 6 0 CVPG 12,7 1,2 20% 10,1 15,3 6
(60) Roche 13,5 0,56 4,2 28 0 CVPG 13,5 0,26 20% 10,8 16,2 28
(109) Axis-Shield 13,2 0,95 7,2 21 0 CVPG 13,2 0,51 20% 10,5 15,9 21
(162) Siemens (Atellica) 8,54 0,8 9,4 7 0 CVPG 8,54 0,78 20% 6,83 10,3 7
(179) Siemens 8,9 0,74 8,3 8 0 CVPG 8,9 0,56 20% 7,12 10,7 8
Other 10 0 0

1x 5, 1x 12, 1x 20, 1x 46, 1x 58, 2x 75, 1x 116, 1x 149, 1x 999
Sample B1 17,4 2,8 16 116 106 102 96
(1) Abbott 15,8 0,97 6,1 36 0 CVPG 15,8 0,39 20% 12,6 19 36
(29) Siemens (Immulite) 18,7 2,1 11 6 0 CVPG 18,7 2,9 20% 14,9 22,5 6
(60) Roche 19,6 0,78 4 28 0 CVPG 19,6 0,36 20% 15,6 23,6 28
(109) Axis-Shield 19 1,1 5,6 21 0 CVPG 19 0,57 20% 15,2 22,8 21
(162) Siemens (Atellica) 13,2 0,45 3,4 7 0 CVPG 13,2 0,44 20% 10,5 15,9 7
(179) Siemens 13,1 1,6 12 8 0 CVPG 13,1 1,2 20% 10,4 15,8 8
Other 10 0 0

1x 5, 1x 12, 1x 20, 1x 46, 1x 58, 2x 75, 1x 116, 1x 149, 1x 999
(441) Myoglobin [µg/L] 164 149 147 99
Sample A1 36,1 8 22 164 149 149 100
(843) Abbott Architect, Alinity (series c) 33,7 3,5 10 8 0 CVPG 33,7 2,7 22% 26,2 41,2 8
(1) Abbott 44 3,9 8,9 32 0 CVPG 44 1,7 22% 34,3 53,7 32
(12) Beckman Coulter 30,1 1,5 5,1 11 0 CVPG 30,1 1,1 22% 23,4 36,8 11
(60) Roche 31 2,9 9,4 72 0 CVPG 31 0,84 22% 24,1 37,9 72
(162) Siemens (Atellica) 45,2 2,3 5,1 13 0 CVPG 45,2 1,6 22% 35,2 55,2 13
(179) Siemens 44,5 1,9 4,2 13 0 CVPG 44,5 1,3 22% 34,7 54,3 13
Other 15 0 0

3x 25, 1x 29, 1x 40, 2x 54, 2x 58, 1x 149, 3x 178, 2x 200
Sample B1 294 67 23 164 149 147 99
(843) Abbott Architect, Alinity (series c) 234 16 6,7 8 0 CVPG 234 12 22% 182 286 8
(1) Abbott 363 40 11 32 0 CVPG 363 17 22% 283 443 32
(12) Beckman Coulter 244 11 4,6 11 0 CVPG 244 8,3 22% 190 298 11
(60) Roche 260 19 7,3 72 0 CVPG 260 5,5 22% 202 318 72
(162) Siemens (Atellica) 378 12 3,1 13 0 CVPG 378 8 22% 294 462 13
(179) Siemens 364 13 3,6 13 0 CVPG 364 8,9 22% 283 445 13
Other 15 0 0

3x 25, 1x 29, 1x 40, 2x 54, 2x 58, 1x 149, 3x 178, 2x 200
(447) NT-proBNP [ng/L] 196 183 181 99
Sample A1 218 32 15 196 183 182 99
(1) Abbott 218 14 6,3 44 0 CVPG 218 5,1 27% 159 277 44
(54) Mitsubishi 906 120 13 15 0 CVPG 906 75 27% 661 1160 15
(60) Roche 198 12 5,9 98 0 CVPG 198 2,9 27% 144 252 98
(162) Siemens (Atellica) 257 14 5,5 16 0 CVPG 257 8,6 27% 187 327 16
(179) Siemens 265 12 4,7 10 0 CVPG 265 9,7 27% 193 337 10

Created: 3.3.2023 07:28, Marek Budina, budina@sekk.cz Summary statistics - quantitative results, page 1 of 2



SEKK Summary statistics - quantitative results
EQA round: KM1/23 - Cardiac Markers Deadline: 10.2.2023
Setup: minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

Other 13 0 0
4x 15, 2x 29, 1x 40, 4x 61, 1x 73, 1x 200

Sample B1 2790 410 15 196 183 181 99
(1) Abbott 2960 160 5,5 44 0 CVPG 2960 60 27% 2160 3760 44
(54) Mitsubishi 11400 870 7,6 15 0 CVPG11400 550 27% 8320 14500 15
(60) Roche 2490 130 5,4 98 0 CVPG 2490 33 27% 1810 3170 98
(162) Siemens (Atellica) 3110 140 4,5 16 0 CVPG 3110 85 27% 2270 3950 16
(179) Siemens 3110 140 4,6 10 0 CVPG 3110 110 27% 2270 3950 10
Other 13 0 0

4x 15, 2x 29, 1x 40, 4x 61, 1x 73, 1x 200
(442) Troponin I [ng/L] 149 138 135 98
Sample A1 31,8 18 58 149 138 135 98
(1) Abbott 22,3 1,8 8,2 62 0 CVPG 22,3 0,57 27% 16,2 28,4 62
(12) Beckman Coulter 29 3 10 25 0 CVPG 29 1,5 27% 21,1 36,9 25
(54) Mitsubishi 36,9 5,8 16 7 0 CVPG 36,9 5,6 27% 26,9 46,9 7
(61) Radiometer 10,3 0,55 5,3 11 1 CVPG 10,3 0,42 27% 7,51 13,1 11
(162) Siemens (Atellica) 59,9 2,2 3,7 16 0 CVPG 59,9 1,4 27% 43,7 76,1 16
(179) Siemens 60,1 4,3 7,2 17 0 CVPG 60,1 2,6 27% 43,8 76,4 17
Other 11 0 0

2x 15, 1x 24, 3x 25, 1x 40, 1x 149, 3x 200
Sample B1 320 220 68 149 138 137 99
(1) Abbott 513 35 6,9 62 0 CVPG 513 11 27% 374 652 62
(12) Beckman Coulter 121 11 8,8 25 0 CVPG 121 5,2 27% 88,3 154 25
(54) Mitsubishi 88,7 6,9 7,8 7 0 CVPG 88,7 6,7 27% 64,7 113 7
(61) Radiometer 17,8 0,77 4,4 11 1 CVPG 17,8 0,6 27% 12,9 22,7 11
(162) Siemens (Atellica) 283 11 4 16 0 CVPG 283 6,9 27% 206 360 16
(179) Siemens 290 16 5,5 17 0 CVPG 290 9,5 27% 211 369 17
Other 11 0 0

2x 15, 1x 24, 3x 25, 1x 40, 1x 149, 3x 200
(443) Troponin T [ng/L] 118 116 110 95
Sample A1 17 1,8 10 118 116 113 97
(2) Immunochemical methods (hs); (60) Roche 16,9 1,7 10 116 0 CVPG 16,9 0,39 22% 13,1 20,7 116
Other 2 0 0

2x 4/60
Sample B1 1790 130 7,4 118 116 112 97
(2) Immunochemical methods (hs); (60) Roche 1790 130 7,1 116 0 CVPG 1790 29 22% 1390 2190 116
Other 2 0 0

2x 4/60

Set 2
(449) BNP [ng/L] 29 18 18 100
Sample A2 34,3 11 33 29 18 18 100
(1) Abbott 27,5 2 7,2 18 0 CVPG 27,5 1,1 30% 19,2 35,8 18
Other 11 0 0

4x 12, 1x 25, 1x 50, 2x 109, 1x 162, 2x 179
Sample B2 1890 370 19 29 18 18 100
(1) Abbott 1710 92 5,4 18 0 CVPG 1710 53 30% 1190 2230 18
Other 11 0 0

4x 12, 1x 25, 1x 50, 2x 109, 1x 162, 2x 179
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