SEKK

Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

RoM = robust average
SD = standard deviation
CV = coefficient of variation

Nt = total number of the results

Nout = number of the results removed before calculation

AV = assigned value
CRV = certified reference value

CVP = consensus of all participants

CVPG = consensus of the participants' groups
Uy = expanded uncertainty of the assigned value (k = 2)

Diax = acceptable difference

LL = lower limit

UL = upper limit

Neva = Number of the results assessed
Ng.c = number of successful results
S, = relative success

Deadline: 10.10.2025

Test Comparablllty Traceablllty
Sample RoM SD Cv Niot  Nout AV Uav Dimax LL Neva  Nouc Srel AV Uny Drmax L Neva Ny Srel
Group [unit] [%] [%] [%]
(22) a-amylase [pkat/L] 375 0 374 369 99
Sample A 2,06 0,075 3,7 375 0 374 373 100
(1) Abbott 2,05 0,044 2,1 89 0 CRV 2,086 0,059 15% 1,77 24 89
(46) Erba Lachema 2,08 0,089 4,3 9 0 CRV 2,086 0,059 15% 1,77 24 9
(58) Beckman Coulter (AU) 2,1 0,061 29 53 0 CRV 2,086 0,059 15% 1,77 24 53
(60) Roche 2,02 0035 1,7 153 O CRV 2,086 0,059 15% 1,77 24 153
(162) Siemens (Atellica) 2,24 0,049 2,2 39 0 CRV 2,086 0,059 15% 1,77 24 39
(177) Mindray 2,13 0,094 44 13 0 CRV 2,086 0,059 15% 1,77 24 13
(178) DiaSys 197 0,2 10 8 0 CRV 2,086 0,059 15% 1,77 24 8
Other 11 0 0 10
1x 149 1x 5, 4x 12, 1x 115, 1x 149, 4x 179
Sample B 0,817 0,041 5 375 0 374 369 99
(1) Abbott 0,78 0,018 2,3 89 0 CRV 0,846 0,023 15% 0,719 0,973 89
(46) Erba Lachema 0,804 0,05 6,2 9 0 CRV 0,846 0,023 15% 0,719 0,973 9
(58) Beckman Coulter (AU) 0,847 0,027 3,2 53 0 CRV 0,846 0,023 15% 0,719 0,973 53
(60) Roche 0,815 0,017 2,1 153 0 CRV 0,846 0,023 15% 0,719 0,973 153
(162) Siemens (Atellica) 0,891 0,017 2 39 0 CRV 0,846 0,023 15% 0,719 0,973 39
(177) Mindray 0,845 0,037 4,4 13 0 CRV 0,846 0,023 15% 0,719 0,973 13
(178) DiaSys 0,755 0,082 11 8 0 CRV 0,846 0,023 15% 0,719 0,973 8
Other 11 0 0 10
1x 149 1x 5, 4x 12, 1x 115, 1x 149, 4x 179
(35) a-amylase pancreatic [ukat/L] 131 131 122 93 0
Sample A 1,32 0,058 4,4 131 CvP 1,32 0,012 18% 1,08 1,56 131 130 99 0
(1) Abbott 1,29 004 31 45 0 45
(46) Erba Lachema 1,36 0,096 7,1 8 0 8
(58) Beckman Coulter (AU) 1,25 0 0 5 0 5
(60) Roche 1,32 0,027 2,1 40 O 40
(116) Sentinel Diagnostics 1,29 0,051 4 10 0 10
(162) Siemens (Atellica) 1,51 0,025 1,6 18 0 18
Other 5 0 5
1x 5,2x 178, 2x 179
Sample B 0,363 0,024 6,6 131 CVP 0,363 0,005 18% 0,297 0,429 131 122 93 0
(1) Abbott 0,348 0,016 4,5 45 0 45
(46) Erba Lachema 0,36 0,015 4,1 8 0 8
(58) Beckman Coulter (AU) 0,345 0,007 2,1 5 0 5
(60) Roche 0,37 0,012 3,2 40 0 40
(116) Sentinel Diagnostics 0,349 0,009 2,7 10 O 10
(162) Siemens (Atellica) 0,424 0,017 41 18 0 18
Other 5 0 5

1x 5,2x 178, 2x 179
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SEKK

Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel AV Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(32) y-globulin (elfo) [-] 83 83 81 98 0
Sample A 0,125 0,018 15 83 CVP 0,125 0,005 30% 0,087 0,163 83 81 98 0
(34) Sebia 0,119 0,015 12 59 1 59
(213) Interlab Srl 0,142 0,013 8,9 21 0 21
Other 3 0 3

1x 63, 2x 100
Sample B 0,123 0,013 10 83 CVP 0,123 0,003 30% 0,086 0,16 83 81 98 0
(34) Sebia 0,123 0,013 10 59 1 59
(213) Interlab Srl 0,121 0,012 9,6 21 0 21
Other 3 0 3

1x 63, 2x 100
(10) Albumin [g/L] 379 379 369 97 0
Sample A 545 18 34 379 CVP 54,5 0,23 10% 49 60 379 375 99 0
(1) Abbott 559 14 2,6 88 0 88
(46) Erba Lachema 52 29 55 7 0 7
(58) Beckman Coulter (AU) 53,3 1,1 2,2 56 0 56
(60) Roche 54 1 1,9 162 0 162
(162) Siemens (Atellica) 56,1 16 28 38 0 38
(177) Mindray 53,1 1,5 2,8 11 0 11
(179) Siemens 56,7 0,52 0,92 6 0 6
Other 11 0 11

3x12,1x 32, 1x 49, 1x 77, 1x 149, 1x 166, 3x 178
Sample B 355 1,3 36 379 CvP 355 0,16 10% 31,9 39,1 379 370 98 0
(1) Abbott 35 0,85 24 88 0 88
(46) Erba Lachema 35 1,3 3,6 7 0 7
(58) Beckman Coulter (AU) 34,2 0,87 2,5 56 0 56
(60) Roche 36,3 081 22 162 O 162
(162) Siemens (Atellica) 35,4 1,3 3,6 38 0 38
(177) Mindray 34,7 0,79 2,3 11 0 11
(179) Siemens 359 0,22 0,62 6 0 6
Other 11 0 11

3x 12, 1x 32, 1x 49, 1x 77, 1x 149, 1x 166, 3x 178
(31) Albumin (elpho) [-] 83 83 78 94 0
Sample A 0,62 0,053 8,5 83 CVP 0,62 0,014 15% 0,527 0,713 83 78 94 0
(34) Sebia 0,644 0,031 4,8 59 1 59
(213) Interlab Srl 0,559 0,036 6,4 21 0 21
Other 3 0 3

1x 63, 2x 100
Sample B 0,64 0,031 4,9 83 CVP 0,64 0,009 15% 0,544 0,736 83 82 99 0
(34) Sebia 0,648 0,024 3,7 59 1 59
(213) Interlab Srl 0,625 0,036 5,7 21 0 21
Other 3 0 3

1x 63, 2x 100
(21) ALP [ukat/L] 397 386 371 96 397 345 87
Sample A 144 0,12 8,7 397 386 371 96 CRV 1,382 0,039 18% 1,13 1,64 397 379 95
(1) Abbott 1,57 0,063 4 96 0 CVPG 1,57 0,016 14% 1,35 1,79 96 96
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SEKK Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5
Test Comparablllty Traceablllty
Sample RoM SD Cv Niot  Nout AV Uav Dmax LL Neva  Nouc Srel AV Uav Drmax LL Neva Ny Srel
Group [unit] [%] [%] [%]
(46) Erba Lachema 1,41 0,079 5,6 10 0 CVPG 1,41 0,061 14% 1,21 1,61 10 10
(58) Beckman Coulter (AU) 1,48 0,12 8,3 54 0 CVPG 1,48 0,041 14% 1,27 1,69 54 54
(60) Roche 1,36 0,065 48 163 0 CVPG 1,36 0,012 14% 1,16 1,56 163 163
(162) Siemens (Atellica) 1,38 0,038 2,7 42 0 CVPG 1,38 0,014 14% 1,18 1,58 42 42
(177) Mindray 1,55 0,11 6,9 14 0 CVPG 1,55 0,07 14% 1,33 1,77 14 14
(178) DiaSys 1,48 0,13 85 7 0 CVPG 148 0,12 14% 1,27 1,69 7 7
Other 11 0 0 11

1x 5, 3x 12, 1x 149, 2x 158, 4x 179 1x 5, 3x 12, 1x 149, 2x 158, 4x 179
Sample B 1,32 0,13 9,7 397 386 378 98 CRV 1,239 0,035 18% 1,01 1,47 397 350 88
(1) Abbott 1,44 0,052 3,6 9% 0 CVPG 1,44 0,013 14% 1,23 1,65 96 96
(46) Erba Lachema 1,31 0,088 6,8 10 0 CVPG 1,31 0,068 14% 1,12 1,5 10 10
(58) Beckman Coulter (AU) 1,4 0,009 7,1 54 0 CVPG 140033 14% 12 1,6 54 54
(60) Roche 1,23 0,066 54 163 0 CVPG 1,23 0,013 14% 1,05 1,41 163 163
(162) Siemens (Atellica) 1,26 0,037 3 42 0 CVPG 1,26 0,014 14% 1,08 1,44 42 42
(177) Mindray 1,43 0,071 5 14 0 CVPG 1,43 0,047 14% 1,22 1,64 14 14
(178) DiaSys 1,28 0,052 4,1 7 0 CVPG 1,28 0,05 14% 1,1 1,46 7 7
Other 11 0 0 11

1x 5, 3x 12, 1x 149, 2x 158, 4x 179 1x 5, 3x 12, 1x 149, 2x 158, 4x 179
(24) ALT [ukat/L] 402 0 402 386 96
Sample A 3,09 0,16 52 402 0 CRV 3,239 0,072 15% 2,75 3,73 402 396 99
(1) Abbott 3,15 0,15 4,8 95 0 95
(46) Erba Lachema 3,13 0,15 4,7 9 0 9
(58) Beckman Coulter (AU) 3,11 0,13 4,2 55 0 55
(60) Roche 3,01 013 44 167 O 167
(162) Siemens (Atellica) 3,2 0,078 2,4 43 0 43
(177) Mindray 3,08 0,19 6,1 15 0 15
(178) DiaSys 3,09 0,16 5,3 7 0 7
(179) Siemens 3,19 0,082 2,6 5 0 5
Other 6 0 6

3x 12, 1x 49, 1x 121, 1x 149
Sample B 0,946 0,054 5,7 402 0 CRV 0,923 0,023 15% 0,784 1,07 402 392 98
(1) Abbott 0,952 0,048 5,1 95 0 95
(46) Erba Lachema 1,01 0,033 3,3 9 0 9
(58) Beckman Coulter (AU) 0,952 0,035 3,7 55 0 55
(60) Roche 0,917 0,044 48 167 O 167
(162) Siemens (Atellica) 0,997 0,026 2,6 43 0 43
(177) Mindray 1,01 0,054 5,3 15 0 15
(178) DiaSys 0,96 0,03 31 7 0 7
(179) Siemens 0,975 0,037 3,8 5 0 5
Other 6 0 6
3x 12, 1x 49, 1x 121, 1x 149

(23) AST [ukat/L] 402 0 402 394 98
Sample A 3,42 0,17 5 402 0 CRV 3,489 0,077 15% 2,96 4,02 402 396 99
(1) Abbott 3,52 0,11 3 95 0 95
(46) Erba Lachema 3,36 0,13 3,8 9 0 9
(58) Beckman Coulter (AU) 3,45 0,2 5,7 56 0 56
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SEKK

Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel AV Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(60) Roche 3,34 0,12 36 167 O 167
(162) Siemens (Atellica) 3,58 0,083 2,3 43 0 43
(177) Mindray 3,28 0,15 4,7 15 0 15
(178) DiaSys 3,1 0,19 6 7 0 7
(179) Siemens 3,57 0,052 15 5 0 5
Other 5 0 5
3x 12, 1x 49, 1x 149
Sample B 1,04 0,053 5 402 0 CRV 1,044 0,023 15% 0,887 1,21 402 397 99
(1) Abbott 1,07 0,03 2,8 95 0 95
(46) Erba Lachema 1,03 0,037 3,6 9 0 9
(58) Beckman Coulter (AU) 1,05 0,069 6,5 56 0 56
(60) Roche 1,01 0,032 3,1 167 O 167
(162) Siemens (Atellica) 1,09 0,033 3,1 43 0 43
(177) Mindray 1,04 0,076 7,3 15 0 15
(178) DiaSys 0,955 0,096 10 7 0 7
(179) Siemens 1,09 0,074 6,8 5 0 5
Other 5 0 5
3x 12, 1x 49, 1x 149
(13) Bilirubin total [umol/L] 400 0 400 350 88
Sample A 11,1 14 13 400 0 CRV 10,5 03 26% 7,77 13,3 400 351 88
(1) Abbott 11,1 051 4,6 9% O 96
(46) Erba Lachema 11,1 0,65 5,9 8 0 8
(58) Beckman Coulter (AU) 13,8 0,58 4,2 52 0 52
(60) Roche 994 062 63 167 0 167
(162) Siemens (Atellica) 12,1 0,33 2,7 42 0 42
(177) Mindray 11,1 0,55 5 15 0 15
(179) Siemens 12,2 0,42 3,4 7 0 7
Other 13 0 13
3x 12, 1x 49, 2x 70, 1x 77, 1x 115, 1x 149, 4x 178
Sample B 66 56 8,4 400 0 CRV 651 15 26% 48,1 821 400 398 100
(1) Abbott 68,8 2,1 3 9% O 96
(46) Erba Lachema 73,8 3,7 5 8 0 8
(58) Beckman Coulter (AU) 695 26 37 52 0 52
(60) Roche 60,8 15 25 167 O 167
(162) Siemens (Atellica) 71,8 1,6 2,3 422 0 42
(177) Mindray 69,5 33 4,7 15 0 15
(179) Siemens 70,8 56 79 7 0 7
Other 13 0 13
3x 12, 1x 49, 2x 70, 1x 77, 1x 115, 1x 149, 4x 178
(14) Bilirubin direct [umol/L] 312 300 261 87 0
Sample A 3,29 0,55 17 312 300 284 95 0
(1) Abbott 34 021 6,3 75 0 CVPG 3,4 0,06 20% 2,72 4,08 75
(58) Beckman Coulter (AU) 1,98 0,26 13 43 0 CVPG 1,98 0,097 20% 1,58 2,38 43
(60) Roche 321 026 82 135 0 CVPG 3,21 0,056 20% 2,56 3,86 135
(162) Siemens (Atellica) 4,11 0,14 35 37 0 CVPG 4,11 0,057 20% 3,28 4,94 37
(177) Mindray 3,44 029 84 10 0 CVPG 3,44 022 20% 2,75 4,13 10
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SEKK

Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5
Test Comparablllty Traceablllty
Sample RoM SD Cv Niot  Nout AV Uav Dmax L Neva  Nouc Srel AV Uny Drmax L Neva Ny Srel
Group [unit] [%] [%] [%]
Other 12 0 0

1x 12, 3x 46, 2x 70, 1x 77, 1x 178, 4x 179
Sample B 11,4 4,7 42 312 300 268 89 0
(1) Abbott 6,04 031 51 75 0 CVPG 6,04 0,088 20% 4,83 7,25 75
(58) Beckman Coulter (AU) 9,08 14 16 43 0 CVPG 9,08 053 20% 7,26 10,9 43
(60) Roche 145 21 14 135 0 CVPG 14,5 043 20% 11,6 17,4 135
(162) Siemens (Atellica) 15 1,9 13 37 0 CVPG 15 0,76 20% 12 18 37
(177) Mindray 6,14 0,62 10 10 0 CVPG 6,14 0,48 20% 4,91 7,37 10
Other 12 0 0

1x 12, 3x 46, 2x 70, 1x 77, 1x 178, 4x 179
(9) Total protein [g/L] 387 0 387 382 99
Sample A 879 23 26 387 0 CRV 89,1 19 9% 81 97,2 387 385 99
(1) Abbott 89,5 1,8 2 91 0 91
(46) Erba Lachema 86,4 1,6 1,8 6 0 6
(58) Beckman Coulter (AU) 87,9 2,7 3 55 0 55
(60) Roche 86,7 19 22 161 O 161
(162) Siemens (Atellica) 88,5 1,5 1,7 41 O 41
(177) Mindray 889 25 28 14 0 14
(179) Siemens 88,1 0,67 0,76 9 0 9
Other 10 O 10

3x 12, 1x 49, 1x 85, 1x 149, 2x 166, 2x 178
Sample B 544 14 25 387 0 CRV 558 1,2 9% 50,7 60,9 387 383 99
(1) Abbott 549 12 2.2 91 0 91
(46) Erba Lachema 54,1 0,44 0,82 6 0 6
(58) Beckman Coulter (AU) 54,4 1,7 31 55 0 55
(60) Roche 538 1,1 21 161 O 161
(162) Siemens (Atellica) 55,1 1,2 2,2 41 0 41
(177) Mindray 55 1,7 3 14 0 14
(179) Siemens 54,9 0,77 1,4 9 0 9
Other 10 0 10
3x 12, 1x 49, 1x 85, 1x 149, 2x 166, 2x 178

(26) CK [ukat/L] 363 363 350 96 0
Sample A 2,11 0,14 6,6 363 CvP 2,11 0,018 17% 1,75 2,47 363 357 98 0
(1) Abbott 2,15 0,16 7,3 84 0 84
(46) Erba Lachema 2,14 0,12 57 9 0 9
(58) Beckman Coulter (AU) 2,12 0,15 7.3 49 0 49
(60) Roche 2,1 0,13 6 152 O 152
(162) Siemens (Atellica) 2,07 0,13 6,5 37 0 37
(177) Mindray 2,09 0,11 54 13 0 13
(178) DiaSys 2,22 017 7,7 5 0 5
(179) Siemens 2,18 0,13 6,1 6 0 6
Other 8 0 8

1x 0, 3x 12, 1x 49, 1x 115, 1x 149, 1x 200
Sample B 55 0,38 69 363 CVP 55 0,049 17% 4,56 6,44 363 355 98 0
(1) Abbott 563 03 53 84 0 84
(46) Erba Lachema 55 029 5.2 9 0 9
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SEKK

Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel AV Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(58) Beckman Coulter (AU) 5,77 0,38 6,5 49 0 49
(60) Roche 536 033 62 152 0 152
(162) Siemens (Atellica) 535 0,32 6,1 37 0 37
(177) Mindray 545 03 55 13 0 13
(178) DiaSys 558 0,71 13 5 0 5
(179) Siemens 5,76 0,27 4,6 6 0 6
Other 8 0 8

1x 0, 3x 12, 1x 49, 1x 115, 1x 149, 1x 200
(2) Potassium [mmol/L] 400 0 400 393 98
Sample A 6,16 0,12 1,9 400 0 CRV 6,087 0,099 7% 5,66 6,52 400 395 99
(1) Abbott 6,11 0,073 1,2 9 0 99
(58) Beckman Coulter (AU) 6 0,089 1,5 55 0 55
(60) Roche 6,22 0,087 14 168 0 168
(162) Siemens (Atellica) 6,17 0,073 1,2 42 0 42
(177) Mindray 6,31 0,14 22 7 0 7
(179) Siemens 6,21 0,079 1,3 11 0 11
Other 18 0 18

4x 11, 3x 12, 3x 46, 2x 77, 1x 149, 2x 166, 2x 178, 1x 199
Sample B 3,89 0,076 2 400 0 CRV 3,823 0,06 7% 3,55 4,1 400 394 99
(1) Abbott 3,85 0,061 1,6 9 0 99
(58) Beckman Coulter (AU) 3,83 0,048 1,2 55 0 55
(60) Roche 3,92 0,061 16 168 O 168
(162) Siemens (Atellica) 3,89 0,062 1,6 42 0 42
(177) Mindray 3,85 0,12 31 7 0 7
(179) Siemens 3,92 0,064 1,6 11 0 11
Other 18 0 18
4x 11, 3x 12, 3x 46, 2x 77, 1x 149, 2x 166, 2x 178, 1x 199

(5) Inorganic phosphate [mmol/L] 363 363 352 97 0
Sample A 1,56 0,042 2,7 363 CVvP 1,56 0,005 10% 14 1,72 363 355 98 0
(1) Abbott 1,55 0,03 19 85 0 85
(58) Beckman Coulter (AU) 1,57 0,03 1,9 53 0 53
(60) Roche 1,56 0,036 2,3 154 O 154
(162) Siemens (Atellica) 1,57 0,052 3,3 39 0 39
(177) Mindray 1,8 0,16 8,8 11 0 11
(179) Siemens 1,54 0,052 34 6 0 6
Other 15 0 15

3x 12, 4x 46, 1x 75, 2x 77, 1x 115, 1x 149, 3x 178
Sample B 1,36 0,036 2,6 363 CVvP 1,36 0,005 10% 1,22 1,5 363 358 99 0
(1) Abbott 1,35 0,024 1,8 85 0 85
(58) Beckman Coulter (AU) 1,37 0,035 2,6 53 0 53
(60) Roche 1,36 0,036 26 154 O 154
(162) Siemens (Atellica) 1,38 0,047 34 39 0 39
(177) Mindray 1,32 0,054 4,1 11 0 11
(179) Siemens 1,37 0,03 22 6 0 6
Other 15 0 15

3x 12, 4x 46, 1x 75, 2x 77, 1x 115, 1x 149, 3x 178
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SEKK

Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5
Test Comparablllty Traceablllty
Sample RoM SD Cv Niot  Nout AV Uav Dmax LL Neva  Nouc Srel AV Uav Drmax L Neva Ny Srel
Group [unit] [%] [%] [%]
(27) gamma-GT [ukat/L] 400 0 400 399 100
Sample A 1,88 0,059 3,2 400 0 CRV 1,922 0,048 21% 2,33 400 400 100
(1) Abbott 1,88 0,073 3,9 95 0 95
(46) Erba Lachema 1,9 0,064 3,3 13 0 13
(58) Beckman Coulter (AU) 1,84 0,055 3 54 0 54
(60) Roche 1,89 0,033 1,8 165 O 165
(162) Siemens (Atellica) 1,96 0,047 24 42 0 42
(177) Mindray 1,83 0,046 2,5 15 0 15
(178) DiaSys 1,85 0,067 3,6 7 0 7
Other 9 0 9
3x 12, 1x 49, 1x 149, 4x 179
Sample B 0,792 0,028 3,6 400 0 CRV 0,829 0,021 21% 0,654 1,01 400 399 100
(1) Abbott 0,793 0,03 3,8 95 0 95
(46) Erba Lachema 0,801 0,031 3,9 13 0 13
(58) Beckman Coulter (AU) 0,781 0,026 3,3 54 0 54
(60) Roche 0,787 0,02 25 165 O 165
(162) Siemens (Atellica) 0,83 0,024 29 42 0 42
(177) Mindray 0,779 0,029 3,7 15 0 15
(178) DiaSys 0,79 0,059 7,5 7 0 7
Other 9 0 9
3x 12, 1x 49, 1x 149, 4x 179
(16) Glucose [mmol/L] 405 0 405 397 98
Sample A 526 0,12 2,3 405 0 CRV 5,325 0,054 8% 5,76 405 399 99
(1) Abbott 522 01 19 94 0 94
(46) Erba Lachema 5,43 0,27 5 17 0 17
(58) Beckman Coulter (AU) 524 0,16 3,1 54 0 54
(60) Roche 528 01 19 168 O 168
(162) Siemens (Atellica) 521 0,11 2,1 4 0 44
(177) Mindray 5,28 0,096 1,8 14 0 14
(178) DiaSys 525 022 4,2 5 0 5
Other 9 0 9
1x 5, 3x 12, 1x 75, 1x 149, 3x 179
Sample B 3,67 0,091 2,5 405 0 CRV 3,723 0,038 8% 4,03 405 399 99
(1) Abbott 3,62 0,07 19 94 0 94
(46) Erba Lachema 3,74 0,18 4,8 17 0 17
(58) Beckman Coulter (AU) 3,68 0,11 29 54 0 54
(60) Roche 3,69 0,076 2,1 168 O 168
(162) Siemens (Atellica) 3,65 0,071 1,9 4 0 44
(177) Mindray 3,7 0,12 3,1 14 0 14
(178) DiaSys 3,65 0,074 2 5 0 5
Other 9 0 9
1x 5, 3x 12, 1x 75, 1x 149, 3x 179
(7) Magnesium [mmol/L] 358 0 358 337 94
Sample A 0,497 0,021 4,2 358 0 CRV 0,462 0,007 15% 0,392 0,532 358 338 94
(1) Abbott 0,48 0,021 4,3 86 0 86
(58) Beckman Coulter (AU) 0,491 0,017 3,4 51 0 51
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SEKK Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5
Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel AV Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(60) Roche 0,502 0,015 3,1 152 O 152
(162) Siemens (Atellica) 0,507 0,022 4,3 38 0 38
(177) Mindray 0,511 0,031 6,1 10 0 10
(179) Siemens 0,525 0,022 4,2 8 0 8
Other 13 0 13
1x 0, 3x 12, 3x 46, 3x 77, 1x 149, 1x 166, 1x 178
Sample B 0,893 0,021 2,3 358 0 CRV 0,868 0,013 15% 0,737 0,999 358 355 99
(1) Abbott 0,893 0,029 3,2 86 0 86
(58) Beckman Coulter (AU) 0,891 0,023 2,6 51 0 51
(60) Roche 0,893 0,017 19 152 O 152
(162) Siemens (Atellica) 0,893 0,021 24 38 0 38
(177) Mindray 0,884 0,022 2,5 10 0 10
(179) Siemens 0,895 0,022 2,5 8 0 8
Other 13 0 13
1x 0, 3x 12, 3x 46, 3x 77, 1x 149, 1x 166, 1x 178

(3) Chloride [mmol/L] 400 400 394 99 0
Sample A 116 3,8 3,3 400 CvP 116 0,47 7% 107 125 400 396 99 0
(1) Abbott 121 19 16 9 0 99
(58) Beckman Coulter (AU) 117 1,4 1,2 55 0 55
(60) Roche 113 23 21 168 0 168
(162) Siemens (Atellica) 116 18 1,5 42 0 42
(177) Mindray 121 2,8 23 7 0 7
(179) Siemens 117 1,7 1,4 11 0 11
Other 18 0

4x 11, 3x 12, 3x 46, 2x 77, 1x 149, 2x 166, 2x 178, 1x 199
Sample B 109 3,3 3 400 Cvp 109 04 7% 101 117 400 395 99 0
(1) Abbott 112 1,8 1,6 9 0 99
(58) Beckman Coulter (AU) 109 16 15 55 0 55
(60) Roche 106 2,1 2 168 0 168
(162) Siemens (Atellica) 109 1,5 1,3 42 0 42
(177) Mindray 110 1,3 1,2 7 0 7
(179) Siemens 109 16 1,5 11 0 11
Other 18 0 18

4x 11, 3x 12, 3x 46, 2x 77, 1x 149, 2x 166, 2x 178, 1x 199
(15) Cholesterol [mmol/L] 385 0 384 374 97
Sample A 584 0,16 2,7 385 0 384 382 99
(1) Abbott 587 015 26 92 0 CRV 5,825 0,068 9% 53 6,35 92
(46) Erba Lachema 585 023 39 13 0 CRV 5,825 0,068 9% 53 6,35 13
(58) Beckman Coulter (AU) 6,02 0,19 3.2 51 0 CRV 5,825 0,068 9% 53 6,35 51
(60) Roche 579 011 19 159 O CRV 5,825 0,068 9% 53 6,35 159
(162) Siemens (Atellica) 579 0,13 23 38 0 CRV 5,825 0,068 9% 53 6,35 38
(177) Mindray 574 011 1,9 15 0 CRV 5,825 0,068 9% 53 6,35 15
(178) DiaSys 59 015 25 6 0 CRV 5,825 0,068 9% 5,3 6,35 6
Other 11 0 0 10

1x 149 3x 12, 1x 49, 1x 149, 2x 166, 4x 179
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Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparablllty Traceablllty
Sample RoM SD Cv Niot  Nout AV Uav Dmax L Neva  Nouc Srel AV Uav Drmax L Neva Ny Srel
Group [unit] [%] [%] [%]
Sample B 3,51 0,12 3,3 385 0 384 376 98
(1) Abbott 354 01 28 92 0 CRV 3,607 0,093 9% 3,28 3,94 92
(46) Erba Lachema 3,53 0,089 25 13 0 CRV 3,607 0,093 9% 3,28 3,94 13
(58) Beckman Coulter (AU) 352 01 29 51 0 CRV 3,607 0,093 9% 3,28 3,94 51
(60) Roche 3,46 0,068 2 159 0 CRV 3,607 0,093 9% 3,28 3,94 159
(162) Siemens (Atellica) 3,7 01 27 38 0 CRV 3,607 0,093 9% 3,28 3,94 38
(177) Mindray 3,49 0,14 39 15 0 CRV 3,607 0,093 9% 3,28 3,94 15
(178) DiaSys 36 023 64 6 0 CRV 3,607 0,093 9% 3,28 3,94 6
Other 11 0 0 10

1x 149 3x 12, 1x 49, 1x 149, 2x 166, 4x 179
(30) Cholinesterase [ukat/L] 118 118 112 95 0
Sample A 168 11 6,6 118 118 112 95 0
(1) Abbott 174 7,3 4,2 32 0 CVP 166 21 12% 146 186 32
(46) Erba Lachema 169 13 79 8 0 CvP 166 2,1 12% 146 186 8
(58) Beckman Coulter (AU) 165 11 6,7 24 0 CVP 166 2,1 12% 146 186 24
(60) Roche 162 3,7 2,3 40 0 CvP 166 2,1 12% 146 186 40
(162) Siemens (Atellica) 249 78 31 10 0 CVPG 249 6 94% 225 273 10
Other 4 0 4

2x 12, 1x 77, 1x 116
Sample B 109 6,7 6,1 118 118 112 95 0
(1) Abbott 113 6 53 32 0 CvP 108 13 12% 95 121 32
(46) Erba Lachema 110 7.4 6,7 8 0 CVP 108 1,3 12% 95 121 8
(58) Beckman Coulter (AU) 107 64 6 24 0 CvP 108 13 12% 95 121 24
(60) Roche 105 2 19 40 0 CvP 108 1,3 12% 95 121 40
(162) Siemens (Atellica) 161 4,8 3 10 0 CVPG 161 3,7 94% 145 177 10
Other 4 0 4

2x12,1x77,1x 116
(19) Creatinine [umol/L] 402 0 402 391 97
Sample A 402 11 2,6 402 0 CRV 397,3 4 13% 345 449 402 401 100
(1) Abbott 400 12 3 95 0 95
(5) Dialab 407 6,1 15 5 0 5
(46) Erba Lachema 399 14 3,6 10 0 10
(58) Beckman Coulter (AU) 399 9,2 2,3 53 0 53
(60) Roche 404 10 25 167 O 167
(162) Siemens (Atellica) 401 6,6 1,7 4 0 44
(177) Mindray 403 10 2,5 14 0 14
Other 14 0 14

3x 12, 1x 49, 1x 149, 1x 166, 3x 178, 4x 179, 1x 999

Sample B 59,3 34 57 402 0 CRV 59,54 06 13% 51,8 67,3 402 392 98
(1) Abbott 56,4 2 35 95 0 95
(5) Dialab 60,8 2 33 5 0 5
(46) Erba Lachema 58,4 4,2 7.2 10 0 10
(58) Beckman Coulter (AU) 59 3,9 6,6 53 0 53
(60) Roche 608 29 47 167 O 167
(162) Siemens (Atellica) 60,7 2 3,3 4 0 44
(177) Mindray 58 2,1 3,7 14 0 14
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Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav L uL Neva  Nouc Srel AV Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
Other 14 0 14
3x 12, 1x 49, 1x 149, 1x 166, 3x 178, 4x 179, 1x 999
(17) Uric acid [umol/L] 399 0 399 393 98
Sample A 403 11 2,8 399 0 CRV 400,4 51 12% 352 449 399 395 99
(1) Abbott 401 8,8 2.2 95 0 95
(46) Erba Lachema 402 16 39 9 0 9
(58) Beckman Coulter (AU) 407 7,2 1,8 55 0 55
(60) Roche 399 89 22 165 O 165
(162) Siemens (Atellica) 418 7.6 1,8 42 0 42
(177) Mindray 409 14 35 15 0 15
(178) DiaSys 406 52 1.3 6 0 6
(179) Siemens 418 9.6 2.3 5 0 5
Other 7 0 7
1x 5, 3x 12, 1x 49, 1x 115, 1x 149
Sample B 240 8,8 3,7 399 0 CRV 2396 24 12% 210 269 399 397 99
(1) Abbott 238 59 25 95 0 95
(46) Erba Lachema 249 8,6 35 9 0 9
(58) Beckman Coulter (AU) 249 4.3 1,7 55 0 55
(60) Roche 235 52 22 165 O 165
(162) Siemens (Atellica) 249 4,1 1,7 42 0 42
(177) Mindray 240 11 4,4 15 0 15
(178) DiaSys 240 0,74 0,31 6 0 6
(179) Siemens 248 0,74 0,3 5 0 5
Other 7 0 7
1x 5, 3x 12, 1x 49, 1x 115, 1x 149
(12) Lactate [mmol/L] 168 168 167 99 0
Sample A 1,3 0,063 4,1 168 1,3 0,01 1,1 15 168 167 99 0
(1) Abbott 1,35 0,037 2,7 23 0 23
(58) Beckman Coulter (AU) 1,26 0,051 4 25 0 25
(60) Roche 1,28 0,031 2,4 73 0 73
(162) Siemens (Atellica) 1,35 0,081 6 25 0 25
Other 22 0 22
2x 12, 3x 49, 4x 61, 2x 75, 1x 77, 2x 116, 4x 178, 2x 179, 2x 188
Sample B 1,63 0,068 4,2 168 1,63 0,013 1,38 1,88 168 168 100 0
(1) Abbott 1,7 0,042 2,5 23 0 23
(58) Beckman Coulter (AU) 1,54 0,064 4,2 25 0 25
(60) Roche 1,63 0,042 2,6 73 0 73
(162) Siemens (Atellica) 1,68 0,08 4,8 25 0 25
Other 22 0 22
2x 12, 3x 49, 4x 61, 2x 75, 1x 77, 2x 116, 4x 178, 2x 179, 2x 188
(28) LD [ukat/L] 298 0 298 294 99
Sample A 4,03 0,16 3,9 298 0 CRV 4,228 0,094 18% 3,46 4,99 298 294 99
(1) Abbott 3,89 0,17 44 67 O 67
(46) Erba Lachema 433 033 7,7 6 0 6
(58) Beckman Coulter (AU) 3,92 0,24 6 47 0 47
(60) Roche 408 009 22 125 O 125
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Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel AV Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(162) Siemens (Atellica) 4,12 0,082 2 35 0 35
(177) Mindray 399 0,19 4,6 8 0 8
Other 10 0 10

2x 12, 1x 75, 1x 115, 2x 178, 4x 179
Sample B 2,48 0,1 4 298 0 CRV 2,582 0,058 18% 2,11 3,05 298 298 100
(1) Abbott 25 0,13 51 67 O 67
(46) Erba Lachema 2,71 0,18 6,6 6 0 6
(58) Beckman Coulter (AU) 2,43 0,16 6,7 47 0 47
(60) Roche 2,47 0,073 3 125 0 125
(162) Siemens (Atellica) 2,54 0,056 2,2 35 0 35
(177) Mindray 2,41 0,14 5,9 8 0 8
Other 10 O 10

2x 12, 1x 75, 1x 115, 2x 178, 4x 179
(29) Lipase [ukat/L] 213 202 201 100 0
Sample A 1,83 0,12 6,5 213 202 201 100 0
(1) Abbott 1,76 0,082 4,7 42 0 CVPG 1,76 0,031 24% 1,33 2,19 42
(58) Beckman Coulter (AU) 1,74 0,065 3,7 31 0 CVPG 1,74 0,029 24% 1,32 2,16 31
(60) Roche 1,87 0,077 4,1 93 0 CVPG 1,87 0,019 24% 1,42 2,32 93
(116) Sentinel Diagnostics 1,78 01 5,8 8 0 CVPG 1,78 0,079 24% 1,35 221 8
(162) Siemens (Atellica) 1,96 0,061 3,1 28 0 CVPG 1,96 0,028 24% 1,48 2,44 28
Other 11 0 0

2x 12, 1x 46, 1x 166, 2x 177, 3x 178, 2x 179
Sample B 0,641 0,056 8,7 213 202 201 100 0
(1) Abbott 0,602 0,031 5,2 42 0 CVPGO0,602 0,012 24% 0,457 0,747 42
(58) Beckman Coulter (AU) 0,582 0,029 4,9 31. 0 CVPGO0,582 0,013 24% 0,442 0,722 31
(60) Roche 0,666 0,028 4,2 93 0 CVPGO0,666 0,007 24% 0,506 0,826 93
(116) Sentinel Diagnostics 0,6 0,069 9,9 8 0 CVPG 0,6 0,045 24% 0,456 0,744 8
(162) Siemens (Atellica) 0,697 0,029 4,2 28 0 CVPGO0,697 0,013 24% 0,529 0,865 28
Other 11 0 0
2x 12, 1x 46, 1x 166, 2x 177, 3x 178, 2x 179

(8) Lithium [mmol/L] 39 0 39 35 90
Sample A 1,01 0,042 4,2 39 0 CRV 1,048 0,016 12% 0,922 1,18 39 39 100
(1) Abbott 1 0,062 6,2 6 0 6
(60) Roche 1,03 0,033 3,2 13 0 13
Other 20 O

1x 0, 1x 14, 1x 19, 1x 46, 1x 50, 2x 58, 1x 61, 1x 116, 1x 149, 4x 162,

3x 166, 1x 179, 1x 199, 1x 998
Sample B 0,676 0,035 5,2 39 0 CRV 0,686 0,01 12% 0,603 0,769 39 35 90
(1) Abbott 0,668 0,041 6,1 6 0 6
(60) Roche 0,697 0,021 3 13 0 13
Other 20 0

1x 0, 1x 14, 1x 19, 1x 46, 1x 50, 2x 58, 1x 61, 1x 116, 1x 149, 4x 162,

3x 166, 1x 179, 1x 199, 1x 998
(18) Urea [mmol/L] 401 0 401 393 98
Sample A 12,4 0,49 39 401 0 CRV 12,55 0,13 15% 10,6 14,5 401 401 100
(1) Abbott 125 051 4,1 95 0 95
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Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(46) Erba Lachema 12,5 0,65 5,2 9 0 9
(58) Beckman Coulter (AU) 12,4 043 3,5 55 0 55
(60) Roche 122 035 28 166 O 166
(162) Siemens (Atellica) 12,9 0,32 2,5 44 0 44
(177) Mindray 12,6 042 34 15 0 15
(178) DiaSys 129 0,37 29 6 0 6
(179) Siemens 133 0,15 11 5 0 5
Other 6 0 6
1x 5, 3x 12, 1x 49, 1x 149
Sample B 3,09 0,16 51 401 0 CRV 3,072 0,031 15% 2,61 3,54 401 393 98
(1) Abbott 3,13 0,22 7 95 0 95
(46) Erba Lachema 3,15 0,074 2,4 9 0 9
(58) Beckman Coulter (AU) 3,13 0,13 4 55 0 55
(60) Roche 302 01 35 166 O 166
(162) Siemens (Atellica) 3,2 0,16 5 4 0 44
(177) Mindray 3,09 0,15 4,8 15 0 15
(178) DiaSys 3,25 0,22 6,8 6 0 6
(179) Siemens 3,25 0,074 2,3 5 0 5
Other 6 0 6
1x 5, 3x 12, 1x 49, 1x 149

(11) Osmolality [mmol/kg] 145 145 141 97 0
Sample A 282 59 2,1 145 CVvP 282 1.2 5% 267 297 145 142 98 0
(119) Advanced Instruments 285 4,2 15 58 0 58
(150) Arkray 277 52 19 42 0 42
(151) Fiske Associates 284 5 1,7 20 O 20
(212) GONOTEC GmbH 287 6,2 22 15 0 15
Other 10 O 10

2x 0, 1x 11, 3x 77, 1x 176, 3x 999
Sample B 258 36 14 145 CvP 258 0,73 5% 245 271 145 143 99 0
(119) Advanced Instruments 259 2,9 1,1 58 0 58
(150) Arkray 256 4,2 1,7 42 0 42
(151) Fiske Associates 258 3,3 1,3 20 O 20
(212) GONOTEC GmbH 260 34 1,3 15 0 15
Other 10 0 10

2x 0, 1x 11, 3x 77, 1x 176, 3x 999
(1) Sodium [mmol/L] 400 0 400 392 98
Sample A 128 2 15 400 0 2 5% 122 136 400 395 99
(1) Abbott 128 16 1,2 9 0 99
(58) Beckman Coulter (AU) 126 14 1,1 55 0 55
(60) Roche 128 14 1,1 168 O 168
(162) Siemens (Atellica) 130 14 1,1 42 0 42
(177) Mindray 133 33 24 8 0 8
(179) Siemens 131 18 14 11 0 11
Other 17 0

17
3x 11, 3x 12, 3x 46, 2x 77, 1x 149, 2x 166, 2x 178, 1x 199
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Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5
Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel AV Uny Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
Sample B 125 1,8 14 400 0 CRV 1248 1,9 5% 118 132 400 394 99
(1) Abbott 124 15 1.2 9 0 99
(58) Beckman Coulter (AU) 124 1,5 1,2 55 0 55
(60) Roche 125 1,4 1,1 168 © 168
(162) Siemens (Atellica) 128 1,8 1,4 42 0 42
(177) Mindray 126 22 1,8 8 0 8
(179) Siemens 127 1,4 1,1 11 0 11
Other 17 0 17
3x 11, 3x 12, 3x 46, 2x 77, 1x 149, 2x 166, 2x 178, 1x 199
(20) Triacylglycerols [mmol/L] 383 0 383 354 92
Sample A 2,03 0,058 2,9 383 0 CRV 2,002 0,02 18% 1,64 2,37 383 382 100
(1) Abbott 2 0,043 21 92 0 92
(46) Erba Lachema 1,97 0,099 5 15 0 15
(58) Beckman Coulter (AU) 1,99 0,058 2,9 49 0 49
(60) Roche 2,06 0,036 1,7 158 O 158
(162) Siemens (Atellica) 2,07 0,047 2,3 38 0 38
(177) Mindray 2,01 0,077 3,8 15 0 15
(178) DiaSys 19 01 55 6 0 6
Other 10 O 10
3x 12, 1x 49, 1x 149, 1x 166, 4x 179
Sample B 0,745 0,083 11 383 0 CRV 0,704 0,011 18% 0,577 0,831 383 355 93
(1) Abbott 0,653 0,028 4,2 92 0 92
(46) Erba Lachema 0,77 0,075 9,7 15 0 15
(58) Beckman Coulter (AU) 0,687 0,023 3,3 49 0 49
(60) Roche 0,799 0,028 35 158 0 158
(162) Siemens (Atellica) 0,821 0,037 4,6 38 0 38
(177) Mindray 0,693 0,044 6,4 15 0 15
(178) DiaSys 0,77 0,045 5,8 6 0 6
Other 10 O 10
3x 12, 1x 49, 1x 149, 1x 166, 4x 179
(4) Calcium [mmol/L] 384 0 384 376 98
Sample A 2,75 0,064 2,3 384 0 CRV 2,759 0,041 8% 2,53 2,98 384 378 98
(1) Abbott 2,7 0,049 1,8 92 0 92
(46) Erba Lachema 2,74 0,13 4,6 6 0 6
(58) Beckman Coulter (AU) 2,76 0,062 2,2 54 0 54
(60) Roche 2,77 0,046 16 161 O 161
(162) Siemens (Atellica) 2,79 0,064 2,3 41 0 41
(177) Mindray 269 01 39 11 0 11
(178) DiaSys 2,77 0,007 0,27 5 0 5
(179) Siemens 2,8 0,052 19 6 0 6
Other 8 0 8
4x 12, 1x 77, 1x 121, 1x 149, 1x 166
Sample B 2,51 0,065 2,6 384 0 CRV 2,503 0,038 8% 2,3 2,71 384 378 98
(1) Abbott 2,44 0,044 18 92 0 92
(46) Erba Lachema 2,48 0,11 45 6 0 6
(58) Beckman Coulter (AU) 2,51 0,045 1,8 54 0 54
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Summary statistics - quantitative results

EQA round: AKS4/25 - Basic Clinical Chemistry - Serum
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability Traceability
Sample RoM SD Cv Niot  Nout AV Uav Dmax L uL Neva  Nouc Srel Uav Drmax L UL Neva Ny Srel
Group [unit] [%] [%] [%]
(60) Roche 2,55 0,046 1,8 161 O 161
(162) Siemens (Atellica) 2,54 0,059 2,3 41 O 41
(177) Mindray 2,51 0,056 2,2 11 0 11
(178) DiaSys 2,54 0,015 0,58 5 0 5
(179) Siemens 2,55 0,067 2,6 6 0 6
Other 8 0 8
4x 12, 1x 77, 1x 121, 1x 149, 1x 166

(36) Calcium ionised [mmol/L] 71 71 68 96 0
Sample A 1,67 0,058 3,5 71 CvP 1,67 0,017 10% 1,5 1,84 71 68 96 0
(53) Nova Biomedical 1,66 0,067 4 5 0 5
(60) Roche 1,71 0,038 2,2 21 0 21
(61) Radiometer 1,65 0,032 1,9 35 0 35
Other 10 0 10

1x 0, 1x 11, 3x 38, 1x 46, 4x 179
Sample B 1,73 0,055 3,2 71 CvP 1,73 0,016 10% 1,55 1,91 71 69 97 0
(53) Nova Biomedical 1,7 0,059 35 5 0 5
(60) Roche 1,77 0,042 2,4 21 0 21
(61) Radiometer 1,72 0,04 23 35 0 35
Other 10 O 10

1x 0, 1x 11, 3x 38, 1x 46, 4x 179
(6) Iron [umol/L] 343 343 340 99 0
Sample A 28 09 32 343 CVvP 28 0,12 15% 23,8 32,2 343 343 100 0
(1) Abbott 29,2 082 28 82 0 82
(58) Beckman Coulter (AU) 27,6 059 21 51 0 51
(60) Roche 27,8 058 2,1 144 0 144
(162) Siemens (Atellica) 27,7 0,51 1,8 38 0 38
(177) Mindray 27,7 0,82 29 9 0 9
(179) Siemens 27,9 0,44 1,6 5 0 5
Other 14 0 14

3x 12, 3x 46, 1x 49, 2x 77, 1x 116, 4x 178
Sample B 17,7 056 3,2 343 CVP 17,7 0,074 15% 15 20,4 343 340 99 0
(1) Abbott 18,1 0,68 3,7 82 0 82
(58) Beckman Coulter (AU) 17,4 0,51 2,9 51 0 51
(60) Roche 17,8 0,48 2,7 144 0 144
(162) Siemens (Atellica) 175 04 23 38 0 38
(177) Mindray 17,3 089 51 9 0 9
(179) Siemens 175 037 21 5 0 5
Other 14 0 14

3x 12, 3x 46, 1x 49, 2x 77, 1x 116, 4x 178
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