SEKK

Summary statistics - quantitative results

EQA round: AM2/25 - Basic Clinical Chemistry - Urine
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

RoM = robust average

SD = standard deviation

CV = coefficient of variation

Nyt = total number of the results

Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups
CVP = consensus of all participants
Uy = expanded uncertainty of the assigned value (k = 2)

Diax = acceptable difference

LL = lower limit

UL = upper limit

Neva = Number of the results assessed
Ng.c = number of successful results
S, = relative success

Test Comparability
Sample [ n|t] RoM SD [g\g Ntot Nout AV Dmax L uL Neva Nsuc [E/re]l
Group u 0 0
(71) Total protein [g/L] 245 227 221 97
Sample A 0,683 0,13 19 245 227 226 100
(1) Abbott 0,797 0,027 34 57 0 CVPGO0,797 0,009 24% 0,605 0,989 57
(58) Beckman Coulter (AU) 0,789 0,024 3 36 0 CVPGO0,789 0,01 24% 0,599 0,979 36
(60) Roche 0,55 0,024 4,4 98 0 CVPG 0,55 0,006 24% 0,418 0,682 98
(162) Siemens (Atellica) 0,752 0,025 3,3 36 0 CVPGO0,752 0,01 24% 0,571 0,933 36
Other 18 0 0
2x12,2x 75, 4x 77, 1x 149, 2x 158, 2x 177, 2x 178, 3x 179
Sample B 0,195 0,072 37 245 227 221 97
(1) Abbott 0,232 0,014 6 57 0 CVPGO0,232 0,005 24% 0,176 0,288 57
(58) Beckman Coulter (AU) 0,276 0,011 4 36 0 CVPGO0,276 0,005 24% 0,209 0,343 36
(60) Roche 0,124 0,01 8,2 98 0 CVPGO0,124 0,003 24% 0,094 0,154 98
(162) Siemens (Atellica) 0,235 0,019 7,9 36 0 CVPGO0,235 0,008 24% 0,178 0,292 36
Other 18 0 0
2x12,2x 75, 4x 77, 1x 149, 2x 158, 2x 177, 2x 178, 3x 179
(62) Potassium [mmol/L] 262 262 258 98
Sample A 64,8 25 38 262 CVP 64,8 037 15% 55 74,6 262 259 99
(1) Abbott 635 07 11 62 0 62
(58) Beckman Coulter (AU) 65,2 2 3,1 42 0 42
(60) Roche 64 1,7 2,7 101 O 101
(162) Siemens (Atellica) 70,5 1 1,4 38 0 38
(179) Siemens 66,2 2,7 4 9 0 9
Other 10 O 10
1x 12, 1x 46, 1x 77, 2x 149, 4x 177, 1x 178
Sample B 25,4 062 25 262 CVP 25,4 0,094 15% 21,5 29,3 262 260 99
(1) Abbott 25 0,26 1 62 0 62
(58) Beckman Coulter (AU) 253 0,58 2,3 42 0 42
(60) Roche 25,3 0,52 2 101 O 101
(162) Siemens (Atellica) 26,1 0,29 1,1 38 0 38
(179) Siemens 25,4 0,89 35 9 0 9
Other 10 O 10
1x 12, 1x 46, 1x 77, 2x 149, 4x 177, 1x 178
(65) Inorganic phosphate [mmol/L] 260 260 256 98
Sample A 141 06 43 260 CVP 14,1 0,091 18% 11,5 16,7 260 259 100
(1) Abbott 13,8 041 29 50 0 59
(58) Beckman Coulter (AU) 14,2 048 34 41 0 41
(60) Roche 139 048 3,5 9 0 99
(162) Siemens (Atellica) 14,8 0,51 3,5 39 0 39
(177) Mindray 14,5 1 7 6 0 6
(179) Siemens 14,6 0,97 6,6 7 0 7
Other 9 0 9
2x 12, 3x 46, 1x 77, 2x 149, 1x 178
Sample B 6,96 0,35 5 260 CVP 6,96 0,053 18% 5,7 8,22 260 256 98
(1) Abbott 6,78 0,26 3,8 50 0 59
(58) Beckman Coulter (AU) 7 026 3,7 41 1 41
(60) Roche 6,87 0,26 3,8 9 0 99
(162) Siemens (Atellica) 7,36 0,29 4 39 0 39
(177) Mindray 7,54 0,95 13 6 0 6
(179) Siemens 7,28 0,7 9,6 7 0 7
Other 9 0 9
2x 12, 3x 46, 1x 77, 2x 149, 1x 178
(70) Glucose [mmol/L] 241 241 240 100
Sample A 16,4 0,36 2,2 241 CVP 16,4 0,057 22% 12,7 20,1 241 240 100
(1) Abbott 16,5 041 25 66 0 66
(46) Erba Lachema 16,5 0,35 2,1 6 0 6
(58) Beckman Coulter (AU) 16,2 034 21 35 0 35
(60) Roche 16,3 0,31 1,9 79 0 79
(162) Siemens (Atellica) 16,5 0,26 1,6 34 0 34
(177) Mindray 16,5 0,44 2,7 5 0 5
Other 16 0 16
1x 5, 1x 12, 1x 29, 2x 49, 2x 149, 1x 178, 4x 179, 1x 187, 1x 188, 2x 199
Sample B 1,5 0,037 2,5 241 CvP 1,5 0,006 22% 1,17 1,83 241 240 100
(1) Abbott 1,47 0,035 2,3 66 O 66
(46) Erba Lachema 1,5 0,074 49 6 0 6
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EQA round: AM2/25 - Basic Clinical Chemistry - Urine Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n =5
Test Comparability
Sample ROM  SD  CV Nt Now AV Uy  Dua L UL Nevw Nee  See
Group [unit] [%] [%]
(58) Beckman Coulter (AU) 1,48 0,035 2,4 35 0 35
(60) Roche 1,5 0,028 1,9 79 0 79
(162) Siemens (Atellica) 1,53 0,047 3 34 0 34
(177) Mindray 1,5 0,037 25 5 0 5
Other 16 0 16
1x 5, 1x 12, 1x 29, 2x 49, 2x 149, 1x 178, 4x 179, 1x 187, 1x 188, 2x 199
(73) Magnesium [mmol/L] 241 241 238 99
Sample A 495 0,18 3,6 241 CVP 495 0,028 20% 3,96 5,94 241 239 99
(1) Abbott 5,03 0,16 3,3 56 0 56
(58) Beckman Coulter (AU) 4,88 0,16 3,3 35 0 35
(60) Roche 49 016 34 94 0 94
(162) Siemens (Atellica) 5,04 0,12 2,4 35 0 35
(177) Mindray 4,68 0,27 5,7 5 0 5
(179) Siemens 493 0,17 35 8 0 8
Other 8 0 8
3x 12, 3x 77, 2x 149
Sample B 2,59 0,095 3,6 241 CVP 2,59 0,015 20% 2,07 3,11 241 238 99
(1) Abbott 2,61 0,086 3,3 56 0 56
(58) Beckman Coulter (AU) 256 0,1 4 35 0 35
(60) Roche 2,59 0,098 3,8 94 0 94
(162) Siemens (Atellica) 2,63 0,064 24 35 0 35
(177) Mindray 2,29 0,17 75 5 0 5
(179) Siemens 2,59 0,059 2,3 8 0 8
Other 8 0 8
3x 12, 3x 77, 2x 149
(63) Chloride [mmol/L] 262 262 256 98
Sample A 194 49 2,6 262 CVP 194 0,75 14% 166 222 262 261 100
(1) Abbott 195 22 11 62 0 62
(58) Beckman Coulter (AU) 197 2,4 1,2 42 0 42
(60) Roche 195 32 16 101 O 101
(162) Siemens (Atellica) 185 1,8 0,96 38 0 38
(179) Siemens 190 6,7 3,5 9 0 9
Other 10 O 10
1x 12, 1x 46, 1x 77, 2x 149, 4x 177, 1x 178
Sample B 68,3 42 6,2 262 CVP 683 064 14% 58,7 77,9 262 256 98
(1) Abbott 70,8 1,2 1,7 62 0 62
(58) Beckman Coulter (AU) 70,2 0,76 1,1 42 0 42
(60) Roche 64,1 2,6 4,1 101 0 101
(162) Siemens (Atellica) 71 0,94 1,3 38 0 38
(179) Siemens 69,7 2 2,9 9 0 9
Other 10 0 10
1x 12, 1x 46, 1x 77, 2x 149, 4x 177, 1x 178
(68) Creatinine [mmol/L] 281 281 278 99
Sample A 13,1 054 4,1 281 CVP 13,1 0,078 16% 11 152 281 278 99
(1) Abbott 12,7 0,34 2,7 65 0 65
(46) Erba Lachema 13,4 0,86 6,5 10 0 10
(58) Beckman Coulter (AU) 13,2 0,62 4,7 39 0 39
(60) Roche 13,2 043 32 108 O 108
(162) Siemens (Atellica) 13,2 0,26 19 39 0 39
(177) Mindray 12 0,15 1,2 5 0 5
Other 15 0 15
3x 5, 1x 12, 1x 50, 3x 149, 1x 166, 2x 178, 4x 179
Sample B 571 027 4,7 281 CVP 5,71 0,039 16% 4,79 6,63 281 278 99
(1) Abbott 549 0,13 24 65 0 65
(46) Erba Lachema 5,86 0,42 7.2 10 0 10
(58) Beckman Coulter (AU) 5,66 0,49 8,7 39 0 39
(60) Roche 58 02 34 108 O 108
(162) Siemens (Atellica) 5,85 0,1 1,8 39 0 39
(177) Mindray 536 0,059 1,1 5 0 5
Other 15 0 15
3x 5, 1x 12, 1x 50, 3x 149, 1x 166, 2x 178, 4x 179
(69) Uric acid [mmol/L] 247 247 236 96
Sample A 0,7 0,043 6,1 247 CVvP 0,7 0,007 23% 0,539 0,861 247 245 99
(1) Abbott 0,687 0,026 3,8 55 0 55
(46) Erba Lachema 0,695 0,052 7,5 6 0 6
(58) Beckman Coulter (AU) 0,736 0,033 4,5 40 O 40
(60) Roche 0,672 0,027 3,9 94 0 94
(162) Siemens (Atellica) 0,745 0,019 2,6 36 0 36
Other 16 0 16

1x 5,2x 12, 2x 149, 4x 177, 3x 178, 4x 179
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EQA round: AM2/25 - Basic Clinical Chemistry - Urine

Setup: groups - R (manufacturer of kit); minimal size of the groups n =5

Deadline: 10.10.2025

Test Comparability
Sample ROM  SD  CV Nt Now AV Uy  Dua L UL Nevw Nee  See
Group [unit] [%] [%]
Sample B 0,324 0,03 9,2 247 CVP 0,324 0,005 23% 0,249 0,399 247 236 96
(1) Abbott 0,315 0,017 5,3 55 0 55
(46) Erba Lachema 0,325 0,022 6,8 6 0 6
(58) Beckman Coulter (AU) 0,358 0,022 6,1 40 O 40
(60) Roche 0,302 0,011 3,5 94 0 94
(162) Siemens (Atellica) 0,354 0,014 4 36 0 36
Other 16 0 16
1x 5,2x 12, 2x 149, 4x 177, 3x 178, 4x 179
(67) Urea [mmol/L] 256 256 249 97
Sample A 280 13 4,6 256 CVP 280 2 17% 232 328 256 252 98
(1) Abbott 281 13 4,7 58 0 58
(46) Erba Lachema 286 7.8 2,7 5 0 5
(58) Beckman Coulter (AU) 284 11 4 41 0 41
(60) Roche 277 13 4,6 98 0 98
(162) Siemens (Atellica) 282 13 4,6 38 0 38
(177) Mindray 283 4 14 5 0 5
Other 11 0 11
1x 5,2x 12, 2x 149, 2x 178, 4x 179
Sample B 139 76 55 256 CvpP 139 12 17% 115 163 256 251 98
(1) Abbott 140 85 61 58 0 58
(46) Erba Lachema 143 5,4 3,8 5 0 5
(58) Beckman Coulter (AU) 141 5,5 3,9 41 0 41
(60) Roche 137 74 54 98 0 98
(162) Siemens (Atellica) 138 8,2 6 38 0 38
(177) Mindray 139 64 4,6 5 0 5
Other 11 0 11
1x 5, 2x 12, 2x 149, 2x 178, 4x 179
(66) Osmolality [mmol/kg] 134 134 130 97
Sample A 771 6,2 08 134 cvp 771 1,3 4% 740 802 134 132 99
(119) Advanced Instruments 772 57 0,74 49 0 49
(150) Arkray 769 6,2 0,8 42 0 42
(151) Fiske Associates 773 5 0,65 19 0 19
(212) GONOTEC GmbH 772 6,9 0,89 16 0 16
Other 8 0 8
3x0,2x 77, 1x 176, 1x 207, 1x 999
Sample B 335 25 0,74 134 CVvP 335 0,52 4% 321 349 134 131 98
(119) Advanced Instruments 335 2 0,6 49 0 49
(150) Arkray 336 23 0,7 42 0 42
(151) Fiske Associates 335 2,9 0,87 19 0 19
(212) GONOTEC GmbH 336 5,2 1,5 16 0 16
Other 8 0 8
3x0,2x 77, 1x 176, 1x 207, 1x 999
(72) pH [-] 24 24 24 100
Sample A 6,68 0,13 1,9 24 CVP 6,68 0,065 5% 6,34 7,02 24 24 100
(999) another manufacturer 6,64 0,089 1,3 7 0 7
Other 17 0
1x 19, 1x 46, 1x 49, 3x 50, 2x 57, 2x 60, 2x 61, 1x 166, 2x 179, 2x 202
Sample B 6,66 0,12 1,8 24 CVP 6,66 0,059 5% 6,32 7 24 24 100
(999) another manufacturer 6,68 0,067 1 7 0 7
Other 17 0
1x 19, 1x 46, 1x 49, 3x 50, 2x 57, 2x 60, 2x 61, 1x 166, 2x 179, 2x 202
(61) Sodium [mmol/L] 262 262 258 98
Sample A 168 3 18 262 CVP 168 0,45 11% 149 187 262 260 99
(1) Abbott 166 14 0,87 62 0 62
(58) Beckman Coulter (AU) 166 1,8 1,1 42 0 42
(60) Roche 167 1,3 081 101 O 101
(162) Siemens (Atellica) 174 2,5 1,4 38 0 38
(179) Siemens 170 2,2 1,3 9 0 9
Other 10 0 10
1x 12, 1x 46, 1x 77, 2x 149, 4x 177, 1x 178
Sample B 68,3 14 21 262 CVP 683 0,22 11% 60,7 759 262 259 99
(1) Abbott 67,8 093 14 62 0 62
(58) Beckman Coulter (AU) 67,3 0,9 1,3 42 0 42
(60) Roche 68,3 1,2 1,7 101 O 101
(162) Siemens (Atellica) 70,3 1,2 1,7 38 0 38
(179) Siemens 68,3 0,44 0,65 9 0 9
Other 10 0 10

1x 12, 1x 46, 1x 77, 2x 149, 4x 177, 1x 178
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EQA round: AM2/25 - Basic Clinical Chemistry - Urine Deadline: 10.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n = 5
Test Comparability
Sample RoM SD Cv Niot  Nout AV Uav Drmax L uL Neva  Nouc Srel
Group [unit] [%] [%]
(64) Calcium [mmol/L] 270 270 265 98
Sample A 311 0,12 3,7 270 CvpP 3,11 0,017 18% 2,55 3,67 270 267 99
(1) Abbott 2,97 0,066 2,2 62 0 62
(58) Beckman Coulter (AU) 3,12 0,047 1,5 4 0 44
(60) Roche 3,16 0,066 21 104 O 104
(162) Siemens (Atellica) 3,18 0,088 2,8 39 0 39
(177) Mindray 2,97 023 7.8 6 0 6
(179) Siemens 3,24 0,067 2,1 6 0 6
Other 9 0 9
1x 12, 3x 46, 1x 77, 2x 149, 2x 178
Sample B 2,05 0,079 3,8 270 CvP 2,05 0,012 18% 1,68 242 270 266 99
(1) Abbott 1,96 0,049 25 62 0 62
(58) Beckman Coulter (AU) 2,03 0,033 1,6 4 0 44
(60) Roche 2,09 0,045 21 104 O 104
(162) Siemens (Atellica) 2,11 0,073 3,5 39 0 39
(177) Mindray 1,88 013 6,7 6 0 6
(179) Siemens 2,09 011 53 6 0 6
Other 9 0 9

1x 12, 3x 46, 1x 77, 2x 149, 2x 178
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