
SEKK Summary statistics - quantitative results
EQA round: AT2/25 - Autoantibodies in Thyroid Diseases Deadline: 24.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

Set 1
(576) anti-microsomes (TPO) [kU/L] 198 191 169 88
Sample A1 501 200 40 198 191 187 98
(1) Abbott 719 59 8,2 59 0 CVPG 719 19 50% 359 1080 59
(12) Beckman Coulter 480 44 9,2 22 0 CVPG 480 23 50% 240 720 22
(29) Siemens (Immulite) 782 56 7,1 5 0 CVPG 782 160 50% 391 1180 5
(60) Roche 329 20 6,1 71 0 CVPG 329 5,8 50% 164 494 71
(162) Siemens (Atellica) 447 79 18 27 0 CVPG 447 37 50% 223 671 27
(179) Siemens 479 120 24 7 0 CVPG 479 110 50% 239 719 7
Other 7 1 0

1x 15, 3x 25, 1x 52, 1x 148, 1x 166
Sample B1 5,92 5,8 98 198 191 170 89
(1) Abbott 1,04 0,17 17 59 0 CVPG 1,04 0,056 50% 0,52 1,56 59
(12) Beckman Coulter 1,13 0,12 10 22 0 CVPG 1,13 0,061 50% 0,565 1,7 22
(29) Siemens (Immulite) 34,1 1 3 5 0 CVPG 34,1 2,9 50% 17 51,2 5
(60) Roche 11,4 2,9 25 71 0 CVPG 11,4 0,84 50% 5,7 17,1 71
(162) Siemens (Atellica) 6,6 0,004 0,06 27 0 CVPG 6,6 0,002 50% 3,3 9,9 27
(179) Siemens 6,2 6,2 100 7 0 CVPG 6,2 6 50% 3,1 9,3 7
Other 7 1 0

1x 15, 3x 25, 1x 52, 1x 148, 1x 166
(575) anti-thyreoglobulin [kU/L] 192 185 175 95
Sample A1 362 310 84 192 185 183 99
(1) Abbott 176 16 9,2 58 0 CVPG 176 5,2 50% 88 264 58
(12) Beckman Coulter 157 11 6,8 20 0 CVPG 157 5,8 50% 78,5 236 20
(29) Siemens (Immulite) 171 30 17 5 0 CVPG 171 84 50% 85,5 257 5
(60) Roche 711 39 5,4 70 1 CVPG 711 11 50% 355 1070 70
(162) Siemens (Atellica) 115 7,5 6,6 27 0 CVPG 115 3,5 50% 57,5 173 27
(179) Siemens 114 0,96 0,84 5 0 CVPG 114 2,7 50% 57 171 5
Other 7 1 0

1x 15, 2x 25, 1x 36, 1x 52, 1x 148, 1x 166
Sample B1 8,2 9,2 110 192 185 176 95
(1) Abbott 2,15 0,26 12 58 0 CVPG 2,15 0,083 50% 1,07 3,23 58
(12) Beckman Coulter 0,825 0,43 52 20 0 CVPG 0,825 0,24 50% 0,412 1,24 20
(29) Siemens (Immulite) 20 0 0 5 0 CVPG 20 50% 10 30 5
(60) Roche 17,8 2,9 17 70 1 CVPG 17,8 0,87 50% 8,9 26,7 70
(162) Siemens (Atellica) 1,3 0 0 27 0 CVPG 1,3 50% 0,65 1,95 27
(179) Siemens 1,3 0 0 5 0 CVPG 1,3 50% 0,65 1,95 5
Other 7 1 0

1x 15, 2x 25, 1x 36, 1x 52, 1x 148, 1x 166

Set 2
(590) anti-TSH receptor [U/L] 106 101 95 94
Sample A2 5,64 0,63 11 106 101 99 98
(1) Abbott 5,67 0,34 6 25 0 CVPG 5,67 0,17 33% 3,79 7,55 25
(29) Siemens (Immulite) 6,02 0,27 4,4 9 0 CVPG 6,02 0,33 33% 4,03 8,01 9
(60) Roche 5,66 0,65 11 67 0 CVPG 5,66 0,19 33% 3,79 7,53 67
Other 5 0 0

1x 24, 1x 36, 2x 73, 1x 87
Sample B2 0,903 0,35 39 106 101 95 94
(1) Abbott 1,39 0,28 20 25 0 CVPG 1,39 0,14 33% 0,931 1,85 25
(29) Siemens (Immulite) 0,1 0 0 9 0 CVPG 0,1 100% 0 0,2 9
(60) Roche 0,805 0,01 1,2 67 0 CVPG 0,805 0,003 100% 0 1,61 67
Other 5 0 0

1x 24, 1x 36, 2x 73, 1x 87
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