
SEKK Summary statistics - quantitative results
EQA round: E14/25 - Hormones 1 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(306) 17-OH-progesterone [nmol/L] 131 113 111 98
Sample A 12,4 3,8 30 131 113 111 98
(1) RIA (IRMA); (36) Immunotech 13,7 2,1 16 20 0 CVPG 13,7 1,2 33% 9,17 18,3 20
(2) EIA (ELISA); (66) DRG 16,8 1,6 9,5 9 0 CVPG 16,8 2 33% 11,2 22,4 9
(2) EIA (ELISA); (87) Euroimmun 11,8 0,7 5,9 6 0 CVPG 11,8 0,97 33% 7,9 15,7 6
(2) EIA (ELISA); (134) IBL 14,2 1,4 10 33 0 CVPG 14,2 0,62 33% 9,51 18,9 33
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 8,77 1,3 15 10 0 CVPG 8,77 1 33% 5,87 11,7 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

8,63 0,5 5,8 35 0 CVPG 8,63 0,21 33% 5,78 11,5 35

Other 18 0 0
1x 1/12, 4x 1/47, 1x 1/134, 1x 1/185, 1x 1/999, 4x 2/26, 3x 2/214,
1x 2/999, 1x 4/1, 1x 4/140

Sample B 6,72 1,8 27 131 113 113 100
(1) RIA (IRMA); (36) Immunotech 6,68 0,75 11 20 0 CVPG 6,68 0,41 33% 4,47 8,89 20
(2) EIA (ELISA); (66) DRG 9,1 0,51 5,6 9 0 CVPG 9,1 0,63 33% 6,09 12,2 9
(2) EIA (ELISA); (87) Euroimmun 6,98 0,74 11 6 0 CVPG 6,98 1 33% 4,67 9,29 6
(2) EIA (ELISA); (134) IBL 7,68 0,71 9,3 33 0 CVPG 7,68 0,3 33% 5,14 10,3 33
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 5,52 0,72 13 10 0 CVPG 5,52 0,56 ±1,98 3,54 7,5 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

4,84 0,34 7,1 35 0 CVPG 4,84 0,14 ±1,98 2,86 6,82 35

Other 18 0 0
1x 1/12, 4x 1/47, 1x 1/134, 1x 1/185, 1x 1/999, 4x 2/26, 3x 2/214,
1x 2/999, 1x 4/1, 1x 4/140

(303) Aldosterone [nmol/L] 240 228 221 97
Sample A 0,652 0,06 9,2 240 228 226 99
(1) RIA (IRMA); (36) Immunotech 0,763 0,094 12 10 0 CVPG 0,763 0,073 29% 0,541 0,985 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 0,481 0,19 39 7 0 CVPG 0,481 0,18 29% 0,341 0,621 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 0,66 0,054 8,2 167 0 CVPG 0,66 0,01 29% 0,468 0,852 167
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

0,621 0,042 6,7 44 0 CVPG 0,621 0,015 29% 0,44 0,802 44

Other 12 0 0
1x 1/12, 1x 1/214, 1x 2/26, 4x 2/66, 2x 2/134, 1x 2/214, 1x 3/164, 1x 4/98

Sample B 0,334 0,051 15 240 228 222 97
(1) RIA (IRMA); (36) Immunotech 0,429 0,084 20 10 0 CVPG 0,429 0,065 29% 0,304 0,554 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 0,227 0,079 35 7 0 CVPG 0,227 0,076 29% 0,161 0,293 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 0,348 0,032 9,3 167 0 CVPG 0,348 0,006 29% 0,247 0,449 167
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

0,263 0,037 14 44 0 CVPG 0,263 0,014 29% 0,186 0,34 44

Other 12 0 0
1x 1/12, 1x 1/214, 1x 2/26, 4x 2/66, 2x 2/134, 1x 2/214, 1x 3/164, 1x 4/98

(307) DHEA-S [µmol/L] 460 447 434 97
Sample A 8,09 0,95 12 460 447 441 99
(1) RIA (IRMA); (36) Immunotech 8,53 0,87 10 5 0 CVPG 8,53 2,5 21% 6,73 10,4 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 8,11 0,44 5,5 68 0 CVPG 8,11 0,13 21% 6,4 9,82 68
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

7,59 0,71 9,4 37 0 CVPG 7,59 0,29 21% 5,99 9,19 37

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

7,42 0,54 7,2 46 0 CVPG 7,42 0,19 21% 5,86 8,98 46

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 8,69 0,59 6,8 212 0 CVPG 8,69 0,099 21% 6,86 10,6 212
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

7 0,5 7,2 43 0 CVPG 7 0,19 21% 5,53 8,47 43

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 6,93 0,76 11 23 0 CVPG 6,93 0,39 21% 5,47 8,39 23
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 6,63 0,54 8,2 13 0 CVPG 6,63 0,37 21% 5,23 8,03 13
Other 13 0 0

1x 2/26, 1x 2/66, 2x 2/134, 2x 3/25, 2x 4/25, 4x 4/73, 1x 6/60
Sample B 3,84 0,54 14 460 447 438 98
(1) RIA (IRMA); (36) Immunotech 4,39 0,78 18 5 0 CVPG 4,39 2,2 21% 3,46 5,32 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 3,73 0,22 6 68 0 CVPG 3,73 0,066 21% 2,94 4,52 68
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

3,63 0,37 10 37 0 CVPG 3,63 0,15 21% 2,86 4,4 37

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

3,38 0,3 8,8 46 0 CVPG 3,38 0,11 21% 2,67 4,09 46

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 4,21 0,27 6,5 212 0 CVPG 4,21 0,046 21% 3,32 5,1 212
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SEKK Summary statistics - quantitative results
EQA round: E14/25 - Hormones 1 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

3,22 0,2 6,1 43 0 CVPG 3,22 0,073 21% 2,54 3,9 43

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 3,26 0,2 6,1 23 0 CVPG 3,26 0,1 21% 2,57 3,95 23
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 3,11 0,25 8 13 0 CVPG 3,11 0,17 21% 2,45 3,77 13
Other 13 0 0

1x 2/26, 1x 2/66, 2x 2/134, 2x 3/25, 2x 4/25, 4x 4/73, 1x 6/60
(302) 17-beta-estradiol [pmol/L] 720 711 698 98
Sample A 523 47 9 720 711 704 99
(1) RIA (IRMA); (36) Immunotech 442 30 6,8 7 0 CVPG 442 29 22% 344 540 7
(2) EIA (ELISA); (66) DRG 617 4,1 0,66 31 0 CVPG 617 1,8 22% 481 753 31
(3) FIA (FEIA, TRACE); (15) bioMérieux 435 38 8,8 16 0 CVPG 435 23 22% 339 531 16
(3) FIA (FEIA, TRACE); (25) TOSOH 390 37 9,5 8 0 CVPG 390 28 22% 304 476 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 491 38 7,8 115 0 CVPG 491 8,7 22% 382 600 115
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

560 33 5,8 64 0 CVPG 560 10 22% 436 684 64

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

484 38 7,8 44 0 CVPG 484 14 22% 377 591 44

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 529 28 5,3 305 0 CVPG 529 3,9 22% 412 646 305
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

547 28 5,2 79 0 CVPG 547 7,8 22% 426 668 79

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 468 21 4,4 24 0 CVPG 468 10 22% 365 571 24
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 521 24 4,5 18 0 CVPG 521 14 22% 406 636 18
Other 9 0 0

1x 2/15, 1x 3/164, 3x 4/25, 3x 4/73, 1x 6/60
Sample B 404 37 9,2 720 711 701 99
(1) RIA (IRMA); (36) Immunotech 325 25 7,6 7 0 CVPG 325 24 22% 253 397 7
(2) EIA (ELISA); (66) DRG 455 8,1 1,8 31 0 CVPG 455 3,6 22% 354 556 31
(3) FIA (FEIA, TRACE); (15) bioMérieux 349 28 8 16 0 CVPG 349 17 22% 272 426 16
(3) FIA (FEIA, TRACE); (25) TOSOH 288 24 8,3 8 0 CVPG 288 18 22% 224 352 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 384 36 9,3 115 0 CVPG 384 8,2 22% 299 469 115
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

430 27 6,2 64 0 CVPG 430 8,2 22% 335 525 64

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

364 47 13 44 0 CVPG 364 17 22% 283 445 44

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 411 24 5,8 305 0 CVPG 411 3,3 22% 320 502 305
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

418 26 6,2 79 0 CVPG 418 7,2 22% 326 510 79

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 359 15 4 24 0 CVPG 359 7,3 22% 280 438 24
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 400 18 4,4 18 0 CVPG 400 10 22% 312 488 18
Other 9 0 0

1x 2/15, 1x 3/164, 3x 4/25, 3x 4/73, 1x 6/60
(200) Ferritin [µg/L] 938 912 900 99
Sample A 149 28 19 938 912 904 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 109 12 11 19 0 CVPG 109 6,9 24% 82,8 136 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 171 16 9,3 155 0 CVPG 171 3,1 24% 129 213 155
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

99,4 12 12 57 0 CVPG 99,4 4 24% 75,5 124 57

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

126 12 9,5 25 0 CVPG 126 5,9 24% 95,7 157 25

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

88,3 2,7 3,1 7 0 CVPG 88,3 2,7 24% 67,1 110 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 163 13 8 330 0 CVPG 163 1,8 24% 123 203 330
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 149 8,9 6 6 0 CVPG 149 12 24% 113 185 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

111 9,4 8,4 82 0 CVPG 111 2,5 24% 84,3 138 82

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 161 15 9,4 11 0 CVPG 161 11 24% 122 200 11
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 118 11 9,4 24 0 CVPG 118 5,5 24% 89,6 147 24
(6) IMT, IMN; (1) Abbott 118 11 8,9 6 0 CVPG 118 15 24% 89,6 147 6
(6) IMT, IMN; (58) Beckman Coulter (AU) 139 7,3 5,2 23 0 CVPG 139 3,7 24% 105 173 23
(6) IMT, IMN; (60) Roche 155 11 7 161 0 CVPG 155 2,1 24% 117 193 161
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 103 15 14 6 0 CVPG 103 20 24% 78,2 128 6
Other 26 0 0

2x 1/36, 1x 1/149, 1x 2/29, 1x 2/60, 1x 2/66, 1x 2/149, 4x 3/25, 1x 3/164,
1x 3/200, 3x 4/25, 1x 4/58, 4x 4/149, 1x 6/5, 1x 6/46, 2x 6/162...

Sample B 173 32 19 938 912 906 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 124 15 12 19 0 CVPG 124 8,5 24% 94,2 154 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 199 18 9,1 155 0 CVPG 199 3,6 24% 151 247 155
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

116 11 9,7 57 0 CVPG 116 3,7 24% 88,1 144 57

Created: 16.10.2025 15:40, Ing. Marek Budina, budina@sekk.cz Summary statistics - quantitative results, page 2 of 7



SEKK Summary statistics - quantitative results
EQA round: E14/25 - Hormones 1 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

146 11 7,8 25 0 CVPG 146 5,5 24% 110 182 25

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

101 9,6 9,6 7 0 CVPG 101 9,4 24% 76,7 126 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 188 15 8,2 330 0 CVPG 188 2,1 24% 142 234 330
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 172 14 8,2 6 0 CVPG 172 20 24% 130 214 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

130 9,6 7,4 82 0 CVPG 130 2,6 24% 98,8 162 82

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 189 8,8 4,6 11 0 CVPG 189 6,5 24% 143 235 11
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 137 12 8,7 24 0 CVPG 137 6 24% 104 170 24
(6) IMT, IMN; (1) Abbott 138 13 9,7 6 0 CVPG 138 19 24% 104 172 6
(6) IMT, IMN; (58) Beckman Coulter (AU) 165 5,7 3,5 23 0 CVPG 165 2,9 24% 125 205 23
(6) IMT, IMN; (60) Roche 180 11 6,1 161 0 CVPG 180 2,1 24% 136 224 161
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 130 10 8 6 0 CVPG 130 14 24% 98,8 162 6
Other 26 0 0

2x 1/36, 1x 1/149, 1x 2/29, 1x 2/60, 1x 2/66, 1x 2/149, 4x 3/25, 1x 3/164,
1x 3/200, 3x 4/25, 1x 4/58, 4x 4/149, 1x 6/5, 1x 6/46, 2x 6/162...

(301) Cortisol [nmol/L] 633 621 602 97
Sample A 239 21 8,8 633 621 609 98
(1) RIA (IRMA); (36) Immunotech 275 6,7 2,4 5 0 CVPG 275 19 16% 231 319 5
(2) EIA (ELISA); (66) DRG 331 0 0 5 0 CVPG 331 16% 278 384 5
(3) FIA (FEIA, TRACE); (15) bioMérieux 224 43 19 8 0 CVPG 224 33 16% 188 260 8
(3) FIA (FEIA, TRACE); (25) TOSOH 275 5 1,8 5 0 CVPG 275 14 16% 231 319 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 219 12 5,3 101 0 CVPG 219 2,8 16% 183 255 101
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

217 19 8,6 49 0 CVPG 217 6,6 16% 182 252 49

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

231 23 9,8 51 0 CVPG 231 7,7 16% 194 268 51

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 247 9,8 4 292 0 CVPG 247 1,4 16% 207 287 292
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

251 17 6,9 69 0 CVPG 251 5,1 16% 210 292 69

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 184 13 6,8 18 0 CVPG 184 7,2 16% 154 214 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 259 20 7,7 18 0 CVPG 259 11 16% 217 301 18
Other 12 0 0

1x 2/26, 1x 2/134, 1x 2/214, 1x 3/164, 1x 4/40, 4x 4/73, 3x 4/183
Sample B 646 58 8,9 633 621 612 99
(1) RIA (IRMA); (36) Immunotech 708 4,4 0,63 5 0 CVPG 708 13 16% 594 822 5
(2) EIA (ELISA); (66) DRG 828 0 0 5 0 CVPG 828 16% 695 961 5
(3) FIA (FEIA, TRACE); (15) bioMérieux 609 55 9,1 8 0 CVPG 609 42 16% 511 707 8
(3) FIA (FEIA, TRACE); (25) TOSOH 739 46 6,2 5 0 CVPG 739 130 16% 620 858 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 578 26 4,5 101 0 CVPG 578 6,4 16% 485 671 101
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

618 36 5,8 49 0 CVPG 618 12 16% 519 717 49

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

590 44 7,4 51 0 CVPG 590 15 16% 495 685 51

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 666 29 4,3 292 0 CVPG 666 4,1 16% 559 773 292
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

661 57 8,6 69 0 CVPG 661 17 16% 555 767 69

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 722 43 5,9 18 0 CVPG 722 25 16% 606 838 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 695 67 9,6 18 0 CVPG 695 39 16% 583 807 18
Other 12 0 0

1x 2/26, 1x 2/134, 1x 2/214, 1x 3/164, 1x 4/40, 4x 4/73, 3x 4/183
(304) Progesterone [nmol/L] 660 650 640 98
Sample A 48,2 7,2 15 660 650 641 99
(2) EIA (ELISA); (66) DRG 37,1 0,69 1,9 31 0 CVPG 37,1 0,31 20% 29,6 44,6 31
(3) FIA (FEIA, TRACE); (15) bioMérieux 49 2,4 5 13 0 CVPG 49 1,6 20% 39,2 58,8 13
(3) FIA (FEIA, TRACE); (25) TOSOH 58,1 4,8 8,3 6 0 CVPG 58,1 6,7 20% 46,4 69,8 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 48,7 2,6 5,4 114 0 CVPG 48,7 0,61 20% 38,9 58,5 114
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

43,2 2,8 6,5 60 0 CVPG 43,2 0,88 20% 34,5 51,9 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

39,9 2,9 7,3 50 0 CVPG 39,9 1 20% 31,9 47,9 50

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 53,7 2,4 4,4 264 0 CVPG 53,7 0,36 20% 42,9 64,5 264
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

41 2,7 6,5 75 0 CVPG 41 0,75 20% 32,8 49,2 75

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 52,1 3,3 6,4 17 0 CVPG 52,1 2 20% 41,6 62,6 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 39,5 2,6 6,5 20 0 CVPG 39,5 1,4 20% 31,6 47,4 20
Other 10 0 0

2x 1/36, 1x 2/15, 1x 2/26, 1x 2/32, 1x 3/164, 1x 4/25, 3x 4/73
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Sample B 57,7 8,3 14 660 650 644 99
(2) EIA (ELISA); (66) DRG 44,5 0,45 1 31 0 CVPG 44,5 0,2 20% 35,6 53,4 31
(3) FIA (FEIA, TRACE); (15) bioMérieux 66,2 5,3 8 13 0 CVPG 66,2 3,6 20% 52,9 79,5 13
(3) FIA (FEIA, TRACE); (25) TOSOH 65,4 3,2 4,8 6 0 CVPG 65,4 4,4 20% 52,3 78,5 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 58,3 3,4 5,9 114 0 CVPG 58,3 0,79 20% 46,6 70 114
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

50,5 3,4 6,8 60 0 CVPG 50,5 1,1 20% 40,4 60,6 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

45,5 3 6,6 50 0 CVPG 45,5 1 20% 36,4 54,6 50

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 64,1 2,8 4,4 264 0 CVPG 64,1 0,42 20% 51,2 77 264
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

51,7 2,9 5,6 75 0 CVPG 51,7 0,81 20% 41,3 62,1 75

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 57,9 4,8 8,3 17 0 CVPG 57,9 2,8 20% 46,3 69,5 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 50,8 2,2 4,4 20 0 CVPG 50,8 1,2 20% 40,6 61 20
Other 10 0 0

2x 1/36, 1x 2/15, 1x 2/26, 1x 2/32, 1x 3/164, 1x 4/25, 3x 4/73
(121) Total T3 [nmol/L] 144 125 120 96
Sample A 1,64 0,3 18 144 125 123 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 1,34 0,065 4,8 28 0 CVPG 1,34 0,03 ±0,285 1,05 1,63 28
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

1,51 0,15 9,8 9 0 CVPG 1,51 0,18 19% 1,22 1,8 9

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

1,14 0,039 3,4 7 0 CVPG 1,14 0,037 ±0,285 0,855 1,43 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 1,84 0,1 5,5 55 0 CVPG 1,84 0,034 19% 1,49 2,19 55
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

1,74 0,19 11 21 0 CVPG 1,74 0,1 19% 1,4 2,08 21

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 1,67 0,096 5,8 5 0 CVPG 1,67 0,27 19% 1,35 1,99 5
Other 19 0 0

3x 1/36, 1x 2/26, 1x 3/15, 4x 3/25, 1x 3/60, 4x 4/40, 2x 4/73, 3x 4/164
Sample B 1,85 0,35 19 144 125 121 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 1,51 0,059 3,9 28 0 CVPG 1,51 0,027 19% 1,22 1,8 28
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

1,69 0,16 9,4 9 0 CVPG 1,69 0,2 19% 1,36 2,02 9

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

1,31 0,096 7,4 7 0 CVPG 1,31 0,094 ±0,285 1,02 1,6 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 2,08 0,12 6 55 0 CVPG 2,08 0,041 19% 1,68 2,48 55
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

1,99 0,28 14 21 0 CVPG 1,99 0,15 19% 1,61 2,37 21

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 1,93 0,21 11 5 0 CVPG 1,93 0,59 19% 1,56 2,3 5
Other 19 0 0

3x 1/36, 1x 2/26, 1x 3/15, 4x 3/25, 1x 3/60, 4x 4/40, 2x 4/73, 3x 4/164
(125) Free T3 [pmol/L] 1285 1267 1229 97
Sample A 4,66 0,4 8,6 1285 1267 1237 98
(1) RIA (IRMA); (36) Immunotech 4,17 0,33 8 23 0 CVPG 4,17 0,17 15% 3,54 4,8 23
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 5,23 0,49 9,4 7 0 CVPG 5,23 0,48 15% 4,44 6,02 7
(3) FIA (FEIA, TRACE); (15) bioMérieux 3,94 0,4 10 25 0 CVPG 3,94 0,2 ±0,6 3,34 4,54 25
(3) FIA (FEIA, TRACE); (25) TOSOH 4,49 0,46 10 12 0 CVPG 4,49 0,33 15% 3,81 5,17 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 4,25 0,22 5,1 205 0 CVPG 4,25 0,037 15% 3,61 4,89 205
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

4,34 0,33 7,7 90 0 CVPG 4,34 0,086 15% 3,68 5 90

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

5,9 0,72 12 25 0 CVPG 5,9 0,35 15% 5,01 6,79 25

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

5,09 0,62 12 10 0 CVPG 5,09 0,48 15% 4,32 5,86 10

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 4,79 0,24 4,9 655 0 CVPG 4,79 0,023 15% 4,07 5,51 655
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 4,11 0,4 9,7 5 0 CVPG 4,11 1,1 15% 3,49 4,73 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

3,88 0,24 6,2 23 0 CVPG 3,88 0,12 ±0,6 3,28 4,48 23

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

4,99 0,2 4 120 0 CVPG 4,99 0,045 15% 4,24 5,74 120

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 4,5 0,23 5,2 38 0 CVPG 4,5 0,093 15% 3,82 5,18 38
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 4,78 0,25 5,2 29 0 CVPG 4,78 0,11 15% 4,06 5,5 29
Other 18 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/26, 3x 4/25, 1x 4/58, 1x 4/999, 4x 6/60
Sample B 5,25 0,45 8,6 1285 1267 1248 99
(1) RIA (IRMA); (36) Immunotech 4,65 0,37 7,9 23 0 CVPG 4,65 0,19 15% 3,95 5,35 23
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 6,04 0,25 4,2 7 0 CVPG 6,04 0,25 15% 5,13 6,95 7
(3) FIA (FEIA, TRACE); (15) bioMérieux 4,61 0,39 8,4 25 0 CVPG 4,61 0,19 15% 3,91 5,31 25
(3) FIA (FEIA, TRACE); (25) TOSOH 5,06 0,53 11 12 0 CVPG 5,06 0,38 15% 4,3 5,82 12
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SEKK Summary statistics - quantitative results
EQA round: E14/25 - Hormones 1 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 4,78 0,22 4,7 205 0 CVPG 4,78 0,038 15% 4,06 5,5 205
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

4,8 0,34 7 90 0 CVPG 4,8 0,087 15% 4,08 5,52 90

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

6,25 0,64 10 25 0 CVPG 6,25 0,31 15% 5,31 7,19 25

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

5,83 0,59 10 10 0 CVPG 5,83 0,45 15% 4,95 6,71 10

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 5,43 0,25 4,5 655 0 CVPG 5,43 0,023 15% 4,61 6,25 655
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 4,65 0,39 8,5 5 0 CVPG 4,65 1,1 15% 3,95 5,35 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

4,53 0,27 5,9 23 0 CVPG 4,53 0,14 15% 3,85 5,21 23

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

5,55 0,21 3,8 120 0 CVPG 5,55 0,048 15% 4,71 6,39 120

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 4,93 0,29 5,9 38 0 CVPG 4,93 0,11 15% 4,19 5,67 38
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 5,34 0,24 4,5 29 0 CVPG 5,34 0,11 15% 4,53 6,15 29
Other 18 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/26, 3x 4/25, 1x 4/58, 1x 4/999, 4x 6/60
(122) Total T4 [nmol/L] 128 108 106 98
Sample A 85,9 5,8 6,7 128 108 107 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 87,3 4,1 4,7 29 0 CVPG 87,3 1,8 17% 72,4 103 29
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

88,9 12 14 7 0 CVPG 88,9 12 17% 73,7 105 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

82,6 3,8 4,6 8 0 CVPG 82,6 2,9 17% 68,5 96,7 8

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 85,6 5,1 5,9 47 0 CVPG 85,6 1,8 17% 71 101 47
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

87,6 6,5 7,4 17 0 CVPG 87,6 3,9 17% 72,7 103 17

Other 20 0 0
1x 1/36, 1x 2/26, 1x 2/58, 1x 3/15, 3x 3/25, 4x 4/40, 2x 4/73, 3x 4/164,
4x 4/179

Sample B 85,9 5,5 6,4 128 108 107 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 86,9 4 4,6 29 0 CVPG 86,9 1,8 17% 72,1 102 29
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

86,6 9,5 11 7 0 CVPG 86,6 9,2 17% 71,8 102 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

86,2 4,4 5,1 8 0 CVPG 86,2 3,3 17% 71,5 101 8

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 86,3 5,6 6,5 47 0 CVPG 86,3 2 17% 71,6 101 47
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

86 5 5,8 17 0 CVPG 86 2,9 17% 71,3 101 17

Other 20 0 0
1x 1/36, 1x 2/26, 1x 2/58, 1x 3/15, 3x 3/25, 4x 4/40, 2x 4/73, 3x 4/164,
4x 4/179

(124) Free T4 [pmol/L] 1427 1407 1375 98
Sample A 15,8 1,8 11 1427 1407 1384 98
(1) RIA (IRMA); (36) Immunotech 14 1,1 8,1 25 0 CVPG 14 0,56 13% 12,1 15,9 25
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 15,4 0,96 6,3 7 0 CVPG 15,4 0,94 13% 13,3 17,5 7
(3) FIA (FEIA, TRACE); (15) bioMérieux 17,5 0,86 4,9 23 0 CVPG 17,5 0,44 13% 15,2 19,8 23
(3) FIA (FEIA, TRACE); (25) TOSOH 14,4 0,88 6,1 15 0 CVPG 14,4 0,56 13% 12,5 16,3 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,6 0,56 4,1 230 0 CVPG 13,6 0,09 13% 11,8 15,4 230
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

13 0,85 6,6 99 0 CVPG 13 0,21 13% 11,3 14,7 99

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

17,8 1 5,7 57 0 CVPG 17,8 0,33 13% 15,4 20,2 57

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

18,7 0,91 4,9 12 0 CVPG 18,7 0,65 13% 16,2 21,2 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 16,8 0,55 3,3 709 0 CVPG 16,8 0,051 13% 14,6 19 709
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 16,1 1,2 7,7 6 0 CVPG 16,1 1,7 13% 14 18,2 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

13,9 0,86 6,2 31 0 CVPG 13,9 0,38 13% 12 15,8 31

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

15,2 0,69 4,5 125 0 CVPG 15,2 0,15 13% 13,2 17,2 125

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 16,1 0,82 5,1 36 0 CVPG 16,1 0,34 13% 14 18,2 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 15,4 0,79 5,1 27 0 CVPG 15,4 0,37 13% 13,3 17,5 27
(6) IMT, IMN; (60) Roche 16,4 0,57 3,5 5 0 CVPG 16,4 1,6 13% 14,2 18,6 5
Other 20 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/25, 2x 2/26, 2x 2/32, 1x 2/66, 1x 3/164,
3x 4/25, 1x 4/58, 1x 4/999

Sample B 15,8 1,8 11 1427 1407 1386 99
(1) RIA (IRMA); (36) Immunotech 14 1,3 9,3 25 0 CVPG 14 0,64 13% 12,1 15,9 25
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 15,4 1,2 7,7 7 0 CVPG 15,4 1,2 13% 13,3 17,5 7

Created: 16.10.2025 15:40, Ing. Marek Budina, budina@sekk.cz Summary statistics - quantitative results, page 5 of 7



SEKK Summary statistics - quantitative results
EQA round: E14/25 - Hormones 1 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(3) FIA (FEIA, TRACE); (15) bioMérieux 17,4 0,95 5,5 23 0 CVPG 17,4 0,49 13% 15,1 19,7 23
(3) FIA (FEIA, TRACE); (25) TOSOH 14,4 0,82 5,7 15 0 CVPG 14,4 0,52 13% 12,5 16,3 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,6 0,56 4,1 230 0 CVPG 13,6 0,09 13% 11,8 15,4 230
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

13 0,95 7,3 99 0 CVPG 13 0,23 13% 11,3 14,7 99

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

17,8 0,99 5,6 57 0 CVPG 17,8 0,32 13% 15,4 20,2 57

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

18,9 1,3 6,7 12 0 CVPG 18,9 0,9 13% 16,4 21,4 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 16,8 0,56 3,3 709 0 CVPG 16,8 0,051 13% 14,6 19 709
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 16,4 1,3 8,2 6 0 CVPG 16,4 1,9 13% 14,2 18,6 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

13,8 0,84 6 31 0 CVPG 13,8 0,37 13% 12 15,6 31

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

15,2 0,75 4,9 125 0 CVPG 15,2 0,16 13% 13,2 17,2 125

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 16 0,91 5,7 36 0 CVPG 16 0,37 13% 13,9 18,1 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 15,5 0,67 4,3 27 0 CVPG 15,5 0,31 13% 13,4 17,6 27
(6) IMT, IMN; (60) Roche 16,5 0,76 4,6 5 0 CVPG 16,5 2,2 13% 14,3 18,7 5
Other 20 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/25, 2x 2/26, 2x 2/32, 1x 2/66, 1x 3/164,
3x 4/25, 1x 4/58, 1x 4/999

(305) Testosterone [nmol/L] 542 524 489 93
Sample A 2,95 0,51 17 542 524 501 96
(1) RIA (IRMA); (36) Immunotech 3,64 0,26 7,1 5 0 CVPG 3,64 0,73 22% 2,83 4,45 5
(2) EIA (ELISA); (66) DRG 3,13 0,049 1,6 29 0 CVPG 3,13 0,022 22% 2,44 3,82 29
(3) FIA (FEIA, TRACE); (15) bioMérieux 2,58 0,26 10 34 0 CVPG 2,58 0,11 22% 2,01 3,15 34
(3) FIA (FEIA, TRACE); (25) TOSOH 2,51 0,39 15 27 0 CVPG 2,51 0,18 22% 1,95 3,07 27
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 3,24 0,26 8,2 34 0 CVPG 3,24 0,11 22% 2,52 3,96 34
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

3,4 0,27 7,8 75 0 CVPG 3,4 0,075 22% 2,65 4,15 75

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

3,59 0,49 14 60 0 CVPG 3,59 0,16 22% 2,8 4,38 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 2,92 0,18 6,1 135 0 CVPG 2,92 0,037 22% 2,27 3,57 135
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

2,45 0,15 6,2 84 0 CVPG 2,45 0,04 22% 1,91 2,99 84

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 1,93 0,29 15 19 0 CVPG 1,93 0,16 22% 1,5 2,36 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 2,72 0,23 8,4 22 0 CVPG 2,72 0,12 22% 2,12 3,32 22
Other 18 0 0

1x 2/25, 1x 2/26, 1x 3/57, 1x 3/164, 1x 3/200, 4x 4/25, 1x 4/40, 1x 4/58,
4x 4/73, 3x 4/183

Sample B 44,1 5,7 13 542 524 512 98
(1) RIA (IRMA); (36) Immunotech 35,5 3,3 9,2 5 0 CVPG 35,5 9,2 22% 27,6 43,4 5
(2) EIA (ELISA); (66) DRG 39,8 0,6 1,5 29 0 CVPG 39,8 0,27 22% 31 48,6 29
(3) FIA (FEIA, TRACE); (15) bioMérieux 47,9 4,5 9,5 34 0 CVPG 47,9 1,9 22% 37,3 58,5 34
(3) FIA (FEIA, TRACE); (25) TOSOH 49,1 3,1 6,4 27 0 CVPG 49,1 1,5 22% 38,2 60 27
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 35 0 0 34 0 CVPG 35 22% 27,3 42,7 34
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

39,6 3,6 9,2 75 0 CVPG 39,6 1 22% 30,8 48,4 75

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

43,3 4 9,3 60 0 CVPG 43,3 1,3 22% 33,7 52,9 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 47,9 2,1 4,4 135 0 CVPG 47,9 0,44 22% 37,3 58,5 135
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

45 4,2 9,4 84 0 CVPG 45 1,1 22% 35,1 54,9 84

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 36,7 2,2 5,9 19 0 CVPG 36,7 1,2 22% 28,6 44,8 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 43,6 3,1 7,2 22 0 CVPG 43,6 1,6 22% 34 53,2 22
Other 18 0 0

1x 2/25, 1x 2/26, 1x 3/57, 1x 3/164, 1x 3/200, 4x 4/25, 1x 4/40, 1x 4/58,
4x 4/73, 3x 4/183

(123) TSH [mU/L] 1589 1570 1534 98
Sample A 16,6 1,7 10 1589 1570 1546 98
(1) RIA (IRMA); (36) Immunotech 13,8 0,82 5,9 22 0 CVPG 13,8 0,43 14% 11,8 15,8 22
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 20,2 0,96 4,8 8 0 CVPG 20,2 0,73 14% 17,3 23,1 8
(1) RIA (IRMA); (214) Demeditec 14,3 0,82 5,7 5 0 CVPG 14,3 2,3 14% 12,2 16,4 5
(2) EIA (ELISA); (66) DRG 11,7 0 0 17 0 CVPG 11,7 0 14% 10 13,4 17
(3) FIA (FEIA, TRACE); (15) bioMérieux 19,7 1,2 6,1 31 0 CVPG 19,7 0,53 14% 16,9 22,5 31
(3) FIA (FEIA, TRACE); (25) TOSOH 16,4 1,2 7 26 0 CVPG 16,4 0,55 14% 14,1 18,7 26
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,6 0,56 4,1 261 0 CVPG 13,6 0,086 14% 11,6 15,6 261
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

16,8 1 6,1 113 0 CVPG 16,8 0,24 14% 14,4 19,2 113

Created: 16.10.2025 15:40, Ing. Marek Budina, budina@sekk.cz Summary statistics - quantitative results, page 6 of 7



SEKK Summary statistics - quantitative results
EQA round: E14/25 - Hormones 1 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

15,9 0,83 5,2 65 0 CVPG 15,9 0,25 14% 13,6 18,2 65

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

15,8 1 6,6 12 0 CVPG 15,8 0,74 14% 13,5 18,1 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 17,4 0,72 4,1 785 0 CVPG 17,4 0,063 14% 14,9 19,9 785
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

17,9 1,6 8,7 34 0 CVPG 17,9 0,65 14% 15,3 20,5 34

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

16,7 0,66 4 127 0 CVPG 16,7 0,14 14% 14,3 19,1 127

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 21,6 0,95 4,4 31 0 CVPG 21,6 0,42 14% 18,5 24,7 31
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 16,7 0,81 4,9 33 0 CVPG 16,7 0,35 14% 14,3 19,1 33
Other 19 0 0

2x 1/12, 1x 1/24, 2x 2/32, 1x 3/164, 1x 3/200, 3x 4/25, 1x 4/58, 4x 4/73,
1x 4/999, 3x 6/60

Sample B 23,8 2,6 11 1589 1570 1547 99
(1) RIA (IRMA); (36) Immunotech 19,8 1,1 5,6 22 0 CVPG 19,8 0,58 14% 17 22,6 22
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 28,6 1,9 6,5 8 0 CVPG 28,6 1,4 14% 24,5 32,7 8
(1) RIA (IRMA); (214) Demeditec 21,3 1 4,9 5 0 CVPG 21,3 2,9 14% 18,3 24,3 5
(2) EIA (ELISA); (66) DRG 14,8 0 0 17 0 CVPG 14,8 0 14% 12,7 16,9 17
(3) FIA (FEIA, TRACE); (15) bioMérieux 28 1,4 4,9 31 0 CVPG 28 0,61 14% 24 32 31
(3) FIA (FEIA, TRACE); (25) TOSOH 23,3 2,1 9 26 0 CVPG 23,3 1 14% 20 26,6 26
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 19,4 0,84 4,3 261 0 CVPG 19,4 0,13 14% 16,6 22,2 261
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

24,1 1,4 5,8 113 0 CVPG 24,1 0,32 14% 20,7 27,5 113

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

22,4 1,2 5,3 65 0 CVPG 22,4 0,36 14% 19,2 25,6 65

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

23 1,6 6,8 12 0 CVPG 23 1,1 14% 19,7 26,3 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 24,9 1 4,2 785 0 CVPG 24,9 0,091 14% 21,4 28,4 785
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

26,2 2,3 8,7 34 0 CVPG 26,2 0,96 14% 22,5 29,9 34

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

24,1 0,91 3,8 127 0 CVPG 24,1 0,2 14% 20,7 27,5 127

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 30,8 1,1 3,5 31 0 CVPG 30,8 0,47 14% 26,4 35,2 31
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 24,2 1,1 4,5 33 0 CVPG 24,2 0,47 14% 20,8 27,6 33
Other 19 0 0

2x 1/12, 1x 1/24, 2x 2/32, 1x 3/164, 1x 3/200, 3x 4/25, 1x 4/58, 4x 4/73,
1x 4/999, 3x 6/60
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