
SEKK Summary statistics - quantitative results
EQA round: E24/25 - Hormones 2 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(393) C-peptide [pmol/L] 128 116 115 99
Sample A 332 66 20 128 116 115 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 319 15 4,6 36 0 CVPG 319 6 20% 255 383 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

205 6,5 3,2 16 0 CVPG 205 4 20% 164 246 16

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 391 25 6,4 47 0 CVPG 391 8,9 20% 312 470 47
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

312 22 7,1 17 0 CVPG 312 13 20% 249 375 17

Other 12 0 0
1x 1/36, 3x 3/25, 4x 4/29, 1x 4/73, 1x 4/140, 1x 4/164, 1x 4/179

Sample B 300 66 22 128 116 115 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 285 14 5 36 0 CVPG 285 5,8 20% 228 342 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

185 9,5 5,1 16 0 CVPG 185 5,8 20% 148 222 16

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 359 22 6,1 47 0 CVPG 359 7,8 20% 287 431 47
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

284 22 7,7 17 0 CVPG 284 13 20% 227 341 17

Other 12 0 0
1x 1/36, 3x 3/25, 4x 4/29, 1x 4/73, 1x 4/140, 1x 4/164, 1x 4/179

(193) Ferritin [µg/L] 753 732 716 98
Sample A 573 100 18 753 732 723 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 718 54 7,5 105 8 CVPG 718 13 24% 545 891 105
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

438 38 8,7 50 0 CVPG 438 13 24% 332 544 50

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

526 49 9,4 19 0 CVPG 526 28 24% 399 653 19

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 606 49 8,1 283 0 CVPG 606 7,1 24% 460 752 283
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

456 33 7,2 76 0 CVPG 456 9,2 24% 346 566 76

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 639 43 6,7 9 0 CVPG 639 53 24% 485 793 9
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 490 53 11 18 0 CVPG 490 30 24% 372 608 18
(6) IMT, IMN; (12) Beckman Coulter 361 12 3,3 5 0 CVPG 361 34 24% 274 448 5
(6) IMT, IMN; (58) Beckman Coulter (AU) 532 33 6,2 19 0 CVPG 532 19 24% 404 660 19
(6) IMT, IMN; (60) Roche 581 43 7,3 119 0 CVPG 581 9,6 24% 441 721 119
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 454 37 8,2 29 0 CVPG 454 17 24% 345 563 29
Other 21 0 0

2x 1/36, 1x 2/29, 1x 2/149, 2x 2/162, 3x 3/15, 1x 3/25, 1x 4/40, 1x 4/58,
2x 4/73, 1x 4/149, 3x 6/1, 1x 6/5, 1x 6/162, 1x 6/178

Sample B 324 63 20 753 732 721 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 398 32 8,1 105 0 CVPG 398 7,7 24% 302 494 105
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

231 21 8,9 50 0 CVPG 231 7,1 24% 175 287 50

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

283 24 8,4 19 0 CVPG 283 13 24% 215 351 19

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 354 23 6,6 283 0 CVPG 354 3,4 24% 269 439 283
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

252 17 6,6 76 0 CVPG 252 4,7 24% 191 313 76

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 363 4,4 1,2 9 0 CVPG 363 5,5 24% 275 451 9
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 269 31 12 18 0 CVPG 269 18 24% 204 334 18
(6) IMT, IMN; (12) Beckman Coulter 198 10 5,2 5 0 CVPG 198 29 24% 150 246 5
(6) IMT, IMN; (58) Beckman Coulter (AU) 288 12 4,2 19 0 CVPG 288 6,7 24% 218 358 19
(6) IMT, IMN; (60) Roche 319 21 6,7 119 0 CVPG 319 4,8 24% 242 396 119
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 243 22 8,9 29 0 CVPG 243 9,8 24% 184 302 29
Other 21 0 0

2x 1/36, 1x 2/29, 1x 2/149, 2x 2/162, 3x 3/15, 1x 3/25, 1x 4/40, 1x 4/58,
2x 4/73, 1x 4/149, 3x 6/1, 1x 6/5, 1x 6/162, 1x 6/178

(321) FSH [U/L] 760 751 722 96
Sample A 4,83 0,38 7,9 760 751 732 97
(2) EIA (ELISA); (66) DRG 6,77 0,085 1,3 29 0 CVPG 6,77 0,039 15% 5,75 7,79 29
(3) FIA (FEIA, TRACE); (15) bioMérieux 4,93 0,47 9,5 11 0 CVPG 4,93 0,35 15% 4,19 5,67 11
(3) FIA (FEIA, TRACE); (25) TOSOH 6,7 0,59 8,9 8 0 CVPG 6,7 0,45 15% 5,69 7,71 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 4,48 0,22 4,9 127 0 CVPG 4,48 0,047 15% 3,8 5,16 127
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(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

5,16 0,41 8 78 0 CVPG 5,16 0,11 15% 4,38 5,94 78

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

4,73 0,24 5,1 54 0 CVPG 4,73 0,081 15% 4,02 5,44 54

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 4,75 0,19 4,1 327 0 CVPG 4,75 0,026 15% 4,03 5,47 327
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

4,97 0,31 6,2 80 0 CVPG 4,97 0,084 15% 4,22 5,72 80

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 7,68 0,3 3,9 18 0 CVPG 7,68 0,17 15% 6,52 8,84 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 5,36 0,26 4,9 19 0 CVPG 5,36 0,15 15% 4,55 6,17 19
Other 9 0 0

3x 1/36, 1x 1/66, 1x 2/162, 2x 4/25, 2x 4/73
Sample B 57,6 4,3 7,5 760 751 735 98
(2) EIA (ELISA); (66) DRG 55,5 0,65 1,2 29 0 CVPG 55,5 0,29 15% 47,1 63,9 29
(3) FIA (FEIA, TRACE); (15) bioMérieux 65,6 4 6,1 11 0 CVPG 65,6 3 15% 55,7 75,5 11
(3) FIA (FEIA, TRACE); (25) TOSOH 72,5 7 9,7 8 0 CVPG 72,5 5,4 15% 61,6 83,4 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 56 3,3 5,9 127 0 CVPG 56 0,72 15% 47,6 64,4 127
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

60,6 4,3 7,1 78 0 CVPG 60,6 1,2 15% 51,5 69,7 78

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

59,3 4 6,7 54 0 CVPG 59,3 1,3 15% 50,4 68,2 54

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 55,6 2,5 4,5 327 0 CVPG 55,6 0,34 15% 47,2 64 327
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

60,8 3,5 5,8 80 0 CVPG 60,8 0,96 15% 51,6 70 80

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 112 7,1 6,4 18 0 CVPG 112 4,1 15% 95,2 129 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 65,8 4,2 6,4 19 0 CVPG 65,8 2,4 15% 55,9 75,7 19
Other 9 0 0

3x 1/36, 1x 1/66, 1x 2/162, 2x 4/25, 2x 4/73
(328) hGH [mU/L] 240 235 232 99
Sample A 1,73 0,45 26 240 235 235 100
(1) RIA (IRMA); (36) Immunotech 1,23 0,13 11 6 0 CVPG 1,23 0,19 ±1,54 0 2,77 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

1,21 0,15 12 12 0 CVPG 1,21 0,1 ±1,54 0 2,75 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

1,6 0,12 7,2 52 0 CVPG 1,6 0,039 ±1,54 0,06 3,14 52

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 2,22 0,11 5 85 0 CVPG 2,22 0,03 ±1,54 0,68 3,76 85
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 1,39 0,13 9,1 43 0 CVPG 1,39 0,047 ±1,54 0 2,93 43
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

1,45 0,083 5,7 37 0 CVPG 1,45 0,033 ±1,54 0 2,99 37

Other 5 0 0
1x 2/60, 1x 3/25, 3x 4/73

Sample B 14,1 1,2 8,5 240 235 232 99
(1) RIA (IRMA); (36) Immunotech 14,1 1,4 10 6 0 CVPG 14,1 2 19% 11,4 16,8 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

12,5 1 8 12 0 CVPG 12,5 0,7 19% 10,1 14,9 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

14,5 0,99 6,8 52 0 CVPG 14,5 0,34 19% 11,7 17,3 52

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 14,7 0,71 4,8 85 0 CVPG 14,7 0,19 19% 11,9 17,5 85
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 13,3 0,67 5,1 43 0 CVPG 13,3 0,25 19% 10,7 15,9 43
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

13 0,48 3,7 37 0 CVPG 13 0,19 19% 10,5 15,5 37

Other 5 0 0
1x 2/60, 1x 3/25, 3x 4/73

(329) IGF-1 [µg/L] 280 270 263 97
Sample A 239 51 21 280 270 265 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

295 14 4,6 52 0 CVPG 295 4,6 22% 230 360 52

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 190 9,8 5,2 87 0 CVPG 190 2,6 22% 148 232 87
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 275 30 11 65 0 CVPG 275 9,1 22% 214 336 65
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

227 16 7,1 66 0 CVPG 227 4,8 22% 177 277 66

Other 10 0 0
1x 1/12, 3x 1/36, 1x 2/60, 1x 4/12, 3x 4/73, 1x 6/60

Sample B 136 23 17 280 270 266 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

130 5,8 4,5 52 0 CVPG 130 2 22% 101 159 52

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 116 4,2 3,6 87 0 CVPG 116 1,1 22% 90,4 142 87
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 175 17 9,7 65 0 CVPG 175 5,2 22% 136 214 65
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

138 6 4,4 66 0 CVPG 138 1,8 22% 107 169 66
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Other 10 0 0
1x 1/12, 3x 1/36, 1x 2/60, 1x 4/12, 3x 4/73, 1x 6/60

(392) IGF-BP3 [µg/L] 165 158 156 99
Sample A 3170 470 15 165 158 156 99
(1) RIA (IRMA); (36) Immunotech 2860 430 15 5 0 CVPG 2860 1200 20% 2280 3440 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

3800 320 8,4 46 0 CVPG 3800 120 20% 3040 4560 46

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 2890 170 6 49 0 CVPG 2890 60 20% 2310 3470 49
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

3050 190 6,3 58 0 CVPG 3050 62 20% 2440 3660 58

Other 7 0 0
1x 2/66, 1x 2/134, 1x 4/12, 4x 4/73

Sample B 3370 460 14 165 158 157 99
(1) RIA (IRMA); (36) Immunotech 3230 320 10 5 0 CVPG 3230 910 20% 2580 3880 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

3970 250 6,3 46 0 CVPG 3970 90 20% 3170 4770 46

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 3060 160 5,2 49 0 CVPG 3060 55 20% 2440 3680 49
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

3250 210 6,5 58 0 CVPG 3250 68 20% 2600 3900 58

Other 7 0 0
1x 2/66, 1x 2/134, 1x 4/12, 4x 4/73

(325) Insulin [mU/L] 337 324 317 98
Sample A 23,9 4 17 337 324 319 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 16,6 0,49 3 43 0 CVPG 16,6 0,18 20% 13,2 20 43
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

20 1,2 5,9 28 0 CVPG 20 0,55 20% 16 24 28

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

14,8 1,9 13 14 0 CVPG 14,8 1,2 20% 11,8 17,8 14

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 25,6 1,2 4,9 169 0 CVPG 25,6 0,24 20% 20,4 30,8 169
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

23,5 0,92 3,9 31 0 CVPG 23,5 0,4 20% 18,8 28,2 31

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 29,7 1,2 4,2 30 0 CVPG 29,7 0,55 20% 23,7 35,7 30
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 24,3 1,3 5,5 9 0 CVPG 24,3 1,6 20% 19,4 29,2 9
Other 13 0 0

4x 1/36, 1x 2/26, 2x 2/66, 1x 2/162, 1x 3/25, 1x 4/25, 2x 4/73, 1x 4/140
Sample B 85,2 13 15 337 324 321 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 61,6 2,2 3,5 43 0 CVPG 61,6 0,81 20% 49,2 74 43
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

74,9 3,7 4,9 28 0 CVPG 74,9 1,7 20% 59,9 89,9 28

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

32,8 5,9 18 14 0 CVPG 32,8 3,8 20% 26,2 39,4 14

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 89,9 4,3 4,7 169 0 CVPG 89,9 0,8 20% 71,9 108 169
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

85,5 2,4 2,8 31 0 CVPG 85,5 1 20% 68,4 103 31

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 107 4,8 4,5 30 0 CVPG 107 2,2 20% 85,6 129 30
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 85,8 4,8 5,6 9 0 CVPG 85,8 5,9 20% 68,6 103 9
Other 13 0 0

4x 1/36, 1x 2/26, 2x 2/66, 1x 2/162, 1x 3/25, 1x 4/25, 2x 4/73, 1x 4/140
(326) Folate [nmol/L] 760 748 658 88
Sample A 22,3 6,8 30 760 748 725 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 30,6 3,3 11 136 0 CVPG 30,6 0,69 27% 22,3 38,9 136
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

26,2 1,7 6,4 68 0 CVPG 26,2 0,5 27% 19,1 33,3 68

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

21,2 1,2 5,8 12 0 CVPG 21,2 0,87 27% 15,4 27 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 17,9 1,6 9,2 427 0 CVPG 17,9 0,19 27% 13 22,8 427
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

13,5 0,86 6,4 8 0 CVPG 13,5 0,65 27% 9,85 17,2 8

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

29,8 2,9 9,6 81 0 CVPG 29,8 0,78 27% 21,7 37,9 81

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 30,1 4,1 14 16 0 CVPG 30,1 2,5 27% 21,9 38,3 16
Other 12 0 0

1x 2/60, 2x 4/25, 1x 4/40, 3x 4/73, 3x 4/164, 2x 6/60
Sample B 5,92 2 34 760 748 666 89
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 8,38 1,1 13 136 0 CVPG 8,38 0,23 27% 6,11 10,7 136
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

7,46 0,54 7,2 68 0 CVPG 7,46 0,16 27% 5,44 9,48 68

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

5,78 0,63 11 12 0 CVPG 5,78 0,45 27% 4,21 7,35 12

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 4,63 0,89 19 427 0 CVPG 4,63 0,11 ±1,35 3,28 5,98 427
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(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

3,52 0,84 24 8 0 CVPG 3,52 0,64 ±1,35 2,17 4,87 8

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

7,62 0,71 9,3 81 0 CVPG 7,62 0,19 27% 5,56 9,68 81

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 7,37 1 14 16 0 CVPG 7,37 0,62 27% 5,38 9,36 16
Other 12 0 0

1x 2/60, 2x 4/25, 1x 4/40, 3x 4/73, 3x 4/164, 2x 6/60
(320) LH [U/L] 671 659 634 96
Sample A 51,6 7,5 15 671 659 642 97
(3) FIA (FEIA, TRACE); (15) bioMérieux 51,2 4,8 9,3 11 0 CVPG 51,2 3,5 15% 43,5 58,9 11
(3) FIA (FEIA, TRACE); (25) TOSOH 50,1 2,6 5,2 7 0 CVPG 50,1 2,5 15% 42,5 57,7 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 43,6 1,9 4,4 119 0 CVPG 43,6 0,43 15% 37 50,2 119
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

40,5 2,8 6,9 72 0 CVPG 40,5 0,81 15% 34,4 46,6 72

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

82,1 4 4,8 34 0 CVPG 82,1 1,7 15% 69,7 94,5 34

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 54,5 2,8 5,1 308 0 CVPG 54,5 0,39 15% 46,3 62,7 308
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

53,8 2,3 4,2 71 0 CVPG 53,8 0,66 15% 45,7 61,9 71

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 75,1 6,2 8,2 17 0 CVPG 75,1 3,7 15% 63,8 86,4 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 50,4 3,5 7 20 0 CVPG 50,4 1,9 15% 42,8 58 20
Other 12 0 0

1x 1/12, 3x 1/36, 1x 1/66, 1x 2/26, 1x 2/66, 1x 2/162, 2x 4/25, 2x 4/73
Sample B 26,4 4,3 16 671 659 640 97
(3) FIA (FEIA, TRACE); (15) bioMérieux 22,1 1,2 5,6 11 0 CVPG 22,1 0,92 15% 18,7 25,5 11
(3) FIA (FEIA, TRACE); (25) TOSOH 23 1,9 8,1 7 0 CVPG 23 1,8 15% 19,5 26,5 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 20,1 0,82 4,1 119 0 CVPG 20,1 0,18 15% 17 23,2 119
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

23,7 1,5 6,4 72 0 CVPG 23,7 0,44 15% 20,1 27,3 72

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

32,4 1,5 4,6 34 0 CVPG 32,4 0,63 15% 27,5 37,3 34

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 28,6 1,4 4,9 308 0 CVPG 28,6 0,2 15% 24,3 32,9 308
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

26,7 1,2 4,5 71 0 CVPG 26,7 0,35 15% 22,6 30,8 71

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 30,2 2,2 7,3 17 0 CVPG 30,2 1,3 15% 25,6 34,8 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 24,9 1,6 6,5 20 0 CVPG 24,9 0,88 15% 21,1 28,7 20
Other 12 0 0

1x 1/12, 3x 1/36, 1x 1/66, 1x 2/26, 1x 2/66, 1x 2/162, 2x 4/25, 2x 4/73
(407) Parathyrin biointact (PTH
1-84)

[pmol/L] 85 83 82 99

Sample A 21,2 1,7 8,2 85 83 82 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 21,7 1,5 7,1 52 0 CVPG 21,7 0,53 23% 16,7 26,7 52
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 20,4 1,7 8,3 31 0 CVPG 20,4 0,75 23% 15,7 25,1 31
Other 2 0 0

1x 3/15, 1x 4/12
Sample B 11,8 1,7 15 85 83 83 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 12,8 0,95 7,5 52 0 CVPG 12,8 0,32 23% 9,85 15,8 52
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 10,1 1,1 10 31 0 CVPG 10,1 0,46 23% 7,77 12,5 31
Other 2 0 0

1x 3/15, 1x 4/12
(405) Parathyrin intact (PTH) [pmol/L] 615 600 588 98
Sample A 28,9 5,8 20 615 600 590 98
(2) EIA (ELISA); (87) Euroimmun 19,6 5,1 26 7 0 CVPG 19,6 4,9 23% 15 24,2 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 37 2,4 6,6 87 0 CVPG 37 0,64 23% 28,4 45,6 87
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

31,2 3 9,7 40 0 CVPG 31,2 1,2 23% 24 38,4 40

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

43,3 3,8 8,9 16 0 CVPG 43,3 2,4 23% 33,3 53,3 16

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 25,4 1,3 4,9 352 0 CVPG 25,4 0,16 23% 19,5 31,3 352
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

32,5 2,1 6,5 61 0 CVPG 32,5 0,67 23% 25 40 61

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 55,2 4,6 8,4 19 0 CVPG 55,2 2,6 23% 42,5 67,9 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 32,4 2,2 6,7 10 0 CVPG 32,4 1,7 23% 24,9 39,9 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

28,1 0,47 1,7 8 0 CVPG 28,1 0,36 23% 21,6 34,6 8

Other 15 0 0
3x 1/36, 2x 1/47, 1x 2/66, 1x 2/134, 1x 2/162, 1x 3/25, 1x 4/25, 1x 4/40,
4x 4/73

Sample B 15,8 3 19 615 600 591 99
(2) EIA (ELISA); (87) Euroimmun 11,3 3 26 7 0 CVPG 11,3 2,9 23% 8,7 13,9 7
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SEKK Summary statistics - quantitative results
EQA round: E24/25 - Hormones 2 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 20,8 1,5 7,3 87 0 CVPG 20,8 0,4 23% 16 25,6 87
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

17,3 1,4 7,8 40 0 CVPG 17,3 0,52 23% 13,3 21,3 40

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

22,4 2,5 11 16 0 CVPG 22,4 1,6 23% 17,2 27,6 16

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 14 0,73 5,2 352 0 CVPG 14 0,095 23% 10,7 17,3 352
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

17,2 1,3 7,6 61 0 CVPG 17,2 0,41 23% 13,2 21,2 61

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 24,9 2,5 10 19 0 CVPG 24,9 1,4 23% 19,1 30,7 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 17,4 1,6 9,2 10 0 CVPG 17,4 1,2 23% 13,3 21,5 10
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

15,3 0,62 4,1 8 0 CVPG 15,3 0,48 23% 11,7 18,9 8

Other 15 0 0
3x 1/36, 2x 1/47, 1x 2/66, 1x 2/134, 1x 2/162, 1x 3/25, 1x 4/25, 1x 4/40,
4x 4/73

(322) Prolactin [mU/L] 668 657 638 97
Sample A 170 22 13 668 657 644 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 212 12 5,8 9 0 CVPG 212 15 16% 178 246 9
(3) FIA (FEIA, TRACE); (25) TOSOH 162 7 4,3 8 0 CVPG 162 5,3 16% 136 188 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 182 11 6,2 117 0 CVPG 182 2,5 16% 152 212 117
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

159 11 7 68 0 CVPG 159 3,3 16% 133 185 68

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

137 11 7,8 35 0 CVPG 137 4,4 16% 115 159 35

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 180 7,1 3,9 314 0 CVPG 180 0,98 16% 151 209 314
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

126 4,6 3,7 72 0 CVPG 126 1,3 16% 105 147 72

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 203 13 6,4 15 0 CVPG 203 8,2 16% 170 236 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 135 3,3 2,5 19 0 CVPG 135 1,9 16% 113 157 19
Other 11 0 0

3x 1/36, 1x 2/26, 1x 2/66, 1x 2/162, 2x 3/24, 2x 4/25, 1x 4/73
Sample B 228 32 14 668 657 643 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 296 11 3,7 9 0 CVPG 296 14 16% 248 344 9
(3) FIA (FEIA, TRACE); (25) TOSOH 209 20 9,7 8 0 CVPG 209 15 16% 175 243 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 243 14 5,9 117 0 CVPG 243 3,3 16% 204 282 117
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

210 12 5,7 68 0 CVPG 210 3,6 16% 176 244 68

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

182 12 6,5 35 0 CVPG 182 4,9 16% 152 212 35

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 243 9,7 4 314 0 CVPG 243 1,3 16% 204 282 314
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

165 5,2 3,1 72 0 CVPG 165 1,5 16% 138 192 72

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 265 14 5,2 15 0 CVPG 265 8,7 16% 222 308 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 171 5,6 3,3 19 0 CVPG 171 3,2 16% 143 199 19
Other 11 0 0

3x 1/36, 1x 2/26, 1x 2/66, 1x 2/162, 2x 3/24, 2x 4/25, 1x 4/73
(390) Renin [ng/L] 273 264 254 96
Sample A 51,5 9,2 18 273 264 258 98
(1) RIA (IRMA); (36) Immunotech 47,1 6,7 14 7 0 CVPG 47,1 6,5 20% 37,6 56,6 7
(2) EIA (ELISA); (66) DRG 42,4 4,6 11 5 0 CVPG 42,4 13 20% 33,9 50,9 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 66,2 5,1 7,7 6 0 CVPG 66,2 7,1 20% 52,9 79,5 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 48 4,1 8,5 194 0 CVPG 48 0,72 20% 38,4 57,6 194
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

71 4,3 6 52 0 CVPG 71 1,5 20% 56,8 85,2 52

Other 9 0 0
1x 1/66, 1x 1/185, 1x 2/26, 1x 2/73, 1x 2/134, 1x 2/164, 1x 2/214, 1x 4/12,
1x 4/98

Sample B 36,3 6,2 17 273 264 257 97
(1) RIA (IRMA); (36) Immunotech 31,4 5 16 7 0 CVPG 31,4 4,9 20% 25,1 37,7 7
(2) EIA (ELISA); (66) DRG 26,6 0,89 3,3 5 0 CVPG 26,6 2,5 20% 21,2 32 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 47,2 5,7 12 6 0 CVPG 47,2 8 20% 37,7 56,7 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 34,1 2,6 7,7 194 0 CVPG 34,1 0,46 20% 27,2 41 194
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

48,3 3,1 6,4 52 0 CVPG 48,3 1,1 20% 38,6 58 52

Other 9 0 0
1x 1/66, 1x 1/185, 1x 2/26, 1x 2/73, 1x 2/134, 1x 2/164, 1x 2/214, 1x 4/12,
1x 4/98

(394) SHBG [nmol/L] 496 485 474 98
Sample A 32 2,2 6,7 496 485 477 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 34,6 2,7 7,9 81 0 CVPG 34,6 0,74 20% 27,6 41,6 81
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SEKK Summary statistics - quantitative results
EQA round: E24/25 - Hormones 2 Deadline: 3.10.2025
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

31,9 2,6 8,1 47 0 CVPG 31,9 0,92 20% 25,5 38,3 47

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

30,5 1,9 6,2 39 0 CVPG 30,5 0,74 20% 24,4 36,6 39

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 31,5 1,4 4,6 238 0 CVPG 31,5 0,23 20% 25,2 37,8 238
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

31,3 1,6 5,1 55 0 CVPG 31,3 0,53 20% 25 37,6 55

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 41,1 4,9 12 14 0 CVPG 41,1 3,2 20% 32,8 49,4 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 31,7 1,3 4 11 0 CVPG 31,7 0,94 20% 25,3 38,1 11
Other 11 0 0

4x 1/36, 1x 2/66, 1x 2/162, 1x 3/25, 2x 4/25, 2x 4/183
Sample B 71,5 5,4 7,6 496 485 477 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 76,6 5,8 7,5 81 0 CVPG 76,6 1,6 20% 61,2 92 81
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

74 6,5 8,8 47 0 CVPG 74 2,3 20% 59,2 88,8 47

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

66,8 3,7 5,5 39 0 CVPG 66,8 1,4 20% 53,4 80,2 39

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 69,8 3,4 4,9 238 0 CVPG 69,8 0,54 20% 55,8 83,8 238
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

70,7 4,3 6,1 55 0 CVPG 70,7 1,4 20% 56,5 84,9 55

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 97,5 11 11 14 0 CVPG 97,5 7,3 20% 78 117 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 71,9 3,8 5,3 11 0 CVPG 71,9 2,8 20% 57,5 86,3 11
Other 11 0 0

4x 1/36, 1x 2/66, 1x 2/162, 1x 3/25, 2x 4/25, 2x 4/183
(327) Vitamin B12 [pmol/L] 739 728 706 97
Sample A 306 35 12 739 728 709 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 290 23 8 132 0 CVPG 290 4,9 20% 232 348 132
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

213 12 5,9 62 0 CVPG 213 3,9 20% 170 256 62

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

273 23 8,6 18 0 CVPG 273 14 20% 218 328 18

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 324 22 6,8 415 0 CVPG 324 2,6 20% 259 389 415
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

281 12 4,3 6 0 CVPG 281 17 20% 224 338 6

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

290 24 8,2 78 0 CVPG 290 6,6 20% 232 348 78

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 297 32 11 17 0 CVPG 297 19 20% 237 357 17
Other 11 0 0

1x 2/60, 1x 2/162, 2x 4/25, 1x 4/40, 1x 4/73, 3x 4/164, 2x 6/60
Sample B 481 43 8,9 739 728 716 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 451 30 6,6 132 0 CVPG 451 6,4 20% 360 542 132
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

361 24 6,5 62 0 CVPG 361 7,3 20% 288 434 62

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

498 65 13 18 0 CVPG 498 38 20% 398 598 18

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 498 28 5,6 415 0 CVPG 498 3,3 20% 398 598 415
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

431 21 4,9 6 0 CVPG 431 30 20% 344 518 6

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

482 32 6,6 78 0 CVPG 482 8,9 20% 385 579 78

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 497 34 6,8 17 0 CVPG 497 20 20% 397 597 17
Other 11 0 0

1x 2/60, 1x 2/162, 2x 4/25, 1x 4/40, 1x 4/73, 3x 4/164, 2x 6/60
(319) Vitamin B12 (active) [pmol/L] 47 0
Sample A 124 13 11 47 46 44 96
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 129 2,9 2,3 24 0 CVPG 129 1,5 20% 103 155 24
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 110 5,2 4,7 16 0 CVPG 110 3,2 20% 88 132 16
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

132 5,4 4,1 6 0 CVPG 132 7,6 20% 105 159 6

Other 1 0 0
1x 4/29

Sample B 145 18 12 47 0
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 166 68 41 24 0 CVPG 166 34 20% 132 200 0
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 150 0 0 16 0 CVPG 150 20% 120 180 0
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

146 0 0 6 0 CVPG 146 20% 116 176 0

Other 1 0 0
1x 4/29
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