
SEKK Summary statistics - quantitative results
EQA round: PIG2/25 - IgG subclasses Deadline: 17.10.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVP = consensus of all participants
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(426) IgG total [g/L] 35 35 34 97
Sample A 14,1 0,72 5,1 35 CVP 14,1 0,3 15% 11,9 16,3 35 35 100
(1) Abbott 14,1 0,14 1 5 0 5
(60) Roche 14,1 0,037 0,26 5 0 5
(91) Binding Site 13,2 0,77 5,9 10 0 10
(149) Siemens (Dade, BN, Dimension) 14,5 0,52 3,6 7 0 7
Other 8 0 8

2x 12, 1x 58, 4x 162, 1x 179
Sample B 8,35 0,5 6 35 CVP 8,35 0,21 15% 7,09 9,61 35 34 97
(1) Abbott 8,53 0,037 0,44 5 0 5
(60) Roche 8,43 0,1 1,2 5 0 5
(91) Binding Site 7,78 0,47 6 10 0 10
(149) Siemens (Dade, BN, Dimension) 8,56 0,47 5,5 7 0 7
Other 8 0 8

2x 12, 1x 58, 4x 162, 1x 179
(427) IgG1 [g/L] 36 31 30 97
Sample A 6,03 0,96 16 36 31 30 97
(91) Binding Site 5,38 0,26 4,9 21 0 CVPG 5,38 0,14 15% 4,57 6,19 21
(149) Siemens (Dade, BN, Dimension) 7,1 0,23 3,3 10 0 CVPG 7,1 0,18 15% 6,03 8,17 10
Other 5 0 0

4x 162, 1x 179
Sample B 4,79 0,84 17 36 31 30 97
(91) Binding Site 4,2 0,15 3,5 21 0 CVPG 4,2 0,078 15% 3,57 4,83 21
(149) Siemens (Dade, BN, Dimension) 5,67 0,23 4,1 10 0 CVPG 5,67 0,18 15% 4,81 6,53 10
Other 5 0 0

4x 162, 1x 179
(428) IgG2 [g/L] 36 31 30 97
Sample A 6,36 0,34 5,4 36 31 31 100
(91) Binding Site 6,19 0,21 3,4 21 0 CVPG 6,19 0,11 15% 5,26 7,12 21
(149) Siemens (Dade, BN, Dimension) 6,55 0,27 4,2 10 0 CVPG 6,55 0,21 15% 5,56 7,54 10
Other 5 0 0

4x 162, 1x 179
Sample B 2,67 0,2 7,5 36 31 30 97
(91) Binding Site 2,78 0,084 3 21 0 CVPG 2,78 0,045 15% 2,36 3,2 21
(149) Siemens (Dade, BN, Dimension) 2,48 0,087 3,5 10 0 CVPG 2,48 0,067 15% 2,1 2,86 10
Other 5 0 0

4x 162, 1x 179
(429) IgG3 [g/L] 36 31 30 97
Sample A 0,524 0,15 29 36 31 30 97
(91) Binding Site 0,621 0,03 4,8 21 0 CVPG 0,621 0,016 19% 0,503 0,739 21
(149) Siemens (Dade, BN, Dimension) 0,368 0,032 8,7 10 0 CVPG 0,368 0,025 19% 0,298 0,438 10
Other 5 0 0

4x 162, 1x 179
Sample B 0,418 0,11 26 36 31 30 97
(91) Binding Site 0,493 0,018 3,7 21 0 CVPG 0,493 0,01 19% 0,399 0,587 21
(149) Siemens (Dade, BN, Dimension) 0,306 0,022 7,1 10 0 CVPG 0,306 0,017 19% 0,247 0,365 10
Other 5 0 0

4x 162, 1x 179
(430) IgG4 [g/L] 36 31 28 90
Sample A 1,59 0,55 35 36 31 30 97
(91) Binding Site 1,21 0,07 5,8 21 0 CVPG 1,21 0,037 21% 0,955 1,47 21
(149) Siemens (Dade, BN, Dimension) 2,15 0,18 8,5 10 0 CVPG 2,15 0,14 21% 1,69 2,61 10
Other 5 0 0

4x 162, 1x 179
Sample B 0,055 0,008 15 36 31 29 94
(91) Binding Site 0,051 0,006 12 21 0 CVPG 0,051 0,003 21% 0,04 0,062 21
(149) Siemens (Dade, BN, Dimension) 0,059 0,006 11 10 0 CVPG 0,059 0,005 21% 0,046 0,072 10
Other 5 0 0

4x 162, 1x 179
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