
SEKK ABR2/26: Acid-base Status and Electrolytes
Setup: Slovakia

- pH Out: 0

Sample A
7,25 7,34 7,42 7,51 7,59

Sa
m

pl
e 

B

7,17

7,26

7,34

7,43

7,51

kPa pCO2 Out: 0

Sample A
3,12 3,98 4,83 5,69 6,54

Sa
m

pl
e 

B

3,85

4,91

5,97

7,03

8,09

kPa pO2 Out: 0

Sample A
8,87 13,4 17,9 22,4 26,9

Sa
m

pl
e 

B

7,3

11

14,7

18,4

22,1

mmol/L Sodium cation (ISE) Out: 0

Sample A
121 132 144 155 167

Sa
m

pl
e 

B

113

124

134

145

156

mmol/L Potassium cation (ISE) Out: 0

Sample A
3,06 3,54 4,01 4,49 4,96

Sa
m

pl
e 

B

2,48

2,87

3,25

3,64

4,02

mmol/L Chloride anion (ISE) Out: 0

Sample A
80,4 91,2 102 113 124

Sa
m

pl
e 

B

73,1

83,1

93

103

113
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SEKK ABR2/26: Acid-base Status and Electrolytes
Setup: Slovakia

mmol/L Calcium cation (ISE) Out: 0

Sample A
0,656 0,804 0,952 1,1 1,25

Sa
m

pl
e 

B

0,814

0,998

1,18

1,37

1,55

mmol/L Glucose Out: 0

Sample A
4,66 6,64 8,62 10,6 12,6

Sa
m

pl
e 

B

6,4

9,11

11,8

14,5

17,2

mmol/L Lactate Out: 0

Sample A
1,53 2,14 2,76 3,37 3,98

Sa
m

pl
e 

B

2,25

3,15

4,05

4,94

5,84
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