
SEKK Summary statistics - qualitative results
EQA round: DGP1/26 - Urine Strip Tests Analysis Deadline: 30.1.2026
Setup: all data

AV = assigned value
CVP = consensus of all participants
CVPG = consensus of the participants' groups
>>> ... expected result

> ... acceptable result
± ... result not assessed

Ntot = total number of the results
Nrel = relative number of the results

Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Frequency of the results Success
AV Ntot Nrel

[%]
Result Neva Nsuc Srel

[%]
(268) Bilirubin 288 288 282 98
Sample A 288 288 286 99
All results 1 0,3 Not specified

CVP >>> 286 99 Negative
1 0,3 1+, 2+

Sample B 288 288 284 99
All results 1 0,3 Not specified

3 1 Negative
CVP >>> 169 59 1+, 2+
CVP >>> 115 40 3+, 4+

(264) Total protein 291 290 278 96
Sample A 291 291 289 99
All results 1 0,3 Not specified

CVP >>> 289 99 Negative, < 0,3 g/L
1 0,3 0,3 - 0,5 g/L

Sample B 291 290 280 97
All results (without individual groups) 10 3,4 0,3 - 0,5 g/L

> 63 22 0,51 - 2,5 g/L
CVP >>> 217 75 > 2,5 g/L

(1) Laura XL ± 1 0,3 Not specified
(261) Glucose 291 291 290 100
Sample A 291 291 290 100
All results 1 0,3 Not specified

CVP >>> 290 100 Negative, normal, <= 2,8 mmol/L
Sample B 291 291 291 100
All results > 26 8,9 2,81 - 11 mmol/L

CVP >>> 167 57 11,1 - 28 mmol/L
CVP >>> 98 34 > 28 mmol/L

(275) hCG 7 7 7 100
Sample A 7 7 7 100
All results CVP >>> 7 100 Negative

Sample B 7 7 7 100
All results CVP >>> 7 100 Negative

(263) Ketone bodies 291 288 284 99
Sample A 291 291 290 100
All results 1 0,3 Not specified

CVP >>> 290 100 Negative, <= 0,5 mmol/L
Sample B 291 288 285 99
All results (without individual groups) 3 1 Negative, <= 0,5 mmol/L

CVP >>> 153 53 1+, 2+
CVP >>> 132 45 3+, 4+

(1) Laura XL ± 3 1 Not specified
(272) Blood 291 291 284 98
Sample A 291 291 286 98
All results 1 0,3 Not specified

CVP >>> 286 98 Negative
4 1,4 5 - 12 ery/µL

Sample B 291 291 289 99
All results 2 0,7 5 - 12 ery/µL

> 24 8,2 13 - 50 ery/µL
CVP >>> 265 91 > 50 ery/µL

(270) WBC 264 242 235 97
Sample A 264 264 262 99
All results 1 0,4 Not specified

CVP >>> 262 99 Negative
1 0,4 10 - 50 leu/µL

Sample B 264 242 237 98
All results (without individual groups) 5 1,9 10 - 50 leu/µL

> 49 19 51 - 250 leu/µL
CVP >>> 188 71 > 250 leu/µL

(223) Beckman Coulter iChem Velocity / DxU 810c
Iris

± 19 7,2 Negative

± 2 0,8 10 - 50 leu/µL
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Test
Sample
Group

Frequency of the results Success
AV Ntot Nrel

[%]
Result Neva Nsuc Srel

[%]
± 1 0,4 51 - 250 leu/µL

(274) Nitrite 265 265 261 98
Sample A 265 265 262 99
All results 1 0,4 Not specified

CVP >>> 262 99 Negative
2 0,8 Positive

Sample B 265 265 264 100
All results 1 0,4 Negative

CVP >>> 264 100 Positive
(273) pH 291 288 284 99
Sample A 291 291 288 99
All results 1 0,3 Not specified

CVP >>> 272 93 5,0
> 13 4,5 5,5
> 3 1 6,0

2 0,7 6,5
Sample B 291 288 287 100
All results (without individual groups) > 18 6,2 5,0

> 72 25 5,5
CVP >>> 130 45 6,0

> 52 18 6,5
> 15 5,2 7,0

1 0,3 7,5
(1) Laura XL ± 3 1 Not specified

(266) Urobilinogen 291 258 255 99
Sample A 291 291 288 99
All results 1 0,3 Not specified

CVP >>> 288 99 Negative, < 17 µmol/L
2 0,7 1+, 2+

Sample B 291 258 257 100
All results (without individual groups) 1 0,3 Negative, < 17 µmol/L

> 90 31 1+, 2+
CVP >>> 167 57 3+, 4+

(204) Siemens Clinitek Novus ± 23 7,9 Negative, < 17 µmol/L
± 9 3,1 1+, 2+
± 1 0,3 3+, 4+
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