
SEKK Summary statistics - quantitative results
EQA round: E11/26 - Hormones 1 Deadline: 6.2.2026
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(306) 17-OH-progesterone [nmol/L] 105 91 88 97
Sample A 7,55 1,8 23 105 91 88 97
(1) RIA (IRMA); (36) Immunotech 8 2,2 27 11 0 CVPG 8 1,6 33% 5,36 10,7 11
(2) EIA (ELISA); (66) DRG 9,09 0,86 9,4 8 0 CVPG 9,09 0,65 33% 6,09 12,1 8
(2) EIA (ELISA); (87) Euroimmun 6,97 0,81 12 7 0 CVPG 6,97 0,78 33% 4,66 9,28 7
(2) EIA (ELISA); (134) IBL 8,38 0,79 9,4 30 0 CVPG 8,38 0,35 33% 5,61 11,2 30
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 5,47 1,3 24 8 0 CVPG 5,47 0,98 ±1,98 3,49 7,45 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

6,07 0,5 8,2 27 0 CVPG 6,07 0,23 33% 4,06 8,08 27

Other 14 0 0
1x 1/12, 4x 1/47, 1x 1/134, 3x 2/26, 1x 2/183, 3x 2/214, 1x 4/140

Sample B 12,5 4 32 105 91 88 97
(1) RIA (IRMA); (36) Immunotech 13,9 5 36 11 0 CVPG 13,9 3,7 33% 9,31 18,5 11
(2) EIA (ELISA); (66) DRG 15,9 1,8 12 8 0 CVPG 15,9 1,4 33% 10,6 21,2 8
(2) EIA (ELISA); (87) Euroimmun 11,3 0,72 6,3 7 0 CVPG 11,3 0,7 33% 7,57 15,1 7
(2) EIA (ELISA); (134) IBL 14,8 1,9 13 30 0 CVPG 14,8 0,83 33% 9,91 19,7 30
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 8,8 1,1 13 8 0 CVPG 8,8 0,87 33% 5,89 11,8 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

8,89 0,74 8,4 27 0 CVPG 8,89 0,35 33% 5,95 11,9 27

Other 14 0 0
1x 1/12, 4x 1/47, 1x 1/134, 3x 2/26, 1x 2/183, 3x 2/214, 1x 4/140

(303) Aldosterone [nmol/L] 212 198 191 96
Sample A 0,244 0,05 21 212 198 191 96
(1) RIA (IRMA); (36) Immunotech 0,363 0,025 6,9 6 0 CVPG 0,363 0,035 29% 0,257 0,469 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 0,258 0,031 12 156 0 CVPG 0,258 0,006 29% 0,183 0,333 156
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

0,157 0,025 16 36 0 CVPG 0,157 0,01 29% 0,111 0,203 36

Other 14 0 0
1x 1/12, 1x 1/164, 1x 2/26, 3x 2/66, 2x 2/134, 1x 2/214, 1x 3/164, 4x 4/73

Sample B 0,55 0,065 12 212 198 198 100
(1) RIA (IRMA); (36) Immunotech 0,661 0,059 9 6 0 CVPG 0,661 0,083 29% 0,469 0,853 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 0,566 0,052 9,1 156 0 CVPG 0,566 0,01 29% 0,401 0,731 156
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183)
Immunodiagnostic Systems

0,488 0,027 5,4 36 0 CVPG 0,488 0,011 29% 0,346 0,63 36

Other 14 0 0
1x 1/12, 1x 1/164, 1x 2/26, 3x 2/66, 2x 2/134, 1x 2/214, 1x 3/164, 4x 4/73

(307) DHEA-S [µmol/L] 411 394 385 98
Sample A 10,2 1,1 11 411 394 388 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 10,5 0,48 4,6 54 0 CVPG 10,5 0,16 21% 8,29 12,8 54
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

9,3 0,59 6,3 40 0 CVPG 9,3 0,23 21% 7,34 11,3 40

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

9,22 0,65 7 38 0 CVPG 9,22 0,26 21% 7,28 11,2 38

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 10,8 0,64 5,9 203 0 CVPG 10,8 0,11 21% 8,53 13,1 203
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

9,27 0,83 9 33 0 CVPG 9,27 0,35 21% 7,32 11,3 33

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 8,52 0,99 12 20 0 CVPG 8,52 0,54 21% 6,73 10,4 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 8,4 0,64 7,7 6 0 CVPG 8,4 0,9 21% 6,63 10,2 6
Other 17 0 0

4x 1/36, 1x 2/26, 2x 2/66, 2x 2/134, 1x 2/162, 1x 3/25, 2x 4/25, 3x 4/73,
1x 6/60

Sample B 6,57 0,74 11 411 394 388 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 6,69 0,38 5,7 54 0 CVPG 6,69 0,13 21% 5,28 8,1 54
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

5,98 0,51 8,5 40 0 CVPG 5,98 0,2 21% 4,72 7,24 40

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

5,81 0,38 6,6 38 0 CVPG 5,81 0,15 21% 4,58 7,04 38

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 6,99 0,41 5,8 203 0 CVPG 6,99 0,07 21% 5,52 8,46 203
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

5,83 0,3 5,1 33 0 CVPG 5,83 0,13 21% 4,6 7,06 33

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 5,39 0,6 11 20 0 CVPG 5,39 0,33 21% 4,25 6,53 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 5,54 0,17 3 6 0 CVPG 5,54 0,24 21% 4,37 6,71 6
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Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
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Sample
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Comparability
[unit]
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[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]
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[%]

Other 17 0 0
4x 1/36, 1x 2/26, 2x 2/66, 2x 2/134, 1x 2/162, 1x 3/25, 2x 4/25, 3x 4/73,
1x 6/60

(302) 17-beta-estradiol [pmol/L] 646 630 538 85
Sample A 266 30 11 646 630 556 88
(1) RIA (IRMA); (36) Immunotech 223 59 27 7 0 CVPG 223 57 22% 173 273 7
(3) FIA (FEIA, TRACE); (15) bioMérieux 227 15 6,5 18 0 CVPG 227 8,5 22% 177 277 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 279 34 12 93 0 CVPG 279 8,7 22% 217 341 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

281 23 8,2 62 0 CVPG 281 7,1 22% 219 343 62

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

308 120 38 63 0 CVPG 308 36 22% 240 376 63

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 265 18 6,7 295 0 CVPG 265 2,5 22% 206 324 295
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

265 32 12 60 0 CVPG 265 10 22% 206 324 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 234 11 4,7 20 0 CVPG 234 6 22% 182 286 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 252 20 8 12 0 CVPG 252 14 22% 196 308 12
Other 16 0 0

1x 2/26, 3x 2/66, 1x 2/162, 4x 3/25, 1x 3/164, 3x 4/25, 1x 4/28, 2x 4/73
Sample B 205 27 13 646 630 552 88
(1) RIA (IRMA); (36) Immunotech 149 18 12 7 0 CVPG 149 18 ±44 105 193 7
(3) FIA (FEIA, TRACE); (15) bioMérieux 177 22 12 18 0 CVPG 177 13 ±44 133 221 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 225 37 17 93 0 CVPG 225 9,5 22% 175 275 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

215 19 8,7 62 0 CVPG 215 5,8 22% 167 263 62

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

227 78 34 63 0 CVPG 227 24 22% 177 277 63

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 203 17 8,6 295 0 CVPG 203 2,5 22% 158 248 295
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

201 27 13 60 0 CVPG 201 8,4 22% 156 246 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 183 13 7,1 20 0 CVPG 183 7,1 ±44 139 227 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 196 19 9,5 12 0 CVPG 196 13 ±44 152 240 12
Other 16 0 0

1x 2/26, 3x 2/66, 1x 2/162, 4x 3/25, 1x 3/164, 3x 4/25, 1x 4/28, 2x 4/73
(200) Ferritin [µg/L] 817 787 771 98
Sample A 585 100 17 817 787 775 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 499 64 13 15 0 CVPG 499 40 24% 379 619 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 710 74 10 136 0 CVPG 710 16 24% 539 881 136
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

417 38 9 51 0 CVPG 417 13 24% 316 518 51

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

556 58 10 19 0 CVPG 556 32 24% 422 690 19

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

375 16 4,3 5 0 CVPG 375 46 24% 285 465 5

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 605 49 8 307 0 CVPG 605 6,8 24% 459 751 307
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

446 39 8,8 63 0 CVPG 446 12 24% 338 554 63

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 705 61 8,6 8 0 CVPG 705 46 24% 535 875 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 467 42 8,9 17 0 CVPG 467 25 24% 354 580 17
(6) IMT, IMN; (58) Beckman Coulter (AU) 567 29 5,1 19 0 CVPG 567 16 24% 430 704 19
(6) IMT, IMN; (60) Roche 584 47 8 141 0 CVPG 584 9,6 24% 443 725 141
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 482 27 5,7 6 0 CVPG 482 38 24% 366 598 6
Other 30 0 0

2x 1/36, 1x 1/149, 1x 2/29, 3x 2/60, 1x 2/149, 1x 2/162, 2x 3/25, 1x 3/164,
1x 3/200, 3x 4/25, 1x 4/58, 4x 4/73, 4x 4/149, 4x 6/1, 1x 6/46

Sample B 231 40 17 817 787 778 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 179 24 14 15 0 CVPG 179 15 24% 136 222 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 266 28 11 136 0 CVPG 266 5,9 24% 202 330 136
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

153 17 11 51 0 CVPG 153 5,8 24% 116 190 51

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

200 21 10 19 0 CVPG 200 12 24% 152 248 19

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

142 9,6 6,8 5 0 CVPG 142 27 24% 107 177 5

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 245 19 7,8 307 0 CVPG 245 2,7 24% 186 304 307
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

174 15 8,4 63 0 CVPG 174 4,5 24% 132 216 63

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 256 38 15 8 0 CVPG 256 29 24% 194 318 8
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 175 18 10 17 0 CVPG 175 11 24% 133 217 17
(6) IMT, IMN; (58) Beckman Coulter (AU) 218 13 5,9 19 0 CVPG 218 7,2 24% 165 271 19
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(6) IMT, IMN; (60) Roche 234 17 7,2 141 0 CVPG 234 3,5 24% 177 291 141
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 179 12 6,6 6 0 CVPG 179 17 24% 136 222 6
Other 30 0 0

2x 1/36, 1x 1/149, 1x 2/29, 3x 2/60, 1x 2/149, 1x 2/162, 2x 3/25, 1x 3/164,
1x 3/200, 3x 4/25, 1x 4/58, 4x 4/73, 4x 4/149, 4x 6/1, 1x 6/46

(301) Cortisol [nmol/L] 551 531 511 96
Sample A 336 37 11 551 531 519 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 316 60 19 7 0 CVPG 316 58 16% 265 367 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 302 17 5,5 81 0 CVPG 302 4,5 16% 253 351 81
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

301 31 10 46 0 CVPG 301 11 16% 252 350 46

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

308 26 8,5 42 0 CVPG 308 9,9 16% 258 358 42

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 360 15 4,1 271 0 CVPG 360 2,2 16% 302 418 271
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

322 21 6,6 58 0 CVPG 322 6,8 16% 270 374 58

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 232 19 8,1 13 0 CVPG 232 13 16% 194 270 13
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 329 37 11 13 0 CVPG 329 25 16% 276 382 13
Other 20 0 0

4x 1/36, 1x 2/26, 1x 2/60, 2x 2/66, 1x 2/134, 1x 2/214, 1x 3/25, 1x 3/164,
1x 4/28, 3x 4/73, 1x 4/140, 3x 4/183

Sample B 263 28 11 551 531 517 97
(3) FIA (FEIA, TRACE); (15) bioMérieux 229 12 5,4 7 0 CVPG 229 12 16% 192 266 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 237 13 5,7 81 0 CVPG 237 3,7 16% 199 275 81
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

233 25 11 46 0 CVPG 233 9 16% 195 271 46

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

243 20 8,3 42 0 CVPG 243 7,6 16% 204 282 42

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 281 12 4,3 271 0 CVPG 281 1,8 16% 236 326 271
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

256 17 6,5 58 0 CVPG 256 5,3 16% 215 297 58

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 163 13 8,2 13 0 CVPG 163 9,1 16% 136 190 13
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 260 26 9,8 13 0 CVPG 260 17 16% 218 302 13
Other 20 0 0

4x 1/36, 1x 2/26, 1x 2/60, 2x 2/66, 1x 2/134, 1x 2/214, 1x 3/25, 1x 3/164,
1x 4/28, 3x 4/73, 1x 4/140, 3x 4/183

(304) Progesterone [nmol/L] 581 564 538 95
Sample A 13,7 1,8 13 581 564 558 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 11,9 1,1 9,3 15 0 CVPG 11,9 0,7 20% 9,52 14,3 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,6 0,74 5,4 92 0 CVPG 13,6 0,19 20% 10,8 16,4 92
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

12,1 1,5 12 55 0 CVPG 12,1 0,49 20% 9,68 14,6 55

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

13 0,64 4,9 62 0 CVPG 13 0,2 20% 10,4 15,6 62

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 15 0,75 5 254 0 CVPG 15 0,11 20% 12 18 254
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

10,8 0,61 5,6 60 0 CVPG 10,8 0,19 20% 8,64 13 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 13,9 0,69 5 14 0 CVPG 13,9 0,45 20% 11,1 16,7 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 11,1 0,48 4,3 12 0 CVPG 11,1 0,34 20% 8,88 13,4 12
Other 17 0 0

3x 1/36, 1x 2/15, 1x 2/26, 4x 2/66, 1x 2/162, 2x 3/25, 1x 3/164, 1x 4/25,
1x 4/28, 2x 4/73

Sample B 4,58 0,5 11 581 564 542 96
(3) FIA (FEIA, TRACE); (15) bioMérieux 3,75 0,56 15 15 0 CVPG 3,75 0,36 20% 3 4,5 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 4,56 0,32 7 92 0 CVPG 4,56 0,081 20% 3,64 5,48 92
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

4,23 0,49 12 55 0 CVPG 4,23 0,16 20% 3,38 5,08 55

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

5,2 0,41 7,9 62 0 CVPG 5,2 0,13 20% 4,16 6,24 62

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 4,7 0,35 7,3 254 0 CVPG 4,7 0,053 20% 3,76 5,64 254
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

4,06 0,36 8,8 60 0 CVPG 4,06 0,11 20% 3,24 4,88 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 4,32 0,26 6,1 14 0 CVPG 4,32 0,17 20% 3,45 5,19 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 4,42 0,38 8,6 12 0 CVPG 4,42 0,27 20% 3,53 5,31 12
Other 17 0 0

3x 1/36, 1x 2/15, 1x 2/26, 4x 2/66, 1x 2/162, 2x 3/25, 1x 3/164, 1x 4/25,
1x 4/28, 2x 4/73

(121) Total T3 [nmol/L] 106 93 92 99
Sample A 3,23 0,43 13 106 93 93 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 2,7 0,17 6,3 21 0 CVPG 2,7 0,091 19% 2,18 3,22 21
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(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

3,01 0,15 4,9 9 0 CVPG 3,01 0,18 19% 2,43 3,59 9

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 3,48 0,17 4,8 47 0 CVPG 3,48 0,059 19% 2,81 4,15 47
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

3,5 0,17 4,8 16 0 CVPG 3,5 0,1 19% 2,83 4,17 16

Other 13 0 0
3x 1/36, 1x 2/66, 1x 3/15, 1x 3/60, 3x 4/29, 2x 4/40, 2x 4/73

Sample B 6,9 0,72 11 106 93 92 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 5,86 0,46 7,9 21 0 CVPG 5,86 0,25 19% 4,74 6,98 21
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

7,01 0,22 3,1 9 0 CVPG 7,01 0,27 19% 5,67 8,35 9

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 7,16 0,32 4,5 47 0 CVPG 7,16 0,11 19% 5,79 8,53 47
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

7,47 0,28 3,8 16 0 CVPG 7,47 0,17 19% 6,05 8,89 16

Other 13 0 0
3x 1/36, 1x 2/66, 1x 3/15, 1x 3/60, 3x 4/29, 2x 4/40, 2x 4/73

(125) Free T3 [pmol/L] 1172 1153 1123 97
Sample A 9,25 0,95 10 1172 1153 1138 99
(1) RIA (IRMA); (36) Immunotech 7,96 0,97 12 21 0 CVPG 7,96 0,52 15% 6,76 9,16 21
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 9,78 0,57 5,8 8 0 CVPG 9,78 0,43 15% 8,31 11,3 8
(3) FIA (FEIA, TRACE); (15) bioMérieux 8,56 0,69 8,1 21 0 CVPG 8,56 0,37 15% 7,27 9,85 21
(3) FIA (FEIA, TRACE); (25) TOSOH 9,36 0,87 9,3 7 0 CVPG 9,36 0,84 15% 7,95 10,8 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 8,06 0,37 4,6 173 0 CVPG 8,06 0,069 15% 6,85 9,27 173
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

7,35 0,59 8 84 0 CVPG 7,35 0,16 15% 6,24 8,46 84

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

10,2 0,52 5,2 45 0 CVPG 10,2 0,19 15% 8,67 11,8 45

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

10,5 0,78 7,4 7 0 CVPG 10,5 0,76 15% 8,92 12,1 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 9,78 0,35 3,6 619 0 CVPG 9,78 0,034 15% 8,31 11,3 619
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

8,53 0,35 4,1 22 0 CVPG 8,53 0,18 15% 7,25 9,81 22

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

9,46 0,38 4 90 0 CVPG 9,46 0,098 15% 8,04 10,9 90

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 8,86 0,41 4,6 36 0 CVPG 8,86 0,17 15% 7,53 10,2 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 9,06 0,32 3,6 20 0 CVPG 9,06 0,18 15% 7,7 10,5 20
Other 19 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/66, 1x 2/162, 3x 4/25, 1x 4/58, 2x 4/73,
3x 6/60

Sample B 20,4 3,6 18 1172 1153 1130 98
(1) RIA (IRMA); (36) Immunotech 13,7 1,3 9,4 21 0 CVPG 13,7 0,69 15% 11,6 15,8 21
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 17,1 2,2 13 8 0 CVPG 17,1 1,7 15% 14,5 19,7 8
(3) FIA (FEIA, TRACE); (15) bioMérieux 16 1,2 7,3 21 0 CVPG 16 0,63 15% 13,6 18,4 21
(3) FIA (FEIA, TRACE); (25) TOSOH 18,8 2,1 11 7 0 CVPG 18,8 2 15% 15,9 21,7 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 17,4 1 5,9 173 0 CVPG 17,4 0,19 15% 14,7 20,1 173
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

15,1 1,4 9,3 84 0 CVPG 15,1 0,38 15% 12,8 17,4 84

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

20,2 1,4 6,8 45 0 CVPG 20,2 0,5 15% 17,1 23,3 45

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

19,4 1,5 7,9 7 0 CVPG 19,4 1,5 15% 16,4 22,4 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 23,2 0,79 3,4 619 0 CVPG 23,2 0,077 15% 19,7 26,7 619
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

18,8 0,77 4,1 22 0 CVPG 18,8 0,4 15% 15,9 21,7 22

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

17,7 0,75 4,2 90 0 CVPG 17,7 0,19 15% 15 20,4 90

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 17,4 0,81 4,6 36 0 CVPG 17,4 0,33 15% 14,7 20,1 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 17 0,78 4,6 20 0 CVPG 17 0,43 15% 14,4 19,6 20
Other 19 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/66, 1x 2/162, 3x 4/25, 1x 4/58, 2x 4/73,
3x 6/60

(122) Total T4 [nmol/L] 92 81 79 98
Sample A 147 12 8,2 92 81 79 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 146 8,7 6 20 0 CVPG 146 4,8 17% 121 171 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

126 12 9,5 7 0 CVPG 126 12 17% 104 148 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 144 8,7 6 39 0 CVPG 144 3,4 17% 119 169 39
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

162 7,3 4,5 15 0 CVPG 162 4,6 17% 134 190 15
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SEKK Summary statistics - quantitative results
EQA round: E11/26 - Hormones 1 Deadline: 6.2.2026
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

Other 11 0 0
2x 1/36, 1x 2/66, 1x 3/15, 3x 4/29, 2x 4/40, 1x 4/73, 1x 4/179

Sample B 93,1 5,7 6,1 92 81 81 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 91,3 4,1 4,4 20 0 CVPG 91,3 2,2 17% 75,7 107 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

89 5,2 5,8 7 0 CVPG 89 5 17% 73,8 105 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 93,3 5,3 5,7 39 0 CVPG 93,3 2,1 17% 77,4 110 39
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

97,3 4,7 4,9 15 0 CVPG 97,3 3 17% 80,7 114 15

Other 11 0 0
2x 1/36, 1x 2/66, 1x 3/15, 3x 4/29, 2x 4/40, 1x 4/73, 1x 4/179

(124) Free T4 [pmol/L] 1239 1215 1187 98
Sample A 26 3,6 14 1239 1215 1199 99
(1) RIA (IRMA); (36) Immunotech 20,3 1,6 7,8 22 0 CVPG 20,3 0,83 13% 17,6 23 22
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 21,3 1,7 8,1 8 0 CVPG 21,3 1,3 13% 18,5 24,1 8
(3) FIA (FEIA, TRACE); (15) bioMérieux 30,4 2 6,5 21 0 CVPG 30,4 1 13% 26,4 34,4 21
(3) FIA (FEIA, TRACE); (25) TOSOH 25,2 2,8 11 6 0 CVPG 25,2 3,9 13% 21,9 28,5 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 20,3 0,98 4,9 190 0 CVPG 20,3 0,17 13% 17,6 23 190
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

22,5 1,2 5,4 87 0 CVPG 22,5 0,32 13% 19,5 25,5 87

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

28,2 1,2 4,2 49 0 CVPG 28,2 0,42 13% 24,5 31,9 49

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

31,4 0,44 1,4 7 0 CVPG 31,4 0,43 13% 27,3 35,5 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 28,2 0,94 3,3 653 0 CVPG 28,2 0,09 13% 24,5 31,9 653
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

22,8 1,2 5 28 0 CVPG 22,8 0,53 13% 19,8 25,8 28

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

25,2 0,75 3 91 0 CVPG 25,2 0,19 13% 21,9 28,5 91

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 26,4 1,3 5 34 0 CVPG 26,4 0,55 13% 22,9 29,9 34
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 24,4 1,5 6,3 19 0 CVPG 24,4 0,86 13% 21,2 27,6 19
Other 24 0 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/25, 1x 2/26, 1x 2/66, 1x 2/162, 1x 3/164,
3x 4/25, 1x 4/58, 4x 4/73, 3x 6/60

Sample B 15,7 1,8 11 1239 1215 1196 98
(1) RIA (IRMA); (36) Immunotech 14,9 1,2 8 22 0 CVPG 14,9 0,63 13% 12,9 16,9 22
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 14,5 1,3 9 8 0 CVPG 14,5 0,99 13% 12,6 16,4 8
(3) FIA (FEIA, TRACE); (15) bioMérieux 17,3 1,4 8 21 0 CVPG 17,3 0,74 13% 15 19,6 21
(3) FIA (FEIA, TRACE); (25) TOSOH 14,1 3,1 22 6 0 CVPG 14,1 4,3 13% 12,2 16 6
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 13,2 0,53 4 190 0 CVPG 13,2 0,094 13% 11,4 15 190
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

12,6 0,76 6 87 0 CVPG 12,6 0,2 13% 10,9 14,3 87

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

17,5 0,88 5 49 0 CVPG 17,5 0,31 13% 15,2 19,8 49

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

16,8 1,4 8,4 7 0 CVPG 16,8 1,4 13% 14,6 19 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 16,7 0,56 3,4 653 0 CVPG 16,7 0,054 13% 14,5 18,9 653
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

14 0,63 4,5 28 0 CVPG 14 0,29 13% 12,1 15,9 28

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

16 0,51 3,2 91 0 CVPG 16 0,13 13% 13,9 18,1 91

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 15,4 0,8 5,2 34 0 CVPG 15,4 0,34 13% 13,3 17,5 34
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 15,4 0,86 5,6 19 0 CVPG 15,4 0,48 13% 13,3 17,5 19
Other 24 1 0

3x 1/12, 1x 1/24, 4x 1/214, 1x 2/25, 1x 2/26, 1x 2/66, 1x 2/162, 1x 3/164,
3x 4/25, 1x 4/58, 4x 4/73, 3x 6/60

(305) Testosterone [nmol/L] 643 622 578 93
Sample A 37,1 3,8 10 643 622 617 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 41,2 2,9 7 34 0 CVPG 41,2 1,2 22% 32,1 50,3 34
(3) FIA (FEIA, TRACE); (25) TOSOH 36,9 2,4 6,5 17 0 CVPG 36,9 1,4 22% 28,7 45,1 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 35 0 0 18 0 CVPG 35 22% 27,3 42,7 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

27,8 2,2 8 69 0 CVPG 27,8 0,66 22% 21,6 34 69

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

34,6 2,2 6,2 70 0 CVPG 34,6 0,63 22% 26,9 42,3 70

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 38,8 1,6 4 321 0 CVPG 38,8 0,21 22% 30,2 47,4 321
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

37,3 3,1 8,4 60 0 CVPG 37,3 0,98 22% 29 45,6 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 28 1,2 4,5 19 0 CVPG 28 0,7 22% 21,8 34,2 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 37 2,4 6,6 14 0 CVPG 37 1,6 22% 28,8 45,2 14
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SEKK Summary statistics - quantitative results
EQA round: E11/26 - Hormones 1 Deadline: 6.2.2026
Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

Other 21 0 0
4x 1/36, 1x 2/25, 1x 2/26, 2x 2/66, 1x 3/200, 3x 4/25, 1x 4/28, 3x 4/73,
1x 4/88, 3x 4/183, 1x 6/60

Sample B 50,4 4,3 8,5 643 622 581 93
(3) FIA (FEIA, TRACE); (15) bioMérieux 48,5 3,5 7,2 34 0 CVPG 48,5 1,5 22% 37,8 59,2 34
(3) FIA (FEIA, TRACE); (25) TOSOH 51,8 2,8 5,4 17 0 CVPG 51,8 1,7 22% 40,4 63,2 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 35 0 0 18 0 CVPG 35 22% 27,3 42,7 18
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

39,9 4,3 11 69 0 CVPG 39,9 1,3 22% 31,1 48,7 69

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

52,6 2,8 5,4 70 0 CVPG 52,6 0,83 22% 41 64,2 70

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 52 0,035 0,07 321 0 CVPG 52 0,005 22% 40,5 63,5 321
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

49,6 3,3 6,6 60 0 CVPG 49,6 1 22% 38,6 60,6 60

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 38,4 2,6 6,8 19 0 CVPG 38,4 1,5 22% 29,9 46,9 19
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 49,6 3,2 6,4 14 0 CVPG 49,6 2,1 22% 38,6 60,6 14
Other 21 0 0

4x 1/36, 1x 2/25, 1x 2/26, 2x 2/66, 1x 3/200, 3x 4/25, 1x 4/28, 3x 4/73,
1x 4/88, 3x 4/183, 1x 6/60

(123) TSH [mU/L] 1398 1380 1344 97
Sample A 14,1 1,3 9,5 1398 1380 1360 99
(1) RIA (IRMA); (36) Immunotech 11,9 0,85 7,1 20 0 CVPG 11,9 0,46 14% 10,2 13,6 20
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 16,1 0,3 1,8 9 0 CVPG 16,1 0,37 14% 13,8 18,4 9
(1) RIA (IRMA); (214) Demeditec 11,9 0,59 5 5 0 CVPG 11,9 1,7 14% 10,2 13,6 5
(3) FIA (FEIA, TRACE); (15) bioMérieux 17 0,87 5,1 28 0 CVPG 17 0,4 14% 14,6 19,4 28
(3) FIA (FEIA, TRACE); (25) TOSOH 14,2 0,72 5,1 14 0 CVPG 14,2 0,47 14% 12,2 16,2 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 11,3 0,49 4,3 216 0 CVPG 11,3 0,081 14% 9,71 12,9 216
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

13,7 0,74 5,4 98 0 CVPG 13,7 0,18 14% 11,7 15,7 98

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

14,1 1,1 8 69 0 CVPG 14,1 0,33 14% 12,1 16,1 69

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

13,3 0,74 5,6 7 0 CVPG 13,3 0,72 14% 11,4 15,2 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 14,6 0,56 3,8 735 0 CVPG 14,6 0,05 14% 12,5 16,7 735
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

14,8 0,94 6,4 32 0 CVPG 14,8 0,41 14% 12,7 16,9 32

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

13,7 0,5 3,6 90 0 CVPG 13,7 0,13 14% 11,7 15,7 90

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 17,8 0,65 3,7 32 0 CVPG 17,8 0,28 14% 15,3 20,3 32
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 14,2 0,57 4 25 0 CVPG 14,2 0,28 14% 12,2 16,2 25
Other 18 0 0

2x 1/12, 1x 1/24, 1x 2/66, 1x 2/179, 1x 3/14, 1x 3/164, 1x 3/200, 3x 4/25,
1x 4/58, 4x 4/73, 2x 6/60

Sample B 6,46 0,64 9,9 1398 1380 1354 98
(1) RIA (IRMA); (36) Immunotech 5,45 0,37 6,8 20 0 CVPG 5,45 0,2 14% 4,68 6,22 20
(1) RIA (IRMA); (146) MEDIPAN Diagnostica 7,38 0,089 1,2 9 0 CVPG 7,38 0,11 14% 6,34 8,42 9
(1) RIA (IRMA); (214) Demeditec 5,3 0,22 4,1 5 0 CVPG 5,3 0,61 14% 4,55 6,05 5
(3) FIA (FEIA, TRACE); (15) bioMérieux 7,53 0,45 6 28 0 CVPG 7,53 0,21 14% 6,47 8,59 28
(3) FIA (FEIA, TRACE); (25) TOSOH 6,51 0,44 6,8 14 0 CVPG 6,51 0,29 14% 5,59 7,43 14
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 5,29 0,24 4,5 216 0 CVPG 5,29 0,039 14% 4,54 6,04 216
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman
Coulter

6,25 0,29 4,6 98 0 CVPG 6,25 0,072 14% 5,37 7,13 98

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens
(Immulite)

6,62 0,58 8,7 69 0 CVPG 6,62 0,17 14% 5,69 7,55 69

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (40) Ortho
Clinical Diagnostics

6,09 0,3 5 7 0 CVPG 6,09 0,3 14% 5,23 6,95 7

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 6,74 0,25 3,8 735 0 CVPG 6,74 0,023 14% 5,79 7,69 735
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens
(Dade, BN, Dimension)

6,42 0,45 7 32 0 CVPG 6,42 0,2 14% 5,52 7,32 32

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens
(Atellica)

6,19 0,22 3,5 90 0 CVPG 6,19 0,056 14% 5,32 7,06 90

(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 8,7 0,34 3,9 32 0 CVPG 8,7 0,15 14% 7,48 9,92 32
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 6,37 0,33 5,2 25 0 CVPG 6,37 0,16 14% 5,47 7,27 25
Other 18 0 0

2x 1/12, 1x 1/24, 1x 2/66, 1x 2/179, 1x 3/14, 1x 3/164, 1x 3/200, 3x 4/25,
1x 4/58, 4x 4/73, 2x 6/60
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