SEKK

Summary statistics - quantitative results

EQA round: E23/26 - Hormones 2

Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5

Deadline: 17.7.2026

RoM = robust average
SD = standard deviation

AV = assigned value

CVPG = consensus of the participants' groups

Diax = acceptable difference
LL = lower limit

CV = coefficient of variation Uy = expanded uncertainty of the assigned value (k = 2) UL = upper limit
Nyt = total number of the results Neva = Number of the results assessed
Nout = number of the results removed before calculation Ng.c = number of successful results
S, = relative success
Test Com arablllt
Sample RoM  SD  CV Nt Nou AV Uy Drmax P L y Nevw Nowe  See
Group [unit] [%] [%]
(393) C-peptide [pmol/L] 33 25 25 100
Sample A 298 52 18 33 25 25 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 279 21 7,7 7 0 CVPG 279 21 20% 223 335 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 345 10 3 13 0 CVPG 345 7 20% 276 414 13
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 288 3,7 1,3 5 0 CVPG 288 10 20% 230 346 5
(Atellica)
Other 8 0 0
4x 4/12, 1x 4/140, 3x 4/179
Sample B 328 55 17 33 25 25 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 312 16 5 7 0 CVPG 312 15 20% 249 375 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 377 12 3,1 13 0 CVPG 377 8 20% 301 453 13
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 321 16 4,9 5 0 CVPG 321 44 20% 256 386 5
(Atellica)
Other 8 0 0
4x 4/12, 1x 4/140, 3x 4/179
(193) Ferritin [ug/L] 624 609 589 97
Sample A 431 74 17 624 609 594 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 556 45 8 74 0 CVPG 556 13 24% 422 690 74
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 321 23 7,3 33 0 CVPG 321 10 24% 243 399 33
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 428 30 6,9 15 0 CVPG 428 19 24% 325 531 15
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 451 39 8,7 257 0 CVPG 451 6 24% 342 560 257
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 358 25 6,9 62 0 CVPG 358 7,7 24% 272 444 62
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 515 19 3,7 7 0 CVPG 515 19 24% 391 639 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 371 27 7,4 12 0 CVPG 371 19 24% 281 461 12
(6) IMT, IMN; (12) Beckman Coulter 262 27 10 6 0 CVPG 262 38 24% 199 325 6
(6) IMT, IMN; (58) Beckman Coulter (AU) 410 7,5 1,8 13 0 CVPG 410 51 24% 311 509 13
(6) IMT, IMN; (60) Roche 420 33 7,9 105 0 CVPG 420 79 24% 319 521 105
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 335 22 6,5 25 0 CVPG 335 11 24% 254 416 25
Other L 0 2x 1/36, 1x 2/60, 3x 3/15, 1x 3/25, 1x 4/58, 3x 4/73, 1x 4/148, 1x 6/1,
1x 6/162, 1x 6/178
Sample B 549 91 17 624 609 595 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 709 51 7,2 74 2 CVPG 709 15 24% 538 880 74
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 418 41 9,8 33 0 CVPG 418 18 24% 317 519 33
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 545 41 7,4 15 0 CVPG 545 26 24% 414 676 15
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 564 57 10 257 0 CVPG 564 8,7 24% 428 700 257
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 461 26 5,7 62 0 CVPG 461 81 24% 350 572 62
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 660 30 4,6 7 0 CVPG 660 30 24% 501 819 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 478 59 12 12 0 CVPG 478 42  24% 363 593 12
(6) IMT, IMN; (12) Beckman Coulter 354 49 14 6 0 CVPG 354 68 24% 269 439 6
(6) IMT, IMN; (58) Beckman Coulter (AU) 530 21 3,9 13 0 CVPG 530 14 24% 402 658 13
(6) IMT, IMN; (60) Roche 549 46 8,5 105 0 CVPG 549 11 24% 417 681 105
(6) IMT, IMN; (149) Siemens (Dade, BN, Dimension) 434 38 8,7 25 0] CVPG 434 19 24% 329 539 25
Other 1 0 2x 1/36, 1x 2/60, 3x 3/15, 1x 3/25, 1x 4/58, 3x 4/73, 1x 4/148, 1x 6/1,
1x 6/162, 1x 6/178
(321) FSH [U/L] 656 647 635 98
Sample A 32,9 2,1 6,3 656 647 639 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 35,8 2,5 7,1 11 0 CVPG 35,8 1,9 15% 30,4 41,2 11
(3) FIA (FEIA, TRACE); (25) TOSOH 41,4 0,52 1,3 5 0 CVPG 41,4 1,5 15% 35,1 47,7 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 32,5 1,5 4,6 93 0 CVPG 32,5 0,38 15% 27,6 374 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 36 2,6 7,2 67 0 CVPG 36 0,78 15% 30,6 414 67
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 32,3 1,3 3,9 73 0 CVPG 32,3 0,36 15% 27,4 37,2 73
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 32 1,4 4,3 306 0 CVPG 32 0,19 15% 27,2 36,8 306
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EQA round: E23/26 - Hormones 2

Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5
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Test Comparability
sGample it RoM  SD [g/\g Nt Nou AV Uy Dpy L UL New Nouc [§/,e].
roup ° °
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 339 15 44 62 0 CVPG 339 046 15% 28,8 39 62
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 54,7 2,7 49 15 0 CVPG 54,7 1,7 15% 46,4 63 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 355 1,8 52 15 0 CVPG 355 1,2 15% 30,1 409 15
Other ? 0 4x 1/36, 1x 2/15, 1x 4/25, 2x 4/73, 1x 6/60 0
Sample B 481 033 6,9 656 647 639 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 52 0,47 9 11 0 CVPG 52 035 15% 4,42 5,98 11
(3) FIA (FEIA, TRACE); (25) TOSOH 6,05 0,074 1,2 5 0 CVPG 6,05 0,21 15% 5,14 6,96 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 457 019 42 93 0 CVPG 4,57 0,049 15% 3,88 5,26 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 535 035 6,5 67 0 CVPG 535 0,1 15% 4,54 6,16 67
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 4,7 0,21 4,4 73 0 CVPG 4,7 0,059 15% 3,99 5,41 73
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 472 021 45 306 0 CVPG 4,72 0,03 15% 4,01 543 306
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 5,04 0,24 4,7 62 0 CVPG 5,04 0,074 15% 4,28 5,8 62
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 7,67 036 4,7 15 0 CVPG 7,67 023 15% 6,51 8,83 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 522 023 45 15 0 CVPG 522 0,15 15% 4,43 6,01 15
Other ’ 0 4x 1/36, 1x 2/15, 1x 4/25, 2x 4/73, 1x 6/60 0
(328) hGH [mU/L] 202 201 195 97
Sample A 28 2,1 7,6 202 201 195 97
(1) RIA (IRMA); (36) Immunotech 27,7 39 14 5 0 CVPG 27,7 11 16% 23,2 32,2 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 26,1 1,3 5 6 0 CVPG 261 18 16% 21,9 30,3 6
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 30 16 54 40 0 CVPG 30 0,63 16% 252 348 40
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 28,9 1 36 69 0 CVPG 289 0,31 16% 24,2 33,6 69
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 26,3 1,4 5,4 45 0 CVPG 26,3 0,52 16% 22 30,6 45
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 26,6 094 3,5 36 0 CVPG 26,6 0,38 16% 22,3 309 36
Immunodiagnostic Systems
Other 1 0 0
1x 4/73
Sample B 1,72 044 26 202 201 199 99
(1) RIA (IRMA); (36) Immunotech 1,08 0,045 4,1 5 0 CVPG 1,08 0,13 +1,28 0 2,36 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 1,21 0,071 5,9 6 0 CVPG 1,21 0,099 +1,28 0 249 6
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 1,64 013 8,1 40 0 CVPG 1,64 0,052 +1,28 0,36 2,92 40
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 2,2 0,081 3,7 69 0 CVPG 2,2 0,024 +1,28 0,92 3,48 69
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 1,33 0,099 74 45 0 CVPG 1,33 0,036 +1,28 0,05 2,61 45
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 1,47 0,059 4 36 0 CVPG 1,47 0,024 +1,28 0,19 2,75 36
Immunodiagnostic Systems
Other 1 0 0
1x 4/73
(329) IGF-1 [ug/L] 245 239 232 97
Sample A 290 78 27 245 239 233 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 462 25 54 42 0 CVPG 462 95 22% 360 564 42
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 233 16 6,9 78 0 CVPG 233 45 22% 181 285 78
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 323 31 9,6 60 0 CVPG 323 9.8 22% 251 395 60
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 251 24 9,4 59 0 CVPG 251 7,5 22% 195 307 59
Immunodiagnostic Systems
Other 6 0 0
3x 1/36, 1x 1/47, 1x 4/73, 1x 6/60
Sample B 232 48 21 245 239 233 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 295 14 4,6 42 0 CVPG 295 51 22% 230 360 42
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 194 8,7 4,5 78 0 CVPG 194 24  22% 151 237 78
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 262 22 84 60 0 CVPG 262 7 22% 204 320 60
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 208 17 8 59 0 CVPG 208 53 22% 162 254 59
Immunodiagnostic Systems
Other 6 0 0
3x 1/36, 1x 1/47, 1x 4/73, 1x 6/60
(392) IGF-BP3 [ug/L] 147 140 136 97
Sample A 3370 520 16 147 140 136 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 4150 330 7,9 38 0 CVPG 4150 130 20% 3320 4980 38
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 3050 150 4,9 48 0 CVPG 3050 53 20% 2440 3660 48
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Test Comparability
Sample g "M sD [g/\g Nt Now AV Uy Dpy LL UL New  Nauc [§/,e].
Group uni b b
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 3200 270 8,6 54 0 CVPG 3200 91 20% 2560 3840 54
Immunodiagnostic Systems
Other 7 0 0
4x 1/36, 1x 2/134, 2x 4/73
Sample B 3180 480 15 147 140 137 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 3880 270 7 38 0 CVPG 3880 110 20% 3100 4660 38
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 2900 150 5,1 48 0 CVPG 2900 52  20% 2320 3480 48
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 3020 260 8,7 54 0 CVPG 3020 88 20% 2410 3630 54
Immunodiagnostic Systems
Other 7 0 0
4x 1/36, 1x 2/134, 2x 4/73
(325) Insulin [mU/L] 313 307 296 96
Sample A 719 1.2 17 313 307 299 97
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 523 023 4,3 36 0 CVPG 5,23 0,093 20% 4,18 6,28 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 541 0,28 5,2 19 0 CVPG 541 0,16 20% 4,32 6,5 19
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 565 1,1 19 15 0 CVPG 565 066 20% 4,52 6,78 15
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 753 047 62 164 0 CVPG 7,53 0,089 20% 6,02 9,04 164
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 731 039 54 3 0 CVPG 7,31 0,17 20% 5,84 38,78 34
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 9,14 0,73 79 32 0 CVPG 9,14 031 20% 7,31 11 32
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 7,37 054 73 7 0 CvpG 7,37 053 20% 5,89 8,85 7
Other 6 0 0
2x 1/36, 1x 2/66, 2x 4/73, 1x 4/140
Sample B 23,8 4 17 313 307 301 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 16,4 0,49 3 36 0 CVPG 164 02 20% 13,1 19,7 36
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 19,6 1 51 19 0 CVPG 19,6 056 20% 156 23,6 19
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 10,8 2,3 21 15 0 CVPG 10,8 15 20% 8,64 13 15
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 25,1 1,3 52 164 0 CVPG 25,1 0,25 20% 20 30,2 164
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 23,5 1 44 34 0 CVPG 23,5 044 20% 18,8 28,2 34
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 30,5 2 67 32 0 CVPG 30,5 0,88 20% 24,4 36,6 32
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 24 14 57 7 0 CVWG 24 13 20% 19,2 288 7
Other 6 0 0
2x 1/36, 1x 2/66, 2x 4/73, 1x 4/140
(326) Folate [nmol/L] 630 626 610 97
Sample A 425 7.1 17 630 626 616 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 47,8 43 91 91 0 CVPG 478 1,1 27% 34,8 60,8 91
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 48,3 2,9 6 50 0 CVPG 48,3 1 27% 352 614 50
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 405 3,8 95 12 0 CVPG 405 2,7 27% 29,5 51,5 12
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 394 4,8 12 381 0 CVPG 394 06 27% 28,7 50,1 381
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 22,5 1,2 5,4 5 0 CVPG 22,5 35 27% 16,4 28,6 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens 31,2 1,8 59 8 0 CVPG 31,2 1.4 27% 22,7 39,7 8
(Dade, BN, Dimension)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 52,2 4,3 8,3 64 0 CVPG 52,2 1,3 27% 38,1 66,3 64
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 32,8 084 2,6 5 0 CVPG 328 24 27% 239 41,7 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 54,4 0,24 0,44 10 0 CVPG 54,4 019 27% 39,7 69,1 10
Other 4 0 0
1x 4/25, 3x 6/60
Sample B 21,1 6,8 32 630 626 617 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 303 24 79 91 0 CVPG 30,3 0,61 27% 22,1 385 91
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 25,7 1,6 6 50 0 CVPG 25,7 054 27% 18,7 32,7 50
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 204 21 10 12 0 CVPG 204 15 27% 14,8 26 12
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 17,2 1,7 9,7 381 0 CVPG 17,2 0,21 27% 12,5 21,9 381
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (73) Snibe 11 1 9,3 5 0 CVPG 11 29 27% 8,03 14 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens 13,7 1,2 8,7 8 0 CVPG 13,7 091 27% 10 17,4 8
(Dade, BN, Dimension)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 30,4 3,1 10 64 0 CVPG 30,4 0,95 27% 22,1 38,7 64
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 164 12 7,6 5 0 CVPG 164 35 27% 11,9 20,9 5
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 341 29 8,6 10 0 CVPG 34,1 23 27% 248 434 10
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Test Comparability
Sample i °M sD [g/\g Nt Now AV Uy Dpy LL UL New  Nauc [§/,e].
Group uni b b
Other 4 0 0
1x 4/25, 3x 6/60
(320) LH [U/L] 579 566 549 97
Sample A 94,8 11 12 579 566 555 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 94,4 4,1 4,3 12 0 CVPG 9,4 29 15% 80,2 109 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 80,2 35 44 87 0 CVPG 80,2 093 15% 681 923 87
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 789 52 6,6 61 0 CVPG 789 16 15% 67 90,8 61
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 156 13 8,6 32 0 CVPG 156 58 15% 132 180 32
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 982 41 41 28 0 CVPG 982 059 15% 834 113 286
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 100 44 44 58 0 CVPG 100 14 15% 85 115 58
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 140 6,7 4,8 15 0 CVPG 140 43 15% 119 161 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 928 4,1 45 15 0 CVPG 92,8 2,6 15% 788 107 15
Other 13 0 0
1x 1/12, 3x 1/36, 1x 2/15, 4x 3/25, 1x 4/25, 2x 4/73, 1x 6/60
Sample B 523 71 14 579 566 555 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 516 51 9.8 12 0 CVPG 516 36 15% 438 594 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 44,1 2,1 47 87 0 CVPG 44,1 055 15% 37,4 508 87
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 41,1 2,1 51 61 0 CVPG 41,1 0,66 15% 34,9 47,3 61
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 878 7,7 88 32 0 CVPG 87,8 33 15% 746 101 32
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 549 22 41 28 0 CVPG 549 032 15% 46,6 632 286
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 531 24 44 58 0 CVPG 53,1 0,76 15% 451 61,1 58
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 77,7 3,9 5 15 0 CVPG 77,7 25 15% 66 89,4 15
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 51,2 1,9 3,7 15 0 CVPG 512 12 15% 435 589 15
Other 13 0 0
1x 1/12, 3x 1/36, 1x 2/15, 4x 3/25, 1x 4/25, 2x 4/73, 1x 6/60
(407) Parathyrin biointact (PTH [pmol/L] 62 61 60 98
1-84)
Sample A 4,5 0,93 21 62 61 60 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 539 031 57 26 0 CVPG 539 0,15 23% 4,15 6,63 26
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 383 022 57 35 0 CVPG 3,83 0,091 23% 294 4,72 35
Other 1 0 0
1x 3/15
Sample B 205 14 68 62 61 60 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 21,1 092 43 26 0 CVPG 21,1 044 23% 16,2 26 26
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 20 16 82 35 0 CVPG 20 0,67 23% 154 24,6 35
Other 1 0 0
1x 3/15
(405) Parathyrin intact (PTH) [pmol/L] 546 531 518 98
Sample A 6,03 1 17 546 531 525 99
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 813 05 6.2 77 0 CVPG 8,13 0,14 23% 6,26 10 77
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 7,07 0,71 10 28 0 CVPG 7,07 033 23% 544 87 28
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 546 033 61 336 0 CVPG 546 0,045 23% 4,2 6,72 336
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 6,44 0,41 6,4 54 0 CVPG 6,44 0,14 23% 4,95 7,93 54
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 889 083 94 20 0 CVPG 889 046 23% 6,84 11 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 66 11 16 7 0 CVPG 6,6 1 23% 5,08 8,12 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 586 023 3,9 9 0 CVPG 586 0,28 23% 4,51 7721 9
Immunodiagnostic Systems
Other 15 0 0
3x 1/36, 2x 1/47, 1x 2/66, 4x 2/87, 1x 4/58, 2x 4/73, 1x 4/87, 1x 6/60
Sample B 286 55 19 546 531 521 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 36,7 22 61 77 0 CVPG 36,7 0,63 23% 28,2 452 77
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 33 33 99 28 0 CVPG 33 15 23% 254 40,6 28
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 256 15 59 33 0 CVPG 256 0,2 23% 19,7 315 336
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 33 23 69 54 0 CVPG 33 0,76 23% 254 40,6 54
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 56,2 4,7 84 20 0 CVPG 56,2 2,6 23% 432 692 20
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 33,1 2,2 6,5 7 0 CVPG 331 2,1 23% 25,4 408 7
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 274 21 7] 9 0 CVPG 274 26 23% 21 33,8 9
Immunodiagnostic Systems
Other 15 0

0
3x 1/36, 2x 1/47, 1x 2/66, 4x 2/87, 1x 4/58, 2x 4/73, 1x 4/87, 1x 6/60
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Summary statistics - quantitative results

EQA round: E23/26 - Hormones 2

Deadline: 17.7.2026

Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5

Test Comparability
Sample i °M sD [g/\g Nt Now AV Uy Dpy LL UL New  Nauc [§/,e].
Group uni (] (]
(322) Prolactin [mU/L] 554 542 529 98
Sample A 509 60 12 554 542 534 99
(3) FIA (FEIA, TRACE); (15) bioMérieux 642 41 64 9 0 CVPG 642 50 16% 539 745 9
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 559 34 6,1 82 0 CVPG 559 92 16% 469 649 82
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 469 29 6,1 56 0 CVPG 469 94 16% 393 545 56
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 459 18 4 27 0 CVPG 459 86 16% 385 533 27
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 526 27 51 284 0 CVPG 526 39 16% 441 611 284
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 372 16 4,4 57 0 CVPG 372 53 16% 312 432 57
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 559 25 4,5 12 0 CVPG 559 18 16% 469 649 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 400 21 53 15 0 CVPG 400 13 16% 336 464 15
Other 12 0 0
3x 1/36, 1x 3/24, 3x 3/25, 1x 4/25, 2x 4/73, 1x 4/183, 1x 6/60
Sample B 171 22 13 554 542 532 98
(3) FIA (FEIA, TRACE); (15) bioMérieux 218 22 10 9 0 CVPG 218 28 16% 183 253 9
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 181 11 6,1 82 0 CVPG 181 3 16% 152 210 82
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 157 98 6,2 56 0 CVPG 157 32 16% 131 183 56
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 145 7,2 49 27 0 CVPG 145 3,4 16% 121 169 27
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 180 93 52 284 0 CVPG 180 14 16% 151 209 284
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 125 49 39 57 0 CVPG 125 1,6 16% 105 145 57
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 197 9,7 49 12 0 CVPG 197 6,8 16% 165 229 12
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 136 7,3 54 15 0 CVPG 136 46 16% 114 158 15
Other 12 0 0
3x 1/36, 1x 3/24, 3x 3/25, 1x 4/25, 2x 4/73, 1x 4/183, 1x 6/60
(390) Renin [ng/L] 245 235 222 94
Sample A 334 5,1 15 245 235 225 96
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 31,6 2,9 9,3 192 0 CVPG 31,6 0,52 20% 25,2 38 192
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 44,1 2,3 53 43 0 CVPG 44,1 0,87 20% 35,2 53 43
Immunodiagnostic Systems
Other 10 0 0
3x 1/36, 2x 2/66, 1x 2/214, 3x 4/73, 1x 4/98
Sample B 47,8 7.8 16 245 235 226 96
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 45 42 92 192 0 CVPG 45 0,74 20% 36 54 192
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (183) 66 3,8 57 43 0 CVPG 66 14 20% 52,8 79,2 43
Immunodiagnostic Systems
Other 10 O 0
3x 1/36, 2x 2/66, 1x 2/214, 3x 4/73, 1x 4/98
(394) SHBG [nmol/L] 454 444 441 99
Sample A 73,8 49 6,6 454 444 442 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 76,4 57 74 65 0 CVPG 76,4 1,7 20% 61,1 91,7 65
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 74,4 5,6 7,5 41 0 CVPG 74,4 21 20% 59,5 89,3 41
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 69,1 6,4 92 3. 0 CVPG 69,1 2,8 20% 55,2 83 31
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 735 33 45 234 0 CVPG 735 0,53 20% 58,8 88,22 234
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 70,5 4,1 5,8 48 0 CVPG 70,5 1,5 20% 56,4 84,6 48
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 99,1 7.3 7,4 17 0 CVPG 99,1 43 20% 79,2 119 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 74,8 8,1 11 8 0 CVPG 748 6,1 20% 59,8 89,8 8
Other 10 O 0
3x 1/36, 1x 3/25, 1x 4/25, 2x 4/73, 2x 4/183, 1x 6/60
Sample B 32,6 2 6,1 454 444 443 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 345 29 85 65 0 CVPG 34,5 0,89 20% 27,6 414 65
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 32 2 62 41 0 CVPG 32 0,76 20% 25,6 384 41
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 31,8 23 73 31. 0 CVPG 31,8 1 20% 25,4 382 31
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 32,4 1,4 4,2 234 0 CVPG 324 0,22 20% 259 389 234
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 31,4 1,8 5,7 48 0 CVPG 314 0,63 20% 251 37,7 48
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (164) DiaSorin 41,1 28 6,8 17 0 CVPG 41,1 1,7 20% 32,8 494 17
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 323 22 69 8 0 CVPG 323 1,7 20% 258 388 8
Other 10 0 0
3x 1/36, 1x 3/25, 1x 4/25, 2x 4/73, 2x 4/183, 1x 6/60
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EQA round: E23/26 - Hormones 2

Setup: groups - M (measurement principle), R (manufacturer of kit); minimal size of the groups n = 5

Deadline: 17.7.2026

Test Comparability
Sample g "M SD [g/\g Nt Now AV Uy Dpy LL UL New  Nauc [§/,e].
Group uni b b
(327) Vitamin B,, [pmol/L] 623 611 600 98
Sample A 580 39 6,8 623 611 608 100
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 556 33 58 93 0 CVPG 556 83 20% 444 668 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 474 32 6,7 49 0 CVPG 474 11 20% 379 569 49
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 650 72 11 15 0 CVPG 650 46 20% 520 780 15
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 590 27 46 370 0 CVPG 590 34 20% 472 708 370
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens 539 11 21 6 0 CVPG 539 16 20% 431 647 6
(Dade, BN, Dimension)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 602 31 5.1 65 0 CVPG 602 93 20% 481 723 65
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 591 26 4,4 13 0 CVPG 591 18 20% 472 710 13
Other 12 0 0
1x 2/60, 1x 3/15, 1x 4/25, 2x 4/73, 4x 4/164, 3x 6/60
Sample B 303 30 9,7 623 611 601 98
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 289 18 6,2 93 0 CVPG 289 46 20% 231 347 93
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (12) Beckman 224 15 6,7 49 0 CVPG 224 52 20% 179 269 49
Coulter
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (29) Siemens 284 43 15 15 0 CVPG 284 27  20% 227 341 15
(Immulite)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (60) Roche 317 19 6,1 370 0 CVPG 317 25 20% 253 381 370
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (149) Siemens 277 26 9,5 6 0 CVPG 277 37 20% 221 333 6
(Dade, BN, Dimension)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (162) Siemens 291 22 75 65 0 CVPG 291 6,6 20% 232 350 65
(Atellica)
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (179) Siemens 287 22 7,6 13 0 CVPG 287 15 20% 229 345 13
Other 12 0 0
1x 2/60, 1x 3/15, 1x 4/25, 2x 4/73, 4x 4/164, 3x 6/60
(319) Vitamin B,, (active) [pmol/L] 9 0
Sample A 139 16 12 9 0
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 128 0 0 5 0 CVPG 128 20% 102 154 0
Other 4 0 0
3x 4/60, 1x 4/162
Sample B 122 89 7.3 9 0
(4) LIA (CLIA, CMIA, ECLIA, LOCI); (1) Abbott 128 0 0 5 0 CVPG 128 20% 102 154 0
Other 4 0 0
3x 4/60, 1x 4/162
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