
SEKK TM1/26: Tumour Markers
% β-2-microglobulin

Number of the results: 16, of which outside the chart: 0
Sample A

57,5

78,7

100

121

143

% β-2-microglobulin
Number of the results: 16, of which outside the chart: 0

Sample B

57,8

78,9

100

121

142

% AFP
Number of the results: 23, of which outside the chart: 0

Sample A

0
50

100
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200
250

% AFP
Number of the results: 23, of which outside the chart: 1

Sample B

59,6

79,8

100

120

140

% CA 15-3
Number of the results: 25, of which outside the chart: 0

Sample A

63,8

81,9

100

118

136

% CA 15-3
Number of the results: 25, of which outside the chart: 0

Sample B

63,9

81,9

100

118

136

% CA 19-9
Number of the results: 25, of which outside the chart: 0

Sample A

21,3

60,7

100

139

179

% CA 19-9
Number of the results: 25, of which outside the chart: 0

Sample B

21,9

61

100

139

178
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SEKK TM1/26: Tumour Markers
% CA 72-4

Number of the results: 15, of which outside the chart: 0
Sample A

55,9

78

100

122

144

% CA 72-4
Number of the results: 15, of which outside the chart: 0

Sample B

55,1

77,6

100

122

145

% CA 125
Number of the results: 23, of which outside the chart: 0

Sample A

59,6

79,8

100

120

140

% CA 125
Number of the results: 23, of which outside the chart: 0

Sample B

59,6

79,8

100

120

140

% CEA
Number of the results: 26, of which outside the chart: 1

Sample A

67,7

83,9

100

116

132

% CEA
Number of the results: 26, of which outside the chart: 1

Sample B

67,9

83,9

100

116

132

% CYFRA 21-1
Number of the results: 10, of which outside the chart: 0

Sample A

63,6

81,8

100

118

136

% CYFRA 21-1
Number of the results: 10, of which outside the chart: 0

Sample B

63,8

81,9

100

118

136
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SEKK TM1/26: Tumour Markers
% hCG

Number of the results: 24, of which outside the chart: 0
Sample A

63,8

81,9

100

118

136

% hCG
Number of the results: 24, of which outside the chart: 0

Sample B

63,6

81,8

100

118

136

% Calcitonin
Number of the results: 4, of which outside the chart: 0

Sample A

37,7

68,9

100

131

162

% Calcitonin
Number of the results: 4, of which outside the chart: 0

Sample B

37,9

69

100

131

162

% NSE
Number of the results: 10, of which outside the chart: 0

Sample A

40

70

100

130

160

% NSE
Number of the results: 10, of which outside the chart: 0

Sample B

39,7

69,8

100

130

160

% p2PSA
Number of the results: 7, of which outside the chart: 0

Sample A

69,7

84,8

100

115

130

% p2PSA
Number of the results: 7, of which outside the chart: 0

Sample B

69,9

84,9

100

115

130
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SEKK TM1/26: Tumour Markers
% PSA

Number of the results: 30, of which outside the chart: 0
Sample A

61,4

80,7

100

119

139

% PSA
Number of the results: 30, of which outside the chart: 0

Sample B

69,9

84,9

100

115

130

% free-PSA
Number of the results: 23, of which outside the chart: 0

Sample A

34,9

67,4

100

133

165

% free-PSA
Number of the results: 23, of which outside the chart: 0

Sample B

67,7

83,8

100

116

132

% S-100
Number of the results: 8, of which outside the chart: 0

Sample A

35

67,5

100

132

165

% S-100
Number of the results: 8, of which outside the chart: 0

Sample B

36

68

100

132

164

% SCCA
Number of the results: 6, of which outside the chart: 1

Sample A

30,7

65,4

100

135

169

% SCCA
Number of the results: 6, of which outside the chart: 1

Sample B

30,7

65,4

100

135

169
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SEKK TM1/26: Tumour Markers
% TPA

Number of the results: 2, of which outside the chart: 0
Sample A

49,9

74,9

100

125

150

% TPA
Number of the results: 2, of which outside the chart: 0

Sample B

49,9

74,9

100

125

150

% Thyreoglobulin
Number of the results: 12, of which outside the chart: 0

Sample A

39,7

69,8

100

130

160

% Thyreoglobulin
Number of the results: 12, of which outside the chart: 0

Sample B

39,8

69,9

100

130

160
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