
SEKK Summary statistics - qualitative results
EQA round: VIB1/26 - General Immunohistochemistry - Staining Deadline: 22.5.2026
Setup: groups - M (staining used); Slovakia

AV = assigned value
CVE = consensus of the experts
>>> ... expected result

> ... acceptable result
± ... result not assessed

Ntot = total number of the results
Nrel = relative number of the results

Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Frequency of the results Success
AV Ntot Nrel

[%]
Result Neva Nsuc Srel

[%]
(1120) Sample A - staining 14 14 14 100
EQA 14 14 14 100
(1) CA IX > 1 7,1 3 points (acceptable result)

CVE >>> 4 29 6 points (excellent result)
(2) PAX-8 CVE >>> 1 7,1 6 points (excellent result)
(3) CK 7 CVE >>> 8 57 6 points (excellent result)

(1121) Sample B - staining 13 12 12 100
EQA 13 12 12 100
(1) TRPS-1 > 1 7,7 3 points (acceptable result)
(2) GATA-3 > 1 7,7 3 points (acceptable result)

CVE >>> 2 15 6 points (excellent result)
(3) ER > 1 7,7 3 points (acceptable result)

CVE >>> 7 54 6 points (excellent result)
(4) Improper glass ± 1 7,7 Not specified

(1122) Sample C - staining 14 14 14 100
EQA 14 14 14 100
(2) CD 10 CVE >>> 13 93 6 points (excellent result)
(3) H-caldesmon CVE >>> 1 7,1 6 points (excellent result)

(1123) Sample D - staining 14 14 14 100
EQA 14 14 14 100
(1) CK 20 CVE >>> 12 86 6 points (excellent result)
(3) CDX-2 CVE >>> 2 14 6 points (excellent result)

(1124) Sample E - staining 14 12 10 83
EQA 14 12 10 83
(1) CD 99 1 7,1 0 points (unacceptable result)

> 1 7,1 3 points (acceptable result)
CVE >>> 2 14 6 points (excellent result)

(2) CK AE1/AE3 1 7,1 0 points (unacceptable result)
CVE >>> 7 50 6 points (excellent result)

(4) Improper glass ± 2 14 Not specified
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